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Abstract
Optical computed tomography (CT) imaging of radiochromic gel dosimeters is a method
for truly three-dimensional radiation dosimetry. Although optical CT dosimetry is not
widely used currently due to previous concerns with speed and accuracy, the complexity
of modern radiotherapy is increasing the need for a true 3D dosimeter. This thesis reports
technical improvements that bring the performance of optical CT to a clinically useful level.
New scanner designs and improved scanning and reconstruction techniques are described.
First, we designed and implemented a new light source for a cone-beam optical CT system
which reduced the scatter to primary contribution in CT projection images of gel dosimeters
from approximately 25% to approximately 4%. This design, which has been commercially
implemented, enables accurate and fast dosimetry.
Second, we designed and constructed a new, single-ray, single-detector parallel-beam op-
tical CT scanner. This system was able to very accurately image both absorbing and scat-
tering objects in large volumes (15 cm diameter), agreeing within ∼1% with independent
measurements. It has become a reference standard for evaluation of optical CT geometries
and dosimeter formulations.
Third, we implemented and characterized an iterative reconstruction algorithm for optical
CT imaging of gel dosimeters. This improved image quality in optical CT by suppressing
the effects of noise and artifacts by a factor of up to 5.
Fourth, we applied a fiducial-based ray path measurement scheme, combined with an iter-
ative reconstruction algorithm, to enable optical CT reconstruction in the case of refractive
index mismatch between different media in the scanner’s imaged volume. This improved
the practicality of optical CT, as time-consuming mixing of liquids can be avoided.
Finally, we applied the new laser scanner to the difficult dosimetry task of small-field mea-
surement. We were able to obtain beam profiles and depth dose curves for 4 fields (≤ 3×3
ii
cm2) using one 15 cm diameter dosimeter, within 2 hours. Our gel dosimetry depth-dose
curves agreed within ∼1.5% with Monte Carlo simulations.
In conclusion, the developments reported here have brought optical CT dosimetry to a
clinically useful level. Our techniques will be used to assist future research in gel dosimetry
and radiotherapy treatment techniques.
Keywords: Cancer, Radiation Therapy, Radiation Dosimetry, Small-field Dosimetry,
Computed Tomography, Optical Imaging, Stray Light, Laser Scanning
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1Chapter 1
General Introduction
1.1 Cancer Basics
Cancer, at the fundamental level, is a group of over 100 diseases characterized by genetic
mutations resulting in abnormal, uncontrolled cell growth. This leads to the formation of
malignant tumours that have the ability to invade tissues and spread to other parts of the
body [1]. The symptoms of cancer are caused by the inhibition of normal tissue and organ
functions as a result of tumours. Thus, symptoms vary depending on the disease location
and type, and will only appear once a cancerous tumour is growing. There are a multitude
of known (and suspected) environmental, pathogen, and hereditary causes and risk factors
for different types of cancer [2], and some cancers appear to develop randomly, without
any known cause.
1.1.1 Cancer in Canada
The Canadian Cancer Society estimates that in 2017, there were approximately 200 000
new cases of cancer diagnosed in Canada (excluding non-melanoma skin cancers), and
approximately 81 000 cancer deaths. This incidence corresponds to approximately 0.5%
of the total population of Canada being newly diagnosed with some form of the disease in
2a single year alone. It is estimated that 1 in 2 Canadians will develop cancer during their
lifetime, and that 1 in 4 Canadians will die from the disease. Cancer is the leading cause of
death in Canada, and was responsible for approximately 30% of total deaths in 2012 [3].
1.2 Radiation Therapy
According to the US National Cancer Institute [4], about half of all newly diagnosed cancer
patients should receive radiation therapy at some point during their treatment. Approxi-
mately 60% of radiotherapy patients are treated with the aim of curing the disease, with
the rest treated as palliative patients; alleviating symptoms associated with tumour masses
to improve quality of life. In Ontario, as of 2012, the radiation treatment utilization rate
(the proportion of cancer patients who receive at least one course of radiation during their
lifetime) was only 37%, which is below the Cancer Care Ontario target rate of 48% [5],
due to capacity and geographic access limitations. Cancer Care Ontario projects that addi-
tional new treatment units will be required to reach a utilization rate of 42% by 2020 [5].
Regardless, it is clear that a very large minority of cancer patients require radiation therapy.
Radiation therapy, or radiotherapy, is generally divided into internal radiotherapy, also
known as brachytherapy, and external beam radiotherapy (EBRT). Brachytherapy involves
bringing a radioactive source within close proximity of the tumour, through either the im-
plantation of radioactive seeds or the temporary insertion of a radioactive source within
a catheter inserted by a needle. External beam radiotherapy involves delivering a beam
of ionizing radiation (high-energy x-rays or charged particles) into the patient from the
outside. Generally, the type (and dose) of therapy given will depend on the size and loca-
tion of the tumour being treated. A combination of both external beam radiotherapy and
brachytherapy can also be used in some circumstances. Radiotherapy can also be com-
bined with chemotherapy treatments, where the chemotherapy is used to either enhance the
3treatment of the local disease, or to kill cancer cells in other parts of the body [6].
Ionizing radiation kills cells by damaging DNA, which leads to cell death through a variety
of pathways, including apoptosis or failure to successfully divide due to improper DNA re-
pair (chromosomal aberrations). With an increase in absorbed radiation doses (the energy
absorbed per unit mass, usually given in units of Gray, 1 Gy = 1 J/kg absorbed), the amount
of DNA damage is increased, and so too is the probability that a lethal chromosomal aber-
ration will occur. DNA damage in radiation therapy occurs by either direct interactions
between the radiation particles (photons, electrons, protons etc.) and the DNA molecule,
or by indirect interactions, wherein the ionizing radiation interacts with water to create free
radicals (highly reactive molecules) that subsequently interact with the DNA. In photon
and electron beam treatments, most radiation damage is delivered through the indirect in-
teractions [7–9]. Radiation kills both healthy and cancerous cells. However, radiotherapy
plans are spatially optimized to preferentially deposit dose in cancerous tissue and spare
healthy tissue. Accurate three-dimensional measurement of such dose distributions is the
focus of this thesis.
In addition to spatial optimization, cancer cells are generally undifferentiated and have
a reduced capacity to repair sub-lethal DNA damage compared to healthy cells [8]. To
exploit this, radiation therapy is often delivered in a set of time-separated fractions, which
provides time for DNA repair between doses. Healthy tissue will repair more sub-lethal
damage than cancer cells, resulting in a therapeutic advantage. In addition, the time gap
allows for reoxygenation of hypoxic tumour regions and re-organization of cells in the
reproduction cycle. These effects can enhance cell killing, however they must be balanced
against the tumour’s repopulation / growth rate and DNA repair rate. Usually, radiotherapy
fractions are delivered once per day, 5 days a week over several weeks (which may allow
concurrent tumour cell repopulation). A typical fractionated treatment plan may consist of
60 Gy of dose delivered to the target over 30 treatment visits, in fractions of 2 Gy.
41.2.1 Radiation therapy process
After diagnosis and recommendation for radiotherapy, a cancer patient will be referred to
a radiation oncologist who will determine and oversee their treatment. For external beam
radiation therapy patients, the process will begin with the acquisition of a “planning CT”,
which is an x-ray computed tomography (CT) imaging study performed with the patient set
up in the posture in which they will later be treated. Additional studies, for example contrast
CT or magnetic resonance imaging (MRI) may also be acquired in this preparatory stage,
in order to aid the radiation oncologists and radiation therapists in targeting the diseased
volume and avoiding nearby normal structures.
The planning CT data is imported into a Treatment Planning System (TPS), a software
package in which radiation treatment planners delineate both the tumour and surrounding
organs at risk (OARs) that must be considered when planning the radiation delivery. Tu-
mour volumes are expanded from the gross tumour volume (GTV) with additional margins
to account for less visible microscopic extension of the disease (the “clinical target vol-
ume” or CTV), tumour motion such as that due to respiration (the “internal target volume”,
or ITV), and patient set-up uncertainty on treatment days (the “planning target volume” or
PTV) [10]. Once all the important structures have been contoured, the radiation oncologist
prescribes a radiation dose to the target volume. The prescription dose is chosen based on
clinical protocols and prior experience with similar cases. Additionally, the OARs have
associated dose-limiting constraints (e.g. maximum dose to any point, maximum volume
receiving more than a certain dose, etc) that are chosen to avoid normal tissue complica-
tions as much as possible. Dose prescriptions and OAR limits are informed by the results
of various clinical trials, and refinements to protocols are always ongoing.
In addition to contoured volumes and dose constraints, a map of electron density (electrons
per cm3) is required for dose calculation and treatment planning. The electron density map
is obtained by applying a calibration curve to the CT image data, which assigns a given
5electron density based on the CT number (or Hounsfield Units, HU) of different tissues in
the reconstructed scan.
The electron density map, contours, and dose constraints are then used to plan the treat-
ment. Depending on the treatment type and software package, this optimization stage may
require some degree of user intervention. The planning software iteratively modifies the
treatment plan’s radiation beams in an effort to achieve coverage of the target volume while
minimizing dose to OARs (or at least staying below threshold values). This is done through
an optimization process that minimizes a cost function based on the dose to target and doses
to OARs. Once the optimized treatment plan has been approved by the radiation oncolo-
gist, verified dosimetrically, and reviewed by a medical physicist, the patient’s treatment
course can begin in earnest. Depending on the treatment fractionation scheme, this can oc-
cur over one day (single fraction radiosurgery) to several weeks (conventional fractionated
radiotherapy).
On a treatment day, the patient is set up in the treatment pose on the couch of the linear ac-
celerator. Often, an image guidance cone-beam CT (CBCT) is acquired (in some cases, 2D
planar x-ray imaging alone, or in conjunction with CBCT, may be used). By looking at the
alignment of the bony anatomy in the planning CT compared to the cone-beam CT scan of
the day, radiation therapists can correct for positional shift between images by moving the
linear accelerator couch. The couch can be translated in the 3 coordinate directions (verti-
cal, lateral, longitudinal), and (on newer treatment units) even rotated about all 3 coordinate
axes to bring the target back to the planned location. The cone-beam CT scan can also be
used to assess anatomical changes in the patient, due to tumour progression/response or
other anatomical changes (typically weight loss). If these changes are substantial, the treat-
ment may need to be re-planned, since the doses delivered will no longer be appropriate.
Re-planning is done in much the same way as the initial planning, with a new planning
CT and dose calculation performed. Additionally, there is ongoing research in the field
6of adaptive radiotherapy, which is the ongoing modification of a treatment plan based on
feedback from various biological and anatomical measurements [11, 12]. These approaches
have the potential to improve radiotherapy outcomes by providing better tumour control as
well as fewer or less severe normal tissue complications.
1.2.2 Advances in external beam radiotherapy
Modern radiation therapy techniques are increasingly good at maximizing the dose de-
livered to the cancer, while minimizing the dose delivered to organs at risk. Over the
last several decades, linear accelerators (linacs) producing megavoltage (MV) X-rays have
supplanted cobalt-60 irradiators as the standard for delivery of external beam therapy in
North America. Megavoltage accelerators provide higher energy photons than the gamma
rays from cobalt-60 decay. This allows them to more effectively deliver dose to deep tu-
mours, due to an increase in the depth at which they deposit maximum dose. More recently,
the multi-leaf collimator (MLC) has been developed. This device consists of many narrow,
movable tungsten leaves that can sculpt a radiation field into a prescribed shape [13], which
increases the degrees of freedom that can be used to achieve a conformal dose distribution
in the patient.
The MLC’s development enabled the advent of modern, inverse-planned treatment tech-
niques such as Intensity Modulated Radiation Therapy (IMRT) [14, 15] and Volumetric
Modulated Arc Therapy (VMAT) [16]. In IMRT, beams are delivered from a discrete num-
ber of gantry angles, with radiation fields for each angle shaped by moving MLC leaves
either dynamically with the beam on (“sliding window” IMRT) or by turning the beam
off during MLC movements (“step and shoot” IMRT) . The superposition of the doses
deposited by each field creates a tightly conformal dose distribution in the target, while
sparing more normal tissue than was previously achievable with conventional or confor-
mal radiotherapy. VMAT is essentially the dynamic beam angle form of IMRT. Here, the
7gantry of the treatment unit is continuously rotating while the MLC concurrently shapes
the radiation field. This can achieve similarly conformal dose distributions in the target
volume as IMRT, usually with a faster treatment. The main differences between IMRT and
VMAT plans are in the surrounding normal tissue; VMAT plans deliver a lower average
dose to a larger volume of healthy tissue than IMRT plans. Figure 1.1 shows planned dose
distributions for a conformal, IMRT and VMAT treatment plan. The improved conformity
of the inverse-planned treatments is evident from the dose colour maps, as is the enhanced
normal tissue sparing.
Figure 1.1: Comparison of external beam radiation therapy treatment plans for an intraoc-
ular cancer. Axial, coronal, and sagittal planes through the planning CT volume are shown
in the top, middle, and bottom rows for each treatment plan. a) Conformal Radiotherapy
(CRT). b) Intensity Modulated Radiation Therapy (IMRT). c) Volume Modulated Arc Ther-
apy (VMAT). Red indicates regions of high dose, while green and blue indicate regions of
lower dose. Moving from CRT to IMRT and VMAT leads to more uniform, conformal
doses delivered preferentially to the targeted volume. Figure reproduced from Deng et al.
[17] under the Creative Commons Attribution 4.0 License1.
1 c©Deng et al. 2017. Available for use under the Creative Commons Attribution License (CC-BY)
(http://creativecommons.org/licenses/by/4.0/). Figure modified to add labels.
While IMRT and VMAT were developed for cone-beam linear accelerators, an alternative
technology known as tomotherapy was also developed [18]. Tomotherapy treatment ma-
8chines deliver a fan beam of MV x-rays, shaped by a simpler binary MLC. The fan beam
rotates continuously around the patient while the MLC shapes the fan beam. In helical
tomotherapy, the patient is translated through the beam continuously, causing the source to
have a helical trajectory in the patient’s frame of reference.
For the most part, advances in radiotherapy have been made while keeping to the princi-
ple that dose should be uniformly delivered to target volumes. However, the notion that
tumours are homogeneous in a biological sense (radiosensitivity, oxygenation, prolifera-
tion) is known to be false. Uniform target prescriptions have been used both for practical
purposes (consistency in clinical trials, for example) and because the actual distribution
of radiation sensitivity and biological activity within tumours was previously difficult to
discern. Advances in functional imaging, with an improving understanding of tumour biol-
ogy and radiobiology, are driving research into prescribing different doses to sub-volumes
of targets. Concepts such as sub-volume boosting [19] and “dose painting” [20] are be-
ing investigated to improve tumour response in hyposensitive regions of hypoxia [21] or to
deliver higher doses to regions that are expected to be at higher risk of progression [22–24].
Finally, the conventional dose fractionation schemes for radiotherapy are also being chal-
lenged to achieve even better temporal optimization. Stereotactic radiosurgery (SRS) tech-
niques are based on a hypofractionation scheme, delivering a high dose in 1-5 fractions
rather than 10-30 [25–27]. These types of treatments are normally reserved for small tu-
mours or isolated metastatic lesions, and because of the small sizes, high doses, and small
number of fractions, require more stringent geometric and dosimetric tolerances than stan-
dard therapies.
91.3 Radiotherapy Quality Assurance
The benefits of modern, precise radiation therapy will not come easily. The complexity of
treatments, in terms of planned dose distributions as well as the technical control of de-
livery, has increased considerably over time. As treatment plans become more conformal,
with sharper dose gradients between targets and normal tissue or OARs, the importance of
accurately hitting the target is amplified, as a geographic miss could lead to severe under-
dosing of tumours and over-dosing of organs at risk. Therefore, a critical part of the op-
eration of a radiotherapy physics team is quality assurance (QA). Quality Assurance, as
defined by the International Organization for Standardization (ISO) is the set of “planned
and systematic actions necessary to provide adequate confidence that a product or process
will satisfy given requirements for quality” [28]. For radiation therapy, the required ac-
curacy of dose delivery to a reference point in a patient is ±5%, with a spatial accuracy
within 5 mm (each at the 95% statistical confidence level) [29, 30]. These requirements re-
fer to the end point of the radiation therapy sequence. As there are uncertainties associated
with each part of radiotherapy procedures (e.g. beam calibration, dose calculations, patient
setup) prior to the actual radiation delivery, the goals for accuracy in the delivery step for
standard treatments are ±3% and 3 mm - rather stringent demands for treating an anatomy
that changes over time.
1.4 Radiation Dosimeters
Radiation dosimeters are used to measure the amount of energy absorbed per unity mass of
matter (the absorbed dose). Dose is measured in units of Gray (1 Gy = 1 J/kg). Dosimeters
come in myriad forms, and are used for many different tasks in the fields of radiation
therapy and radiation safety. Recent reviews by Seco et al. and Kron et al. give a good
overview of dosimeters and specific dosimetry applications in radiotherapy [31, 32].
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1.4.1 Properties of dosimeters
The various radiation dosimeters each come with their own strengths and shortcomings.
Below are some of the important characteristics that can be used to evaluate and compare
different dosimeters for different applications [30, 31, 33]:
Absolute vs. Relative: An absolute dosimeter can be used to directly measured the ab-
sorbed dose (in units of Gy) with no calibration, whereas a relative dosimeter’s signal
must be characterized as a function of known doses, usually measured by a secondary
dosimeter traceable to a national standards lab. In other words, relative dosimeters
require cross-calibration of their output signal.
Integrating vs. Differential: An integrating dosimeter measures the accumulated dose
absorbed in the sensitive volume over a given exposure time. This type of dosimeter
is most commonly used in quality assurance tests. Conversely, a differential dosime-
ter provides a measure of the instantaneous rate at which dose is being absorbed in a
volume, which may be useful in situations where temporal fluctuations in dose rate
are expected to be observed.
Tissue / Water Equivalence: Many clinical dosimetry and commissioning tasks are per-
formed in a water medium, to mimic the absorption and scattering of radiation in the
human body. Having a dosimeter that has similar absorption and scattering charac-
teristics as water or tissue, for the type of particles being used to irradiate, makes
interpretation of dosimetric results more direct, without introducing additional un-
certainties due to cross-material conversion factors.
Accuracy: Accuracy refers to how closely a dosimeter agrees with the true value of the
absorbed dose. In dosimetry, it is usually defined based on comparison against a
“gold standard” dosimeter, which is typically an ion chamber measurement traceable
to a national lab standard.
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Precision: Precision is related to the reproducibility of measurements, and is expressed
in terms of the standard deviation of a set of repeated measurements. Precision is
limited by noise in the dosimeter or its associated readout system.
Sensitivity: Sensitivity is the rate of change in the dosimeter’s readout signal with respect
to an increasing dose. Graphically, it is the slope of a dosimeter’s Readout Signal
versus Dose curve.
Linearity: A dosimeter whose reading increases linearly with absorbed dose is easier to
calibrate than a non-linear dosimeter.
Energy Independence: It is important that a dosimeter’s sensitivity exhibits little to no
dependence on the energy of incoming radiation, because the energy spectrum of
treatment photon beams is broad and changes with depth in tissue (beam hardening).
In other words, calibration of a dosimeter at the incident beam energy will not guar-
antee accuracy for measurements within an absorber, unless the dosimeter response
is energy-independent.
Dose Rate Independence: For an integrating dosimeter it is critical that the response is
not dependent on the rate at which dose is absorbed. If this is not the case, the
reading from the dosimeter must be corrected using additional information, because
the dose rate at different points in an absorber for a delivered radiation beam varies
significantly.
Temporal Stability: Temporal stability refers to the stability of the dosimeter reading as
a function of time after irradiation. For example, some radiochromic gel dosimeters
exhibit an auto-oxidation or fading that may need to be corrected at readout time. In
general, for an integrating dosimeter we want the dosimeter’s response to radiation to
be stable for at least the delay before readout and during readout (unless the readout
involves “erasing” the dose signal). A lack of temporal stability may sometimes be
misdiagnosed as a dose rate dependence in the dosimeter during very long exposures.
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Fractionation Independence: A concept that is related to temporal stability and dose rate
independence is fractionation independence. For example, a single exposure of 10
Gy should result in the same total reading as that obtained from two 5 Gy expo-
sures separated by a time gap similar to that which may be present in a clinical dose
delivery (e.g. delay between IMRT beams)
Dose Range: Ideally, a dosimeter can be used for any dose level, within the range of in-
terest. Many dosimeters, however, exhibit a saturation level, or a threshold below
which the response is not measurable. This limited range may be due to the dosime-
ter response itself, or the accompanying readout systems.
Dimensionality: The dimensionality (D) refers to the ability of the dosimeter to map dose
distributions within a volume in a single radiation exposure. We can classify dosime-
ters as point (0D), line (1D), planar (2D) and volume (3D) dosimeters. 3D dosimetry
is attractive as it could save time and reduce error by removing the need to move the
dosimeter and spatially align many measurements to produce a multi-dimensional
map.
Spatial Resolution: The true spatial resolution of a dosimeter is the smallest volume in
which meaningful dosimetric information can be provided. This is linked to the
size of the sensitive volume for point dosimeters, and is tied to the image noise and
readout spatial resolution for integrating 2D and 3D dosimeters (films and gels).
Environmental Conditions: Ideally, the ambient temperature (or pressure) within the sen-
sitive volume should not have an effect on the response. In practice, this is almost
never the case. For example, ion chambers are sensitive to temperature and pressure,
and the reactions involved in many chemical dosimeters are generally temperature
dependent. It is good practice to avoid unnecessary temperature variations during
irradiation and readout of the dosimeter.
Ease of Use and Speed: A large number of measurements are made by clinical physics
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staff during quality assurance procedures, commissioning of new hardware, and re-
search. Therefore, a dosimeter should be as easy to use and as fast as possible.
Cost effectiveness and Re-usability: Cost effectiveness is governed not only by the ab-
solute monetary figure, but also by the application for which it is used, the human
resources it requires, and the quality of the data it provides.
1.4.2 Comparison of common dosimeters
Table 1.1 provides a comparison of the dosimetric properties of a variety of radiation detec-
tors. No single dosimeter provides all the desired qualities, so clinical physics departments
make use of an array of different devices, and must choose the one most suited to the
specific clinical or research task at hand.
1.5 The Case for 3D Dosimeters
Dosimetry tools that are readily available in the clinic include ion chambers, thermolumi-
nescent and optically stimulated luminescent dosimeters (TLDs and OSLDs), and diodes
for point measurements. Diode arrays provide sparse sampling of 2D surfaces or 3D vol-
umes. Radiochromic film provides very high spatial resolution when making 2D measure-
ments. However, due to the advances in delivery techniques, treatment plans are now more
conformal to target volumes than ever before, and therefore dose distributions are taking
on increasingly complicated 3D shapes with sharp fall-off gradients in multiple directions.
The ability to verify 3D dose distributions directly has not kept pace, which has led to a
high degree of variability in the quality of radiotherapy from institution to institution [34].
This is reflected in data from the Imaging and Radiation Oncology Core (IROC) group
(formerly the Radiological Physics Center, RPC), which is responsible for certifying can-
cer centers for participation in clinical trials funded by the National Cancer Institute (NCI)
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in the United States. IROC’s head and neck credentialing process involves an anthropo-
morphic head and neck phantom that is sent to a candidate institution and undergoes the
radiotherapy process as if it were a real patient. The phantom contains a set of thermo-
luminescent dosimeters (TLDs) for point measurements as well as 2 planar film inserts
(GAFChromic
R©
EBT-3 film). The exposed TLDs are read out by IROC, and the films are
evaluated following the procedure outlined in the American Association of Physicists in
Medicine (AAPM) Task Group 55 report [35]. The current IROC acceptance criteria are
that TLD doses should agree within ± 7% of the planning system’s absolute dose calcula-
tion, and that gamma analysis (a method for simultaneously incorporating dose difference
and spatial offsets into dose comparisons, see [36]) of the film dosimetry measurements
results in ≥ 85% of pixels “passing” (γ < 1.0) with 7% dose difference and 4 mm distance
to agreement (DTA) thresholds. It is noteworthy that these thresholds are not as stringent
as the recommendations of the International Commission on Radiation Units and Mea-
surements (ICRU), which states that dose delivery should be accurate to within ± 5% in
radiotherapy [29].
Even with the relaxed IROC criteria, only 66% of institutions were able to pass the creden-
tialing for the head and neck phantom in 2001. Over the past ≈ 15 years, the annual pass
rate for credentialing has improved to approximately 90%, which is certainly encouraging
and reflects a growing competency in complex treatment delivery and dose verification.
However, when dosimetric analyses are performed with more stringent criteria, pass rates
drop substantially. In 2015, only 37% of institutions surveyed by IROC were able to pass
the credentialing with the gamma criteria of 3% dose difference and 3 mm distance to
agreement needed to conform to the ICRU’s recommendation that the overall required ac-
curacy for patient treatments is within ±5% and 5 mm [29], indicating that there is still
substantial room for improvement [34].
The main problem in performing quality assurance of complex radiotherapy using point
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and planar dosimeters is that it provides only a very sparse sampling of the 3D dose distri-
bution, which may not capture regions of steep dose gradients where the uncertainty about
the treatment is actually the highest. 2D film and diode array dosimeters can only detect
errors in a specific plane or surface. It has been shown that 2D dosimetric evaluations of
a select plane in a treatment generally do not correlate with 3D evaluations for IMRT and
VMAT plans [61]. Additionally, “per-beam” evaluation of IMRT fields using 2D dosime-
ters has been found not to predict clinically-relevant dose errors in anatomical regions of
interest [62]. To address these issues, pseudo-3D dosimeters using arrays of ion chambers
or diodes have been developed commercially, including OCTAVIUS (PTW, Freiburg, Ger-
many) [63], Delta4 (ScandiDos, Uppsala, Sweden) [48, 64], and ArcCheck (Sun Nuclear
Corporation, Melbourne, Florida, USA) [65, 66]. These phantoms come with automated
evaluation software, providing an easy to use dosimetry test. Unfortunately, considerable
discrepancies between planned and measured dose distributions have been observed when
using these devices in regions with steep dose gradients [49, 50]. Given that the point de-
tectors in these phantoms are spaced by several millimetres (5-10 mm center to center) this
is not surprising. The electronic portal imaging device (EPID) has also been used for 3D
dosimetry, by inversely calculating patient dose using the planning CT and the exit fluence
maps as measured by the EPID [67–69]. This approach relies on the assumption that patient
setup/motion and machine performance are all within expected ranges. Another technique
makes use of the linear accelerator log files and the patient’s planning CT to recalculate
dose [70–72], but this too makes assumptions about positioning and performance of the
linear accelerator, and thus is not an independent “dosimetry” procedure. These techniques
also cannot be used to make basic dosimetry measurements such as depth dose curves
or beam profiles in water. 3D dosimetry using liquid scintillators [73, 74] has also been
presented in recent years. Additionally, Cherenkov emission based dosimetry has been
described [75]. These methods allow for 3D differential (real-time) dosimetry in specific
phantoms.
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1.6 3D Chemical Dosimeters
There are several different types of dosimeters that are actively being developed for com-
prehensive, integrating 3D measurement of radiation dose. These 3D chemical dosimeters
are generally based on either a gel, plastic, or silicone matrix, with some form of radiation
sensitive material incorporated. Below, we briefly describe these materials.
1.6.1 Gel dosimeters
The earliest, and perhaps still the most well known of the 3D chemical dosimeters is the
hydrogel dosimeter, which exists in a variety of different formulations. Typically, hydrogel
dosimeters are nearly tissue-equivalent, since they are primarily composed of water and
a gel-forming material (e.g. gelatin). A small quantity of radiosensitive material provides
the actual dose-measuring capability, and the gel maintains the spatial integrity for mapping
the dose deposition. Additional chemicals are often included to increase dose sensitivity or
reduce the diffusion rate in the gel.
1.6.1.1 Gel dosimeter basics
Gel dosimeter response is primarily the result of the radiolysis of water, creating free rad-
icals [9, 76]. These will react with either each other (recombination) or with other sub-
stances present in the medium. The reaction of radicals with some type of reporter molecule
forms the basis for gel dosimetry. The rate of radiolysis is proportional to the rate of dose
absorption, and so the concentration of radicals reacting with the reporter molecule will be
proportional to dose.
In radiochromic gels, a dye molecule is contained within the gelatin matrix which under-
goes a change in absorption at a specific wavelength when free radicals from water radioly-
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sis interact with it. Examples of radiochromic gels include the iron-based Ferrous Xylenol
Orange gels (FXG, based on Fricke gels with an additional reporter molecule) [52, 53],
Leuco Malachite Green gels (LMG) [77] and Leuco Crystal Violet gels (LCV) [54–56].
Polymer gels [51] consist of a gelatin matrix doped with a monomer and crosslinker
molecule. In these gels, radiolytic products interact with a monomer, which initiates a
polymerization chain reaction. As the polymer chains grow and cross-link, the optical
scattering of the gel increases locally. Additionally, the diffusion is greatly reduced by the
polymerization, thus preserving the spatial integrity of the dose distribution.
1.6.1.2 Condensed history of gel dosimetry
Various different gel dosimeter formulations and readout techniques have been developed
over the past two decades. Many of these have been presented in peer reviewed publi-
cations such as the Physics in Medicine and Biology and Medical Physics journals. In
addition, a biennial conference on gel and other 3D dosimetry techniques has been held on
nine occasions since 1999 (The International Conference on Three-Dimensional Dosime-
try, IC3DDose), most recently in 2016 [78]. The proceedings of these meetings contain
thorough reviews on gel dosimeters and readout systems [79–84]. In this section, we pro-
vide a very brief outline of the history of gel dosimetry.
The concept of 3D gel dosimetry was perhaps first proposed in 1950 by Day and Stein
[85], who noted colour change in a variety of dye-containing gels when exposed to radia-
tion. Even at this early stage, prior to the development of magnetic resonance (MR) and
computed tomography (CT) imaging, these researchers noted that they were trying to de-
velop a “system that would enable three-dimensional distributions of absorbed energy to
be demonstrated”. However, the field of 3D gel dosimetry was generally inactive until the
mid-1980s, when Gore et al. demonstrated that a Fricke gel (a gel form of the well known
iron based Fricke solution dosimeter [86]) could be probed by MRI imaging [87].
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In 1998, Kelly et al. reported on the addition of xylenol orange and benzoic acid solution
to Fricke gels, which both reduced the diffusion rate of iron ions (preserving spatial infor-
mation) and generated a radiation-induced change in optical attenuation with a broad peak
around 540 nm, which could therefore be read out using a green helium-neon laser [52].
Later studies phased out the benzoic acid component, resulting in the Ferrous-Xylenol Or-
ange Gelatin (FXG) dosimeter which has been used for clinically-relevant dosimetry tasks
[53, 88, 89]. However, due to the diffusion of ferric ions, these gels lost spatial integrity
relatively quickly, making it difficult to accurately measure steep dose gradients, which
showed measurable loss of sharpness (requiring correction) within minutes after irradi-
ation [90]. This prompted the development of low-diffusion radiochromic gels such as
Leuco Crystal Violet (LCV) gels [54], which originally made use of surfactant micelles
to limit the diffusion rate. Recent work in our lab seems to practically eliminate diffusion
effects in LCV gels [91], at least for typical dose gradients delivered using clinical photon
beams.
In response to the problem of losing spatial information in Fricke gels due to diffusion,
polymer gel dosimeters were also developed and first reported by Maryanski et al. [92].
Polymer gels can be imaged with optical, magnetic resonance, x-ray or ultrasound tech-
niques [51]. However, there are practical challenges in fabrication and disposal due to the
toxicity of the materials. Additionally, the optical readout of polymer gels is complicated
by optical scattering and by radiation-induced changes in refractive index [93].
1.6.2 Non-gel 3D chemical dosimeters
The most well-documented of the non-gel 3D chemical dosimeters is PRESAGE R©, a com-
mercially available plastic product. This dosimeter is composed of a clear polyurethane
matrix which is doped with radiochromic leuco dyes such as Leuco Malachite Green [57].
In this dosimeter, it is not the radiolysis of water that leads to products which interact with
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the radiochromic dye. Rather, the dosimeter also includes halogenated compounds that
release free radicals when irradiated [58]. PRESAGE R© is read out using optical imaging
techniques such as optical CT, and has been shown to exhibit excellent dose response lin-
earity, no dose rate dependence, minimal energy dependence in the megavoltage range, and
virtually no diffusion [57, 58]. Since the dosimeter is a solid plastic, it requires no dosime-
ter vessel and can be machined to any shape. PRESAGE R© has been used for a variety of
dosimetry applications [60, 94].
Silicone-based 3D radiochromic dosimeters have also been recently presented [95–97].
These dosimeters, like PRESAGE R©, do not rely on water radiolysis, but on other molecules
to release free radicals when irradiated. A silicone based dosimeter that uses optically
stimulated luminescence, rather than a radiochromic leuco dye, is also in development
[98].
The advantage of plastic dosimeters is that they can be made to be flexible or deformable,
and do not require a container. However, a disadvantage of these materials is that they can
be quite expensive compared to gels, mostly due to the considerably higher concentrations
of radiosensitive materials, in particular leuco dyes (by mass, 1-2 % in PRESAGE R© vs. ∼
0.05 % in gels). Because of the cost of these materials, it is likely that non-gel 3D dosime-
ters would need to be made re-usable (through signal fading or photo-bleaching) in order
to be economically feasible. Additionally, the reproducibility of PRESAGE R© dosimeters
within and between batches, and the spatial uniformity of the dosimeter’s response, are
concerns that need to be addressed [99–101]
1.6.3 3D chemical dosimeter readout
While certain gel dosimeters can be probed using x-ray (polymer gels), ultrasound (poly-
mer gels), or MRI techniques (Fricke and polymer gels), access to this type of equipment is
not always possible in many settings, and the signal to noise ratio in some of these methods
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is quite low. On the other hand, a dedicated optical readout technique can be constructed
for a relatively low cost, and optical attenuation signal in gels is comparatively higher. A
dedicated, robust, and fast on-site optical technique to read gel dosimeters would enable
acceptance of gel dosimetry techniques in clinical settings. Therefore, the focus of this the-
sis is the use of optical imaging, specifically optical computed tomography (CT), to read
radiochromic gel dosimeters.
1.7 Optical Computed Tomography
Optical computed tomography (CT) is the visible-light analogue to x-ray CT, which is a
ubiquitous technology in healthcare. It was first introduced for radiation dosimetry in the
1990s [52, 102], but implementations had been described earlier for air quality measure-
ments [103, 104] and imaging of fluid jets [105]. A functionally equivalent technology,
Optical Projection Tomography, has also been described for imaging of biological spec-
imens [106–108]. Typically, optical projection tomography is performed at finer spatial
resolution and much smaller fields of view than optical CT radiation dosimetry.
1.7.1 Computed tomography basics
The mathematics of computed tomography have been well described in literature. In par-
ticular, the textbook by Kak and Slaney [109] provides an excellent explanation. Thus, we
only briefly outline the principles here.
1.7.1.1 Attenuation
Consider a beam of photons travelling through a block of material. Within the material,
some of the photons will interact with atoms. The nature of these reactions will depend
22
on the photon energy (visible range, x-ray, megavoltage x-ray, etc) as well as the nature
of the material (absorption spectrum, etc), but in general we can say that some of the
incident photons will be either absorbed or scattered away from the direction of the primary
beam. This loss of primary photons is called attenuation. The fraction of incident photons
removed from a narrow, monoenergetic beam per unit thickness of the medium is referred
to as the linear attenuation coefficient (µ) of that material, and is usually expressed in units
of cm−1. If we have N0 photons initially incident on a material of thickness L and having a
linear attenuation coefficient of µ, then we can calculate the number of photons N leaving
the material using the Beer-Lambert law:
N = N0e−µL (1.1)
Inverting Equation 1.1 allows us to solve for the linear attenuation coefficient of a uniform
material of known thickness if we measure the transmission N/N0. Also, when we make
experimental measurements, we normally do not directly count the number of photons, but
measure the intensity of the radiation, which we usually denote using I and I0. So, we have:
µ = −1
L
ln
(
I
I0
)
(1.2)
Now, consider the case where the material is not uniform, but has a linear attenuation
coefficient that varies as a function of position s along the beam, as shown in Figure 1.2.
Figure 1.2: Attenuation of primary photons through a block of material.
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Here, the intensity of the transmitted beam is determined by the line integral of the linear
attenuation coefficient along the beam path:
I = I0e−
∫ L
0 µ(s)ds (1.3)
and thus from a single transmission measurement we can only solve for either the net
attenuation through the material (or for an average linear attenuation coefficient):
∫ L
0
µ(s)ds = −ln
(
I
I0
)
. (1.4)
In a real experiment, I0 is a measured reference intensity, to which subsequent I values are
compared after changing something in the sample. In absorption spectroscopy, one often
computes “µ relative to water”. In optical gel dosimetry, I0 represents the detected intensity
of a ray travelling through the gel prior to irradiation.
1.7.1.2 Projections
In the context of tomography, a projection is defined as a set of line-integrals (as in Equation
1.3) through an object at a particular view angle. The simplest case is a parallel-beam
projection, which is a set of line integrals taken at the same angle. Parallel beam projection
is also known as Radon transformation [110]. Slightly more complicated is the fan-beam
projection, which would be obtained from a single source point coupled with a line or arc
of detectors. Extending to 3D, a cone-beam projection is obtained by a single source point
coupled with a 2D array of detectors. Parallel, fan, and cone-beam projection geometry are
shown in Figure 1.3.
24
Figure 1.3: Parallel beam (a), fan beam (b) and cone beam (c) CT projection geometries.
1.7.1.3 The Fourier Slice Theorem and tomographic reconstruction
The fundamental mathematical result needed to understand CT image reconstruction is the
Fourier Slice Theorem. This theorem states that the one-dimensional Fourier transform of
a parallel-beam projection (set of line integrals) at a given angle through a two-dimensional
function is equal to the values of the two-dimensional Fourier transform along a line at the
same angle through the center of the 2D Fourier transform space, as sketched in Figure 1.4.
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Figure 1.4: The Fourier Slice Theorem. The 1D Fourier transform of a projection P(θ, t) at
angle θ is equal to the “spoke” of the 2D Fourier transform of the object at the same angle
in the spatial frequency domain.
From this it follows that if we obtain a set of parallel-beam projection views from many
angles around the object, we can fill in the 2D Fourier space “spoke-by-spoke” by taking
the 1D Fourier transform of each projection. Then, performing the inverse 2D Fourier
transform domain recovers the object. Furthermore, if our projection data are actually
transmission data (Equation 1.3), then we can take the natural logarithm to transform them
into the set of line integrals of the linear attenuation coefficient, and thus reconstruct the
distribution of µ values within the object. This provides a tomographic image (from the
Greek tomos, “slice”). The mathematics behind this technique, known as “direct Fourier
reconstruction” were first proven by Radon in 1917 [110]; however, the first application of
Fourier-based reconstruction appears to have been in radio astronomy work by Bracewell
in 1956 [111].
In practice, the direct Fourier method is not used to reconstruct medical CT images. The
reasons for this are both mathematical and practical. First, in real applications a discrete
number of projections (and therefore “spokes” in the frequency domain) are acquired. That
is to say, the 2D Fourier domain is filled in polar coordinates, while the desired object
should be reconstructed in Cartesian coordinates. Interpolation from the polar to Cartesian
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coordinates directly is challenging. Secondly, in the early days of CT scanners, computa-
tion time was an issue. The 2D inverse Fourier transform used to reconstruct the image
was a computationally demanding task that could only be performed after the full scan data
was acquired. Therefore, CT images are typically reconstructed using a backprojection
algorithm, which allows image reconstruction concurrent with acquisition.
1.7.1.4 Backprojection-based reconstruction techniques
If one “backprojects” measured parallel-beam projection data into the image volume for
each acquisition angle, the net result is a representation of the object convolved with a 2D
blurring function 1/r, where r represents radial distance from the origin (r =
√
x2 + y2).
Intuitively this can be understood by considering backprojection akin to “smearing” the
measured projection back across the image grid at the given projection angle. The sum of
this “smearing” from all angles results in a radial blur surrounding the imaged point. To
correct for this blurring, one can apply a deconvolution filter to remove the expected blur.
Then, since convolution in the spatial domain corresponds to multiplication in the spatial
frequency domain, and since the blurring function 1/r has a 2D Fourier transform that is
well behaved (1/ρ, where ρ represent spatial frequency in the radial direction), one can
perform this easily in the Fourier domain. The procedure to reconstruct the image could
be to first backproject, then calculate the 2D FT, multiply by the filter |ρ| to remove the
blurring, and then take the inverse 2D FT. This approach is known as “backproject and
filter”, or “BPF”.
Since the operations of back-projection and filtering are linear, the order in which one per-
forms them does not matter. Therefore, one can first filter, then backproject projection
data. This is the Filtered Backprojection (FBP) reconstruction technique. The advantage of
FBP is that the reconstruction can be started as soon as the first projection is acquired, and
no 2D FT calculations are required. Filtered backprojection has been the standard recon-
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struction algorithm for medical (and optical) CT scanners since they were first introduced
commercially.
Because the ramp filter used to remove the radial blurring from images amplifies high spa-
tial frequencies, it also amplifies noise. To reduce this, the ramp filter is often multiplied
by another windowing function, such as a Hamming window. This reduces the image noise
at the cost of some spatial resolution. In medical CT, filters, usually called kernels, are
chosen in an application-specific manner. For example, a “smooth” kernel (less amplifi-
cation of high spatial frequencies) is usually used for brain imaging to reduce noise and
enhance low contrast lesion detectability, whereas “sharper” kernels (more amplification of
high spatial frequencies) are used to enhance edge imaging of bony structures with better
spatial resolution.
1.7.1.5 Algebraic / Iterative reconstruction algorithms
Non-Fourier based reconstruction algorithms can also be used to reconstruct CT images.
In simple terms, these algorithms involve making incremental adjustments to an estimated
distribution of linear attenuation coefficients, guided by the measured projection data. This
is done by iteratively computing simulated forward projections through the image estimate,
comparing them to the measured projections from the CT scanner, and calculating and
applying correction terms to refine the estimate of the image [112]. In addition to the
actual reconstruction step, most iterative reconstruction algorithms also involve some form
of regularization process, which acts to reduce noise. Iterative algorithms are much more
computationally demanding than filtered backprojection, but they can offer improved image
quality for the same input data. With the rise of parallel computing, especially the use of
Graphics Processing Units (GPUs), iterative reconstruction techniques are now becoming
increasingly popular for medical CT imaging [113]. In this thesis, we make use of iterative
reconstruction algorithms in Chapters 4 and 5.
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1.7.2 Optical CT scanners
The development of optical CT scanners has roughly imitated that of x-ray CT generations.
Early scanners were based on the “1st-generation”, or “translate-rotate” design, featuring
a laser source and small detector (e.g. photodiode) that translated synchronously across
the field of view of the system [52, 102]. A commercial laser CT scanner using this ge-
ometry is available for research applications (OCTOPUS, MGS Research Inc., Madison,
Connecticut, USA). Fan beam scanners utilizing line sources and linear detector arrays
have also been presented [114, 115]. Finally, with the advent of charge coupled device
(CCD) cameras, broad-beam geometries have become very common in optical CT imag-
ing. Broad-beam optical CT scanners operate in an “inverse cone beam” geometry [116,
117] or a telecentric geometry [118–120]. Commercial cone beam optical CT scanners are
available from Modus Medical Devices, Inc. (London, Ontario, Canada) for both radiation
dosimetry research (VistaTM) as well as CT imaging education (DeskCATTM). In Chapter 2,
a modification to the VistaTM optical CT scanner light source is described, which improved
its quantitative accuracy.
There are a few key differences between optical CT and x-ray CT. First, in optical CT, it
is possible to achieve very nearly mono-energetic beams, through the use of light emitting
diodes (LEDs) with bandpass filters, or using lasers. This virtually eliminates the “beam
hardening” artifact seen in x-ray CT, which is caused by the filtration of lower-energy x-
rays by the object being imaged [121]. Second, the refractive index of different materials
varies greatly at optical wavelengths, when compared to the variations seen at x-ray ener-
gies. For this reason, it is necessary to image dosimeters within an aquarium filled with
a medium having a refractive index that is optimized for the dosimeter and its container.
In this context, “optimized” refractive index refers to a value that allows standard CT ge-
ometry (fan, cone, or parallel-beam) to be achieved throughout the imaging field of view.
This refractive index is dependent on the dosimeter material as well as the dosimeter vessel
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wall material and thickness. Third, at optical wavelengths, lenses and mirrors are readily
available (another consequence of the large refractive index variations between materials at
these energies). This enables the use of typical digital cameras (CCD or CMOS sensors) for
imaging, and allows the imaging light sources to be focused. In this thesis, we explore the
use of focused / directional light sources to reduce non-primary signal detection (Chapters
2 and 3).
In radiochromic or scattering (polymer gel) optical CT dosimeters, the attenuation coef-
ficient, µ, increases as a function of dose. Thus, the measurement of interest is actually
the change in µ after irradiation, ∆µ = f (D). To measure ∆µ, we perform an optical CT
scan before and after irradiation (“pre-” and “post-scans”) and reconstruct from transmis-
sion projections relative to the pre-scan [82]. This process “removes” the initial dosimeter
and vessel wall attenuation from datasets. However, it is sensitive to mechanical error in
re-positioning dosimeter samples, especially if vessel walls contain optical imperfections,
as shown in Chapter 2.
It should be noted that there is some inconsistency in the optical CT literature regarding
the units used. First, many authors report pixel values in reconstructions not as attenuation
coefficients, but as Optical Density (OD) values per unit length (e.g. OD / cm). However,
by definition, optical density is a unitless quantity described by the following equation:
OD = −log10( II0 ), (1.5)
where I0 and I represent initial and final intensity values. When authors report OD/cm val-
ues in CT reconstruction pixels, they are actually reporting a “decadic” attenuation coeffi-
cient, µ10, which is related to the traditional exponential attenuation coefficient µ (Equation
1.2) by a simple change of logarithm base:
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µ10 =
µ
ln10
. (1.6)
It is important to keep this inconsistency in mind when comparing the dose sensitivity of
different gel dosimeters in the optical CT literature.
A second common occurence in optical CT literature is that although∆µ is what is actually
measured, many authors simply use µ. In this dissertation, we use µ to represent the change
in attenuation coefficient from pre- to post-scan, or the “attenuation with respect to the
initial conditions”.
1.8 Motivation of Research
The overarching purpose of my dissertation work was to improve optical CT imaging to
the point where 3D gel dosimetry demonstrated sufficient accuracy, precision, and utility to
be implementable in a clinical physics setting. This required my work to focus on reduc-
ing stray light contamination in optical CT projection images, and reducing image artifacts
in reconstructions. We approached these problems through both instrumentation improve-
ments (scanner design) and data processing techniques (reconstruction algorithms). Our
advances in these areas also enabled accurate imaging of larger dosimeter volumes than
what had previously been possible, which is a desirable result for clinical dosimetry tasks.
1.8.1 Stray light effects
Generally speaking, the move from “1st-generation” (pencil beam, small detector) to broad-
beam (CCD-based) optical CT scanners increases scan speed at the cost of an increased
non-primary signal contribution in CT projection imaging. At the start of my doctorate,
previous work in our lab had shown that stray light (i.e. any light following paths through
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the system other than that assumed in image reconstruction) perturbed the accuracy of
dosimetry using the existing version of the VistaTM optical CT scanner. Specifically, an
under-estimate of dose near the center of dosimeters, was particularly evident when imag-
ing small regions of dose (e.g. small field dosimetry) [90]. Additionally, Olding et al. [117]
reported a limited range of attenuation coefficients over which the scanner remained linear
and unperturbed by stray light related artifacts. In this section, we briefly explain how stray
light perturbs the accuracy of optical CT imaging.
1.8.1.1 Stray light in attenuation measurements
The exponential attenuation described in Equations 1.1 - 1.4 pertains to the primary beam,
that is, photons travelling along the line shown in Figure 1.2 from the light source to the de-
tector. If the only light detected in an experiment travelled along that path, then the detected
intensity will be governed by the Beer-Lambert law. However, consider the case of trying
to measure the attenuation of a small object within a medium that scatters light, using a
transmission measurement obtained using a broad beam illumination and non-infinitesimal
detector, as shown in Figure 1.5.
Figure 1.5: Measuring the absorption of a small attenuator within a scattering medium
using a broad-beam transmission measurement. Stray light pollutes the measurement of
primary ray transmission.
Here, we have signal contributions from both primary and scattered (“stray”) light. There-
fore, our detected intensities can be written as:
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I = Iprimary + Istray (1.7)
I0 = Iprimary,0 + Istray,0 (1.8)
where Iprimary and Istray represent primary and stray light signals. Only the primary signal,
Iprimary will undergo Beer-Lambert governed attenuation along the primary ray track, while
Istray will undergo attenuation along a different path through the sample. Thus, if we were to
calculate attenuation coefficients using I and I0, we would introduce error. The magnitude
of the error depends on the transmission of the sample (Iprimary/Iprimary,0) as well as the
magnitude of the stray light contributions to each measurement.
In the case of optical CT imaging, each individual pixel in each projection image will have
its own unique Istray contribution, which will depend on not only the optical imaging system
but also the object being scanned. In some cases, scattered light signal will undergo very
similar attenuation conditions to that of the primary rays, reducing the magnitude of errors
introduced. On the other hand, correcting for scattered light signal in cases where objects
with steep gradients and small objects are imaged is difficult to do correctly. To improve
the accuracy and reproducibility of optical CT imaging, it is best to reduce the scatter to
primary ratio (SPR) in detected signals as much as possible.
1.8.1.2 Stray light in optical CT
The sources of stray light in a broad, cone-beam optical CT scanner are shown in Figure
1.6. Work was done in our lab to measure the magnitude of non-primary light signal as-
sociated with the different components of the scanner [122]. A method to measure and
subtract stray light signal using beam blocker arrays was described, which revealed that
up to 25% of the signal detected by the camera when imaging radiochromic gel dosime-
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ters was non-primary illumination. The main issue with the original Vista scanner design
was the use of a diffuser-based light source to illuminate the object being imaged. With
this source, which can be roughly considered as a planar array of an infinite number of
isotropic point sources, almost all of the light entering the system was not travelling along
the desired image forming rays. This non-primary illumination can scatter within the gel,
reflect off the vessel wall, or reflect within the imaging lens to ultimately reach the detec-
tor, disturbing the transmission measurements (see Figure 1.6) and giving rise to the artifact
observed by Babic et al. [123] when measuring small radiation fields. Unlike the scatter
measurements in x-ray CT imaging [124], the “stray light image” recorded for optical CT
imaging contains high spatial frequency structures due to reflection and refraction of light.
Therefore, to fully correct for scatter and other stray light in an optical CT scan requires a
separate measurement of the stray light signal for every position in the projection, for both
the pre-irradiation and post-irradiation images of the gel [122].
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Figure 1.6: (a) - (d) Top view ray diagrams illustrating the origins and relative magnitude
of stray light in an optical CBCT scanner with a diffuse light source used to image a two
finger phantom. Horizontal line profiles on the right side illustrate relative contributions of
non-primary rays (stray light). (e) Horizontal line profile of a transmission image. Figure
reproduced with permission from Granton et al. 2016 [122]2.
2 c© Institute of Physics and Engineering in Medicine. Reproduced by permission of IOP Publishing.
All rights reserved. Refer to Appendix B
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1.8.1.3 Stray light reduction in optical CT
In our lab, an initial re-design of the diffuser source for the cone beam optical CT scan-
ner was implemented, increasing the distance between the diffuser and the camera. This,
coupled with slot array based scatter subtraction, enabled quantitatively accurate imaging
to be performed at the cost of doubling the length, width, and height of the scanner and
tripling the scan time (as 3 scans were needed to completely remove scatter signal) [122].
Subsequently in this dissertation, an alternative source design is presented for CCD-based
cone-beam scanning (Chapter 2), wherein the diffuser source is replaced with a convergent-
cone light source which achieved even further stray light reduction.
To even further reduce stray light in optical CT, we ultimately moved away from cone-
beam, CCD-based scanning and back towards “1st-generation” geometry, implementing a
single-ray, small area detector scanning laser system. This geometry has very low stray
light perturbation, as only a single pencil beam illuminates the gel at any given moment,
and the detector has a small acceptance angle. We present a new optical CT scanner with
this geometry in Chapter 3. Our scanner achieves excellent stray light rejection while
maintaining practical scan speeds.
1.8.2 Large volume dosimetry
External beam radiation therapy is inherently a large-volume dosimetry problem. Even
if the targeted tumour is small, there is a large region of surrounding normal tissue that
receives a low dose of radiation. Additionally, there is increasing interest in multi-focal
therapies, in particular for brain metastases (or surgical beds post-operatively) as an alter-
native to whole brain radiotherapy [125–127]. Such treatments require a large dosimeter to
capture the net effect of the entire treatment. Therefore, one of the goals of my dissertation
was to enable large volume gel dosimetry (cylindrical volumes up to 15 cm in diameter).
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As the volume of gel increases, the effects of stray light become more pronounced due to
longer path lengths through the dosimeter, and so the importance of minimizing production
and acceptance of non-primary illumination rises.
1.8.3 Optical artifacts and image reconstruction
Optical CT artifacts are similar to those seen in x-ray CT. For example, bad detector ele-
ments lead to ring artifacts and highly attenuating objects lead to streaking in images. In
optical CT, however, refractive index mismatch between different media can also generate
artifacts. Additionally, as stray light is reduced in projection images, artifacts due to optical
imperfections in the dosimeters or vessels become more evident. Therefore, a portion of
my dissertation was devoted to improvements in image reconstruction techniques to reduce
image noise and ring/streak artifacts through iterative CT reconstruction (Chapter 4). In
addition, we examined the use of iterative reconstruction algorithms to enable reconstruc-
tion in the case of refractive index mismatches (Chapter 5), which makes the use of solid
plastic dosimeters more practical.
1.9 Research Hypothesis
New, low stray light optical CT scanner designs and improved image reconstruction tech-
niques will enable three-dimensional radiation dosimetry at clinically useful accuracy, pre-
cision, volume, resolution, and speed.
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1.10 Specific Objectives
The overall goal of this dissertation was to improve upon the imaging aspects of optical
CT dosimetry such that the technique would have clinical appeal. This was done by im-
proving on the accuracy of optical CT scanners (by reducing stray light detection) and
by implementing advanced reconstruction techniques to improve image quality and enable
non-standard imaging geometries. With this goal in mind, the specific objectives of chap-
ters 2 - 6 are:
Chapter 2: To design, implement, and characterize a new light source for camera-based
cone beam optical CT scanning to improve accuracy by reducing stray light effects.
Chapter 3: To design, build, and characterize a scanning-laser optical CT system that
images large volume dosimeters with very high accuracy (low stray light acceptance)
while maintaining practical scan speeds.
Chapter 4: To demonstrate the improvement in optical CT image quality achieved
through the use of an iterative reconstruction algorithm.
Chapter 5: To demonstrate the use of iterative CT reconstruction algorithms to enable ac-
curate dosimetry in the case of refractive index mismatch (non-standard CT imaging
geometry), improving the practicality of optical CT imaging.
Chapter 6: To demonstrate the use of a high performance optical CT scanner (Chap-
ter 3) and iterative reconstruction algorithm (Chapter 4) to perform the difficult and
clinically important dosimetry task of small field measurement.
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Chapter 2
Stray light reduction in optical
cone-beam computed tomography using
a convergent light source
This chapter is adapted from a manuscript published as “Stray light in cone beam optical
computed tomography: II. Reduction using a convergent light source” by Kurtis Hendrik
Dekker, Jerry J. Battista and Kevin J. Jordan, Physics in Medicine and Biology, 61, 2910-
2925 (2016)1. Permission to reproduce this article was granted by IOP Publishing, and is
provided in Appendix B.
2.1 Introduction
Optical CT scanning has been developed for 3D gel dosimetry, with designs ranging from
scanning laser systems [1–5] to broad-beam cone-beam [6, 7] and parallel-beam [8–11]
designs. The transition from laser pencil beams to large diffuse light illumination in cone-
beam optical CT has introduced considerable stray light contamination, degrading the ac-
curacy of attenuation coefficient measurements. Stray light causes an underestimation of
CT reconstructed attenuation coefficients, as well as non-uniform reconstructions of uni-
1 c© Institute of Physics and Engineering in Medicine. Reproduced by permission of IOP Publishing. All
rights reserved.
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form attenuators in the form of “cupping” and “bowing” artifacts, which limit the accuracy
of dosimetric results [7, 12–14]. The effects are similar to those seen in X-ray cone beam
CT [15] when compared to fan beam or pencil beam scanners. Efforts have been made to
correct for stray light through the use of partial beam-stop arrays [16] as has been demon-
strated for X-ray systems [17, 18]. The profile of detected scattered radiation in X-ray CT
projections does not contain sharp features and can be interpolated. However, in optical CT
systems, scattered fluence exhibits steep gradients and features due to reflection and refrac-
tion by the dosimeter vessel, so interpolation between measurement points in a beam-pass
array becomes more complicated. Thomas et. al. [19] were able to use a spatially-invariant
point spread function to correct for stray light in a bi-telecentric optical CT system used
to scan the PRESAGE R© dosimeter. However, this was only possible because the telecen-
tric lens arrangement rejected the reflections and refractions generated by the dosimeter,
and the remaining stray light was mostly generated by the optical elements of the scanner
itself. In the cone-beam system described in this paper, this is not the case. In the accom-
panying study (Granton et al. 2016 [20]), we demonstrate a stray-light correction strategy
using a movable vertical slot array and multiple CT scans to correct each individual projec-
tion image obtained with a commercially-available cone beam scanner (Vista10TM, Modus
Medical Devices, London, Canada). This method is effective, but impractical due to the
time-consuming acquisition of multiple scans that are combined to form composite pro-
jection images. As an alternate approach to measurement and correction of scatter, we
consider reducing the stray light originating at the light source itself. The system’s light
emitting diode (LED) lightbox provides diffuse illumination, and much of the light emitted
“sprays” into the scanned volume. The diffuser can be modeled as an array of isotropic
point sources. The majority of the light does not follow image-forming primary ray paths
assumed in CT reconstruction. We hypothesize that a convergent cone of image-forming
rays will reduce stray light contributions “at source”. It should be noted that when we say
“convergent” here we are actually referring to the forward propagation of light rays from a
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large source towards a point, unlike in SPECT imaging where it refers to the “cone-beam
collimator” [21]. We achieve our convergent light source by replacing the planar diffuse
light source with a small source and a large diameter Fresnel lens. This forms a dual-optic
system, which uses the Fresnel lens to focus light through the system into an imaging lens
attached to a CCD camera. Dual optic systems have previously been used in some parallel-
beam optical CT designs [9, 11]. Here, we present results from scanning large uniform
phantoms and small finger phantoms to demonstrate the reduced stray light contributions
achieved with the modified scanner. This modification will improve the accuracy of optical
CT for radiation dosimetry applications.
2.2 Materials and Methods
2.2.1 Fresnel modified optical CT scanner
A top view schematic of the modified Vista10 scanner with Fresnel lens is shown in Figure
2.1a. The system consists of a small light source (Figure 2.1b) and Fresnel lens to provide
convergent illumination, an aquarium to contain refractive index matching fluid to mini-
mize image distortion, a sample stage to rotate the object being scanned, and a camera.
The camera (DR2-BW, Point Grey Research, Inc., Canada), which captures projection im-
ages of 640 × 480 pixels through a 2/3” diameter, 16 mm focal length lens (HF 16HA-1B,
Fujinon Corporation, China) was set to an aperture setting of f/4. The 12 bit images from
the camera (4096 gray levels) are saved in a 16 bit format, with pixel values reported in
analog to digital units (ADU) ranging from 0 to 65535.
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Figure 2.1: Top view schematics of (a) the entire Fresnel-modified optical CBCT scanner
(Vista10, Modus Medical Devices Inc., London, Canada). Roman numerals depict the
locations of the isotropic source (i), Fresnel lens (ii), entrance aperture (iii), exit aperture
(iv) and camera (v). (b) The light source, consisting of LED, lens, bandpass filter, and
diffuser. The source is set up to achieve an approximately 2 mm diameter spot at the
entrance side (LED side) of the diffuser. The circuit powering the LED is not shown.
The lightbox and diffuser screen of the original Vista10 system was removed, and replaced
with the new light source shown in Figure 2.1b. The new source consists of a single LED
(TLYE17T, Toshiba Corporation, Japan) with a central wavelength of 590 nm, connected in
series with a 1 kΩ resistor and an adjustable power supply (Harrison 6206B DC Power Sup-
ply, Hewlett-Packard Company, USA). A multimeter (Fluke 77 Digital Multimeter, Fluke
Corporation, USA) is used to monitor the current in the LED, which was held fixed at 5.9
mA. Light emitted by the LED is focused by a converging lens and passes through a band-
pass filter with nominal central wavelength of 590 nm and bandwidth of 10 nm (590-10,
TFI Technologies, USA), after which it strikes the “entrance side” (LED side) of a diffuser
plate made from Teflon tape wrapped around a glass microscope slide. The lens was po-
sitioned to achieve a spot size of approximately 2 mm at the entrance side of the diffuser.
This creates a nearly isotropic, point-like source at the exit side of the diffuser. This ap-
paratus is enclosed in black construction paper to prevent extraneous light leakage into the
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optical system. The Fresnel lens (Edmund Optics, cat # 32-595, 26.42 cm diameter, 20.32
cm focal length) focuses light emitted from the source down onto the camera lens. With the
lens positioned against the baseplate of the Vista10 scanner (i.e. as close as possible to the
aquarium without cutting the baseplate), the source position was adjusted until the entire
field of view of the camera was illuminated and the intensity profile appeared Gaussian and
centered on the optic axis. The camera focus was adjusted until transparent rulers placed at
the entrance (source-side) and exit (camera-side) windows of the aquarium both appeared
in focus. To calibrate the geometric parameters of the system, these rulers were also placed
at the entrance and exit window of the water-filled aquarium, in both vertical and horizontal
orientations. The magnification from entrance to exit was used to determine the scanner’s
effective Source to Axis Distance and beam angles. Reconstructions of the linear attenua-
tion coefficient were performed using the VistaReconTM software (Modus Medical Devices
Inc., London, Canada) shipped with the scanner, which implements the Feldkamp filtered
backprojection algorithm [22]. Measurement of attenuation coefficients within regions of
interest (ROIs) of reconstructed images was performed in Microview 2.1.2 software (GE
Healthcare, UK). Unlike in X-ray CT, where transmission is calculated relative to air, in
optical CT the transmission is usually determined relative to a “reference scan”. The ob-
ject scanned as a reference is the vessel containing the media (gel or solution) before any
attenuation change is introduced by additives or irradiation. This procedure accounts for
the unique optical properties of the vessel. In gel dosimetry applications a reference scan is
acquired of the gel prior to irradiation, and is often called a “pre-scan”. This is analogous
to the procedure used in absorption spectrometry, where transmission is measured relative
to a reference fluid within the same cuvette. When performing scans in this study, the cam-
era integration time and frame rate were chosen such that the central region of reference
scan projection images were just beginning to show a few saturated pixels; this maximizes
the dynamic range achievable. Scans were performed using the open cone beam geometry
(CBCT) as well as with a 1 cm high fan beam aperture (FBCT), made from black construc-
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tion paper, positioned at the entrance window (Figure 2.1a, position iii.) near the optic axis
to reduce out-of-plane stray light contribution. In X-ray CT, the magnitude of stray light
effects has been shown to be much higher for large cone beam angles than for smaller-angle
cone beam or fan beam images [15]. This effect is also present in optical CT, and therefore
the comparison of reconstructed attenuation coefficients between cone beam and fan beam
data provides information about the impact of stray light in the cone beam system.
2.2.2 Vertical slot array
To further characterize the stray light contribution, the vertical slot array method described
previously by Jordan et al. [23] and used in the accompanying study (Granton et al. 2016
[20]) was used to generate primary and stray light signal images for a single cone beam
projection for each phantom using one slot array (a series alternating open and blocked 1
cm wide regions, blocking 50% of beam in total) cut from opaque film and positioned at
the entrance window. Three images were acquired, with the array shifted horizontally by 7
mm between each image. The open and blocked portions of the 3 images were combined
to form composite open and shadow (stray light) images. Subtracting the shadow image
from the open image creates the primary signal image.
2.2.3 Test solutions
To prepare the test liquids scanned in the study, carbon black (CB) (Aldrich, cat # 633100),
with average particle size of 30 nm, was dispersed in a dilute Triton R©-X 100 (Sigma
Aldrich Ltd, Oakville, Canada) emulsion, in order to form a black liquid [24]. Carbon
black is useful for optical CT tests because of its relatively smooth absorption spectrum,
facilitating comparisons between CT and other measurements without significant depen-
dence on wavelength of the light source. The spectrum is also relatively insensitive to pH,
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and carbon black is chemically inert. The CB + Triton R©-X 100 liquid was added, drop-
by-drop, to either distilled water (finger phantom) or a 7.5% by volume propylene glycol
solution (uniform phantom) . During experiments, it was unexpectedly found that the at-
tenuation coefficients obtained from CT reconstruction of uniform attenuating phantoms
reported consistently higher than those obtained on a spectrometer (Model 139, Hitachi
Perkin-Elmer) for the test solutions. On average, there was an approximately 5% dis-
crepancy between fan beam CT and spectrometer in the range of attenuations used in this
study. Narrow-beam measurements (described in Section 2.2.5.1) showed similar disagree-
ment with the spectrometer. Therefore we instead used a narrow-beam experiment (Sec-
tion 2.2.5.1) as a reference point for attenuation measurements, and used the spectrometer
only to confirm that solutions were stable throughout the duration of the experiment. Ex-
periments comparing the CB solutions to solutions based on water-soluble Nigrosin stain
(Fisher Scientific, USA) showed that the spectrometer and CT disagreement was specific
to the CB solutions. Optical scattering from surfactant micelles was ruled out as a possi-
ble cause. Thus, we suspect that scattering from the suspended carbon black nanoparticles
themselves is the cause of the difference. The spectrometer and the optical CT system have
different acceptance angles, which causes different amounts of scattered light to be col-
lected in the detectors of the two systems. The fact that the optical CT measurements are
higher indicates a smaller acceptance angle, which is consistent with the longer source to
detector distance compared to the spectrometer. This discrepancy between the optical CT
and spectrophotometer was not observed previously [20], likely because stray light from
the diffuse light source was masking the effect.
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2.2.4 Phantoms
2.2.4.1 Uniform solution in Vista10 vessel
The first phantom in the study was a uniformly attenuating cylinder. This consisted of a
0.9 L Vista10 polyethylene terephthalate (PETE) vessel (outer diameter 96 +/- 1 mm) filled
with carbon black solutions of various concentrations. Preliminary work performed in the
study showed that if the aquarium fluid and fluid inside the PETE vessel had the same
refractive index, there was considerable loss of signal towards the periphery of the vessel
in the projection images, as seen in Figure 2.2b, which was not observed when acquiring
images with the original diffuse light source (Figure 2.2a). This effect arises because the
cylindrical jar acts as a diverging lens, causing primary rays to be rejected by the camera
lens. At the periphery of the vessel in projection images (Figure 2.2b), the incident angles
and effective wall thickness (as a fraction of the ray’s total path length through the dosime-
ter) increase rapidly, and the divergence is more pronounced than near the centre of the
image. Reconstructed data from these projections exhibit noise and artifacts due to missing
data in this region. Therefore, in order to capture more primary signal in the periphery
of the vessel, an intentional refractive index mismatch was introduced in the system. By
experimentation, it was found that a 7.5% by volume mixture of propylene glycol (Sigma-
Aldrich Ltd, Oakville, Canada) inside the vessel (refractive index ≈ 1.34, similar to 4%
gelatin gel dosimeters), with water in the aquarium (refractive index = 1.33) provided an
improvement in the signal capture towards the periphery of the vessel, as shown in Figure
2.2c and 2.2d. Similar effects have been observed in parallel beam laser [1, 25] and CCD-
based [10] systems. To characterize the expected impact of this mismatch, ray-tracing code
written in MATLAB (The Mathworks Inc., Natick, MA, USA) was used to simulate a fan
beam CT acquisition using the refractive indices of the aquarium (1.33), propylene glycol
solution (1.34) and PETE vessel (1.56) and the geometry of the Vista10 system. Similar
ray-tracing simulations have been reported by Doran et al. [10] to study vessel wall effects,
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and by Oldham et al. to simulate scanning of the PRESAGE R© solid dosimeter [26, 27].
The simulation showed that such a refractive index mismatch actually counteracts some of
the distortion caused by the vessel wall, leading to a more accurate image reconstruction.
This was consistent with work done with the system by Olding et al. [28], who reported
that the amount of radial compression in reconstructed images is minimized for an aquar-
ium liquid with a refractive index about 0.5% below that of the medium within the vessel.
It is important to note that it is the mismatch between aquarium and in-vessel refractive in-
dices that counteracts the effects of the PETE vessel and provides good signal throughout.
Had we used the 7.5% propylene glycol inside and outside the vessel, we would obtain
projection images very similar to those seen in Figure 2.2b for water. When scanning the
uniform solutions, the non-attenuating 7.5% propylene glycol liquid was used as the refer-
ence scan, and the carbon black dye was then added to the fluid to create uniform phantoms
of varying attenuation. Adding the dye directly to the phantom after acquiring a reference
scan minimized the creation of air bubbles on the walls of the Vista10 vessel from pouring
fluids into the jar, avoiding CT image artifacts.
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Figure 2.2: Single cone-beam projection images of solution-filled PETE vessel. (a) 7.5%
propylene glycol (by volume) inside and outside the vessel, with the original diffuser light
source. (b) water inside and outside the vessel, with the Fresnel source, illustrating the
lack of signal toward the vessel periphery. (c) 7.5% by volume propylene glycol inside the
vessel, water outside, demonstrating improved signal capture through intentional refractive
index mismatch. Note the appearance of vessel features, including seams, in (b) and (c),
which are not visible in (a), indicating high contrast performance of the Fresnel system. (d)
central horizontal axis intensity profiles (jar seam rotated out of view) for cases (b) (dashed
black) and (c) (solid grey). Vessel wall edges can be seen as the sharp edges in profiles near
2.2 and 11.8 cm. Note the better signal coverage through a wider extent of the vessel for
intentional refractive index mismatching.
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Comparing Figure 2.2a to Figures 2.2b and 2.2c also provides some insight into the effect
of stray light in the original diffuser-source system. In both the diffuser and Fresnel source
case, the same type of vessel is used. Also, the vessel’s seams are rotated to be in the center
of the image in both cases. However, when using the large diffuse source (Figure 2.2a), the
vessel seams, as well as many other scratches and other optical features, are not seen. This
is due to the considerable stray light in the system, which masks these features. It is clear
from the comparison of Figure 2.2a and 2.2c that the Fresnel source system provides much
better contrast than the original design.
2.2.4.2 FEP finger phantom
The second phantom used in the study was a simple “finger phantom”, used to test the
scanner’s performance in the case of a small absorbing object with sharp boundaries in
a bright background. This is a severe test of the imaging performance because transmis-
sion measurements through the finger object can be corrupted by inward-scattered light
from the surrounding medium. Similarly, small-field irradiation patterns have been used to
commission optical CT systems [29].
The phantom consisted of a fluorinated ethylene propylene (FEP) cylinder of inner di-
ameter 12.5 mm, outer diameter 13.5 mm (heat-shrink tubing, Newark, SKU#92N6000),
suspended from a Vista10 jar lid. The finger was positioned slightly away from the axis of
rotation, and a fill hole in the lid enabled the interior fluid to be changed without moving the
aquarium or removing the phantom from the aquarium. This reduced possible confounding
effects due to mechanical misalignment between reference and data scans. To eliminate
several reflection and refraction artifacts, scans were performed without any Vista10 PETE
vessel (i.e. Finger is suspended from the lid into the aquarium medium). The reference
scans were performed using distilled water inside the finger and in the aquarium, and data
scans were performed using water-based attenuating solutions described in Section 2.2.2.
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Optimizing the refractive indices in the same way as was done for the PETE vessels (Sec-
tion 2.2.3.1) was attempted, but it was found that water-based solutions provided projec-
tions with very little missing data, and a more optimal refractive index mismatch was not
found.
2.2.5 Experimental setups
2.2.5.1 Fan beam vs. narrow beam geometry
As discussed in Section 2.2.3, spectrometer-measured attenuation was not a valid reference
point for CT-measured attenuation, likely due to different acceptance angles between the
systems. Instead, two 1 cm2 apertures were placed at the center of the entrance and exit
windows of the aquarium (Figure 2.1a, positions iii and iv.) to create narrow-beam geom-
etry. To measure attenuation, solutions were put into a Vista10 jar and single reference
(no dye added) and data (dyed solution) images were captured with the camera. The inner
diameter of the Vista10 jar (94 +/- 1 mm) was used in the Beer-Lambert law to calculate
the attenuation coefficient. To demonstrate the equivalence of attenuation coefficients mea-
sured by 1 cm fan beam CT and the narrow-beam system described above, a sequence of
three uniform solution phantoms (Section 2.2.4.1) were measured using the narrow beam
geometry above and then scanned using the fan beam aperture. For CT scans, 512 equally
spaced projections about 360◦ were acquired and reconstructed on a 2563 grid with voxel
size 0.5 × 0.5 × 0.5 mm3 using a Hamming filter prior to backprojection. This voxel size
was considered adequate for imaging large uniform objects, and the number of projections
was chosen to satisfy the Nyquist sampling criterion. The CT reconstructed attenuation co-
efficient was measured by averaging over four 12.5 × 12.5 × 2.5 mm3 ROIs located slightly
off the centre in the reconstructed image. This was done to avoid image artifacts located
at the rotation axis and between the vessel seams. The measured fan beam CT attenuation
coefficient was then compared to the narrow-beam calculation.
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2.2.5.2 Fan beam vs. cone beam - uniform phantom
A series of five uniform phantoms of increasingly greater attenuation was scanned using
both the fan beam aperture and the full cone beam. CT scan and reconstruction parameters,
as well as reconstructed attenuation measurement methods, were the same as in Section
2.2.5.1. Independent spectrometer measurements were taken during the CT scan and ap-
proximately 1 hour after the experiment to confirm that the attenuation of the solutions did
not significantly change during the trials.
2.2.5.3 Fan beam vs. cone beam - finger phantom
The fan beam aperture and full cone beam were used to scan a sequence of 4 water-based
attenuating solutions within the FEP finger phantom (Section 2.2.4.2). CT Scans were per-
formed using 1024 equally spaced projections around a full 360◦, and reconstructed on a
5123 grid with voxel size 0.25 × 0.25 × 0.25 mm3. The smaller voxel size here was cho-
sen in order to resolve the sharp boundaries of the fingers, and the increase in grid size
necessitated the larger number of projections. The mean and standard deviation of the re-
constructed attenuation coefficient were measured inside a cylindrical ROI (6 mm diameter,
5 mm height) located at the centre of the finger. Independent spectrometer measurements
taken during the CT scans and 24 hours later confirmed that the attenuation of solutions
was stable.
2.2.5.4 Gelatin finger phantom imaging
The gelatin finger phantom used in the companion study (Granton et al. 2016 [20]) was
also imaged in a water-filled aquarium for comparison to that work. This phantom was
manufactured using 4.5% gelatin by weight, and closely approximates the optical scatter-
ing properties of gelatin-based dosimeters. Because this phantom actually consisted of two
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parts, a blank reference phantom and a finger phantom made using carbon black in gelatin
[30], the unique features of the different Vista10 vessel walls became a problem. As seen
in Figure 2.2b, the vessel itself displays many optical features, which were not visible with
the original diffuse light source, but are accentuated with the convergent source. Using a
different vessel for reference and data scans causes severe artifacts in the CT reconstructed
image due to mismatching features of each unique vessel. However, the vertical slot array
(Section 2.2.2) was used to generate the primary and stray-light images for a single projec-
tion, for comparison to the previous work done with the diffuse source (Granton et al. 2016
[20]). To confirm that the vertical slot array provides a good estimate of the stray light con-
tribution along the optic axis, the narrow-beam geometry described in Section 2.2.5.1 was
used to acquire a single image. The mean pixel values in the narrow-beam aperture region
were compared to the mean pixel values in the same location of an open-field image (no
apertures set up) with the same camera settings and light source intensity. This comparison
provides an estimate of the stray light contribution from the full cone beam to the central
region of the projection image.
2.2.5.5 Source spot size optimization
Altering the size of the focal spot on the entrance side of the diffuser (Figure 2.1b) changes
the amount of stray light that enters the optical system. Increasing the amount of stray light
slightly by increasing the spot size reduces the system’s sensitivity to the unique optical
features of the jar walls, and reduces the effects of refractive index mismatches leading to
missing CT projection data at the vessel periphery. This should result in CT reconstructions
that look visually “better”, with fewer artifacts than those obtained with a smaller spot size.
The trade-off is a marginal increase in stray light effects that slightly reduce the accuracy
of CT reconstructed attenuation coefficients. To examine the effect of an increased source
size, we modified the light source shown in Figure 2.1b using a larger LED (Luxeon III 3W,
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LXHL-ML1D) operating at a current of 7.0 mA. The converging lens was removed, and the
LED was positioned just behind the bandpass filter, providing a spot size of approximately
5 mm at the LED side of the diffuser. We performed a single uniform phantom experiment
in the manner described in Section 2.2.5.2, in order to perform a visual examination of CT
artifacts seen using the two different spot sizes, and to compare the fan and cone beam
reconstructions numerically to characterize stray light contribution.
2.3 Results and Discussion
2.3.1 Stray light
2.3.1.1 Fan beam vs. narrow beam geometry
Table 2.1 contains attenuation coefficients of uniformly attenuating solutions within the
Vista10 jar measured using the narrow-beam apertures and from CT reconstructions of data
acquired using the 1 cm width fan beam aperture. The values are in excellent agreement,
indicating that the effect of stray light is minimal when moving from a narrow-beam to
fan beam geometry. In the remaining experiments, the comparison used to demonstrate the
effect of stray light is henceforth that between fan beam and cone beam CT.
Carbon Black Solution Narrow-beam
µ (cm−1)
Fan Beam CT
µ (cm−1)
% Difference
1 0.073 ± 0.001 0.073 ± 0.001 0 ± 2
2 0.191 ± 0.002 0.192 ± 0.002 1 ± 2
3 0.400 ± 0.004 0.400 ± 0.005 0 ± 2
Table 2.1: Comparison of narrow-beam experiment and Fan beam CT attenuation coef-
ficient. Narrow beam attenuations were calculated using the Beer-Lambert law. CT mea-
surements were averaged over four 12.5 × 12.5 × 2.5 mm3 ROIs located just off the rotation
axis and away from between-seam artifacts.
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2.3.1.2 Uniform phantom
Table 2.2 contains the CT reconstructed attenuation coefficients for the uniform solution
phantom experiments. In this case, the agreement between fan and cone beam is very
strong, with mean discrepancies of 1% or less. As expected, the cone beam still pro-
duces slightly lower values than the fan beam data, consistent with an increased stray-light
contribution in cone beam CT. We find agreement between fan and cone beam data for
attenuating fluids with attenuation coefficient between 0.036 and 0.43 cm−1, corresponding
to transmission values from 75% down to 1%. This doubles the optimum range reported
by Olding et al. [14] of 0.06 to 0.18 cm−1 for the original diffuser source.
Carbon Black Solution CBCT Fresnel
µ (cm−1)
FBCT Fresnel
µ (cm−1)
% Difference
4 0.036 ± 0.001 0.036 ± 0.001 0 ± 3
5 0.071 ± 0.001 0.072 ± 0.001 1 ± 2
6 0.112 ± 0.001 0.113 ± 0.001 1 ± 1
7 0.234 ± 0.002 0.236 ± 0.001 1 ± 1
8 0.430 ± 0.004 0.433 ± 0.004 1 ± 1
Table 2.2: Comparison of Fresnel source cone beam optical CT (CBCT) and Fresnel source
fan beam optical CT (FBCT) measurements of the 7.5% propylene glycol, carbon black
micelle solutions. CT scans were performed with the full cone beam as well as with the
1 cm fan beam aperture. The average reconstructed linear attenuation coefficients were
calculated by averaging over four 12.5 × 12.5 × 2.5 mm3 ROIs located just off the rotation
axis and away from between-seam artifacts.
The cone beam reconstructions were also examined for uniformity. Central line profiles
(Figure 2.3) appear flat. We do not see substantial cupping or bowing artifacts for highly
attenuating liquids. Missing data near the wall and wobbling during scans can also lead
to non-flat profiles, so we expect that better mechanical precision and thinner vessel walls
would further improve this result. To quantitatively examine flatness, the mean attenuation
coefficient within concentric cylindrical shells with thickness of 1 mm and height of 5 mm
was computed for reconstructions of solutions within the studied attenuation range. We
found that cone beam reconstructions remained flat within 2% over 85% of the vessel’s
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inner diameter.
Figure 2.3: Central-line profiles (solid black) through reconstructions from full cone beam
data of the 5 uniform attenuating solutions (#4-8 in Table 2.2, numbered above profiles in
figure). The dashed, gray horizontal lines mark the mean values measured from four 12.5
× 12.5 × 2.5 mm3 ROIs located just off the rotation axis (see Table 2.2). Note that spikes
appearing near the edges of profiles are associated with missing projection data very near
the vessel wall and mechanical error in the alignment between pre- and post-scans.
2.3.1.3 Fan beam vs. cone beam - finger phantom
Table 2.3 contains the CT reconstructed attenuation coefficients for four water-based carbon
black solutions poured into the FEP finger phantom. Cone beam acquisition results in
attenuation coefficients that are consistently lower than those from the fan beam acquisition.
It should be noted that the FEP walls of the phantom cause considerable scattering, which
may explain some of the difference between fan and cone beam results. However the values
agree within 4% of each other even for the worst case of the darkest solution (solution 12).
This is a marked improvement over previous work done with the original diffuse source,
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where a difference of about 10% has been seen for a finger of comparable size [20]. These
results indicate that the Fresnel light source is highly effective in removing the contribution
of stray light. This finding was further supported by the vertical slot array measurement of
scatter contribution, which showed that the stray light made up less than 4% of the overall
signal passing through the FEP finger on a single projection (figure not shown).
Carbon Black Solution CBCT Fresnel
µ (cm−1)
FBCT Fresnel
µ (cm−1)
% Difference
9 0.095 ± 0.004 0.097 ± 0.005 2 ± 7
10 0.180 ± 0.003 0.184 ± 0.003 2 ± 3
11 0.330 ± 0.004 0.342 ± 0.005 4 ± 2
12 0.450 ± 0.004 0.469 ± 0.005 4 ± 1
Table 2.3: Comparison of Fresnel source cone beam optical CT (CBCT) and Fresnel source
fan beam optical CT (FBCT) attenuation measurements of the carbon black micelle solu-
tions inside the FEP tubes of the finger phantom, with no PETE vessel in the scanner. CT
scans were performed with the full cone beam as well as with the 1 cm fan beam aperture.
The average reconstructed attenuation coefficients were averaged over a cylindrical region
of interest (6 mm diameter, 4 mm height) in the center of the finger.
2.3.1.4 Gelatin finger phantom
Figure 2.4 shows central plane profiles through single projection images of the blank and
carbon black finger gelatin phantoms, acquired by combining open field and shadow images
from the slot array images at the three different positions. Near the walls, the overall
signal drops well below 10% of the camera’s maximum pixel value, and a large fraction
of this signal is made up of stray light. This is another illustration of the loss of primary
signal that was described in Section 2.2.4.1 and shown in Figure 2.2. Throughout the
central region, where the measured intensity is above 10% of the camera’s maximum pixel
value, the stray light contribution does not exceed 4% of the overall signal, indicating that
the level of stray light in the useful region of the vessel is low. The stray light estimate
obtained by comparing pixel values between open-field and narrow-beam geometry was
also approximately 4%, confirming that the vertical slot array provided a good estimate of
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stray light near the center of images. The measured stray light level of about 4% represents
a considerable improvement over the results obtained using the original diffuser system,
where the stray light contribution measured was on the order of 20 to 25% of the total
signal in the central region of the vessel (See Granton et al. 2016 [20]).
Figure 2.4: Central horizontal axis line profiles: (a) uniform reference phantom (5%
gelatin), (b) carbon black finger gel. Composite open field (solid black) and stray light
component (solid gray) are shown. Within the vessel, stray light contributes less than 4%
of the total signal.
65
2.3.2 Image artifacts and source spot size optimization
Figure 2.5 shows examples of reconstructions of the FEP finger phantom and uniform so-
lution phantom examined in the study, for qualitative analysis. The finger phantom (Figure
2.5a) shows a bright edge on one side and a dark edge on the other side of the finger, as
well as some streaks through the image that originate from these locations. This artifact
is associated with mechanical misalignment of rotations between reference and data scan
acquisitions. This phantom represents the worst case scenario for such an artifact, as the
attenuating FEP walls, which are small and very sharp-edged, are present in both reference
and data scans. The uniform solution phantom, when imaged with the 2 mm source (Figure
2.5b), shows several artifacts associated with the Vista10 polyethylene terephthalate ves-
sel. Streaks that appear to originate at the vessel’s seams are visible throughout the image.
These are most pronounced through the center of the image, because the seams lie directly
opposite each other, but are also visible at other locations, fanning outward from each seam.
At or near the location of the wall, a dark and adjacent bright ring is seen in the reconstruc-
tion. These artifacts have been seen in previous optical CT work [25, 31], and are caused
by missing information close to the vessel wall as well as a mechanical misalignment be-
tween reference and data scans. Visually, the reconstructions obtained using the convergent
light source and the Vista10 vessel appear to be of poorer quality than those obtained with
the diffuse light source, exhibiting increased noise and artifacts. With a small spot size at
the diffuser (Figure 2.1b), the system is very sensitive to refraction and to unique optical
features of the Vista10 vessels. These effects create artifacts in the CT reconstructed image.
While it may in principle be possible to correct for these artifacts with post-processing of
CT reconstructions, it would be preferable to eliminate the need. Increasing the size of the
spot formed at the entrance to the diffuser allows a slightly increased amount of stray light
into the system, thereby reducing the sensitivity to these features. A reconstruction slice of
a uniform phantom, imaged using the larger spot size of approximately 5 mm, is shown in
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Figure 2.5c. In this reconstruction the appearance of streaking and near-wall artifacts is re-
duced in comparison to Figure 2.5b. The numerical values of reconstructions, measured in
the same way as the uniform phantom experiments described in Section 2.2.4.2, are 0.118
± 0.002 cm−1 for the fan beam aperture, and 0.117 ± 0.002 cm−1 for the full cone beam, a
difference of (1 ± 2) % in mean values. The maintained agreement between fan and cone
beam data indicates that changes in the attenuation-suppressing effects of stray light are
minimal when moving from a 2 mm focal spot to a 5 mm spot. Later, this was further
validated by a narrow-beam experiment using a 2 mm diameter hole aperture. Central axis
Beer-Lambert law calculations using an open field and the 2 mm aperture agreed within
1% (0.310 ± 0.004 vs. 0.312 ± 0.006). This result confirms that the modified light source
design has removed most of the effects of stray light from the system.
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Figure 2.5: (a) A reconstruction slice (window = 0.3 cm−1, level = 0.12 cm−1), of the FEP
finger phantom filled with attenuating water based solution (solution #10), acquired with
the full cone beam and reconstructed with 0.25 mm voxels on a 5123 grid. The bright
edges of the finger are due to mechanical misalignment between reference and data scans.
(b) A reconstruction slice of the attenuating, 7.5% propylene glycol, carbon black solution
(solution #6) (window = 0.05 cm−1, level = 0.12 cm−1) acquired with the full cone beam and
reconstructed with 0.5 mm voxels on a 2563 grid. Note the appearance of streaking through
the center of the reconstruction, associated with the seams of the PETE vessel, as well as
artifacts near the vessel walls associated with unique wall features and missing data. (c) A
reconstruction slice (window = 0.05 cm−1, level = 0.12 cm−1) of the uniformly attenuating
carbon black 7.5% propylene glycol solution scanned with the larger LED source. Note
that the appearance of artifacts is reduced compared to (b), due to stray light blurring and
filling in near-wall missing data.
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2.4 Conclusion
We have presented a practical method of performing cone beam optical CT scans with
very low stray light contribution through the use of a Fresnel lens generated convergent
cone light source on a Vista10 system. Fan beam and cone beam acquisitions were per-
formed on a uniformly attenuating phantom containing 7.5% by volume propylene glycol
solutions within a Vista10 vessel, and on FEP finger phantoms filled with uniformly atten-
uating water-based solutions. Good agreement between fan and cone beam reconstructed
attenuation coefficients was found, with a maximum discrepancy of (4 ± 2) % for the FEP
finger phantom for attenuations between 0.097 and 0.469 cm−1 and (1 ± 2) % for the uni-
form solutions between 0.036 and 0.433 cm−1. This corresponds to transmission values
from 1-75% along the diameter of the vessel. Cone beam reconstructions of uniform so-
lutions in this attenuation range were flat within 2% for upwards of 85% of the vessel’s
inner radius, showing no cupping or bowing artifacts. For a gelatin phantom with similar
scattering properties to a gel dosimeter, the stray light contribution, as measured in a sin-
gle cone beam projection using a vertical slot array, did not exceed 4% of the total signal.
These results are considerable improvements over those obtained with the original LED
array with a diffuser plate, where stray light corresponded to up to 25% of the total signal
in the default configuration, and was only reduced to 6% by extending the source distance,
at the cost of doubling the length, width, and height of the scanner [20]. Imaging with
the convergent source highlights newly seen artifacts associated with the Vista10 PETE
vessels. In particular, the vessel seams and unique optical features of each vessel can cre-
ate significant CT image artifacts if there is any error in repositioning between reference
and data scan. With improved mechanical positioning it should be possible to minimize
these effects. However, the seams create streaking artifacts that appear throughout the re-
constructed volume, and are worst along the central axis between them. Imaging with the
new source also demonstrates an increased sensitivity to refractive index mismatching, as
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non-optimal index tuning between in-jar and aquarium fluids results in significant missing
data and creates noisy, inaccurate reconstructions. Increasing the light source spot size at
the entrance side of the diffuser can reduce the sensitivity of the system to optical imper-
fections. In this study we found that increasing the spot from 2 to approximately 5 mm
resulted in improved CT reconstructions while still maintaining 1% agreement between
fan and cone beam attenuation coefficients in a uniform sample. In future work, the source
spot size will be optimized to obtain the best quality image reconstructions and quantitative
attenuation measurements. Additionally, dynamic range of the system can be improved by
inserting apertures to create fluence patterns specific to the scanning task, similar to the
use of bowtie filters in x-ray CT. Most importantly, alternative dosimeter vessels with thin-
ner walls will be investigated. The optimum vessel has not yet been identified, but will
likely be custom-made using thin sheets of plastic, and will enable high-quality data for gel
dosimetry applications.
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Chapter 3
Scanning laser optical computed
tomography system for large volume
three-dimensional dosimetry
This chapter is adapted from a manuscript published as “Scanning laser optical computed
tomography system for large volume 3D dosimetry” by Kurtis Hendrik Dekker, Jerry J.
Battista and Kevin J. Jordan, Physics in Medicine and Biology, 62, 2636-2657 (2017)1.
Permission to reproduce this article was granted by IOP Publishing, and is provided in
Appendix B.
3.1 Introduction
3.1.1 Optical CT dosimetry
Optical computed tomography (CT) can be used to perform true three-dimensional (3D) ra-
diation dosimetry by measuring the distribution of optical attenuation induced in radiosen-
sitive gels or plastics. Two main varieties of gel dosimeters exist: polymer gels [1] and
radiochromic gels [2]. The two are similar in that they are mostly water, with a gelatin
1 c© Institute of Physics and Engineering in Medicine. Reproduced by permission of IOP Publishing. All
rights reserved.
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matrix (≈5% by weight) and a radiation-sensitive molecule. In polymer gels, ionizing
radiation induces a polymerization chain reaction, increasing optical scattering. In con-
trast, radiochromic gels rely on absorbance and hence change colour when irradiated. The
solid dosimeter, PRESAGE R©, similarly makes use of a radiochromic dye within a clear
polyurethane plastic instead of gel [3]. The result in all types of optical CT dosimeters is
a localized change in attenuation coefficient, caused by either scattering or absorbance, as
a function of absorbed dose. The distribution of optical attenuation can then be mapped
using computed tomography techniques.
3.1.2 Large-volume 3D dosimetry
Even if a target volume is small in external beam radiotherapy, there is still a large volume
of irradiated normal tissue of interest surrounding the primary disease site. Confidence in
dosimetric verification of a treatment plan is improved as the volume that can be measured
increases, motivating the use of larger dosimeters. Additionally, there is interest in treating
multiple small tumours in a single radiotherapy session. One example is brain metastases
and post-operative surgical beds treated with stereotactic radiosurgery at several isocentres
[4, 5]. These treatment plans exhibit high localized doses, with steep dose gradients, to
several small targets distributed over a large volume. Large 3D dosimeters with high spatial
resolution would enable a “one-step” verification of these deliveries rather than sparsely
sampling dose distributions with multiple point or planar dosimeters with data that needs
to be “stitched” together for a quasi-3D assessment. Therefore, the goal of this study is to
build an optical CT scanner capable of quantitative 3D imaging of large dosimeters.
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3.1.3 Optical CT scanners
Optical CT is the visible-light analogue of x-ray CT. Transmission measurements are taken
from many projection angles around the object of interest and images are reconstructed
using filtered backprojection or iterative CT reconstruction techniques [6]. Optical CT
has also been described for air quality measurements [7, 8], and 3D Schlieren imaging
of flames [9] and jets [10]. Optical Projection Tomography, used for imaging of biologi-
cal specimens, is functionally similar but typically images much smaller volumes at finer
spatial resolutions than what is needed in radiation dosimetry [11–14].
The development of optical CT for gel dosimetry parallels that of x-ray CT for medical
imaging, beginning with “1st generation” translate-rotate scanners using a pencil beam of
light (e.g. laser) and small area detector [15–17] and culminating in fast, broad-beam scan-
ners [18–21] which make use of digital cameras to quickly acquire 2D projection images.
Fan-beam scanning has also been described using a linear source [22–24] which reduces
the illuminated volume during imaging compared to broad beam, thus reducing stray light
production.
3.1.4 Stray light effects in optical CT
As in x-ray CT, the progression to broad-beam scanners has resulted in an increase in the
effects of “stray” light (light that does not follow a primary ray path through the optical
system), leading to an underestimation of measured attenuation coefficients and ‘cupping’
artifacts in dose image reconstructions. These effects are particularly problematic when
imaging scatter-based dosimeters, but even the gelatin component of radiochromic hydro-
gel can cause problems. The accuracy of attenuation coefficients from broad-beam scanners
that illuminate with diffuse light sources has been shown to be substantially degraded by
scattered light [25–27]. The effects become worse as dosimeter volume increases, due to
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longer path lengths through the scattering media. Previously, we described a modification
to an existing cone beam scanner, whereby replacing the diffuse light source with a more
directional beam greatly improved the accuracy of camera-based optical CT imaging [28].
However, this approach does not achieve the minimum level of stray light rejection possi-
ble using a laser scanning system, where only a single pencil beam illuminates the object
at any given moment during the scan. In this case, a single transmission measurement can
only be perturbed by the paraxial cone of scattered light emitted along that single beam.
Furthermore, if a small-area detector is used, a considerable fraction of this cone of scatter
can be effectively rejected. This motivates a return to single-ray, single-detector geometries
with a small area detector to enhance scatter rejection. Scanning laser systems based on
mechanically translating the beam have typically been too slow for practical application
to clinical 3D dosimetry, with scan times on the order of minutes per slice [15, 17, 29].
Scanners based on deflecting the beam using rotating mirrors (e.g. galvanometer mirrors)
are faster. Van Doorn et al. [30] presented a laser scanner that acquired 144 projections
of size 10 cm × 7 cm at 1 mm resolution in 3 minutes. The system described by Krstajic´
and Doran [31] acquired 400 projections of a 12 cm × 12 cm field of view (FOV) at 1
mm resolution in 20 minutes. Xu and Wuu [32] reported a modification to the commercial
OCTOPUS-10X scanner (MGS Research Inc., Madison, CT, USA) which could acquire
400 projections of a 20 cm × 10 cm FOV at 1 mm resolution in 50 minutes. The scanner
described in this paper can acquire 1024 projections with an 18 cm × 12 cm FOV at 0.25
mm nominal resolution in approximately 30 minutes.
3.1.5 Study objectives and outline
The purpose of this study was to build an optical CT system which enables accurate 3D
dosimetry in large 15 cm diameter radiochromic gel dosimeters, at sufficient speed for
clinical dosimetry (< 1 hr for a 3D scan). Briefly, this means designing an optical transmis-
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sion imaging platform which minimizes the production and detection of stray light while
maintaining scan speed. In this report, we describe the imaging system and present quan-
titative results obtained using both absorbing and scattering phantoms to characterize the
stray-light minimization. Phantoms in the study simulate the optical CT imaging challenges
that are encountered in a range of dosimetry problems, from large uniform irradiations (i.e.
simplest case) to small field dosimetry (i.e. the most challenging scenario).
This report is organized as follows: Section 3.2 describes the design and construction of the
optical CT scanner. Section 3.3 reports experiments and results concerning the fundamental
performance in terms of detector linearity, spatial resolution, signal to noise ratio and CT
geometry. Sections 3.4 and 3.5 describe the optical CT phantom imaging experiments. The
ability to accurately image these phantoms without artifacts indicates that the scanner is
effective in rejecting stray light and therefore suitable for large volume 3D dosimetry.
3.2 Scanner Design
A top-view schematic of the fan-beam system is shown in Figure 3.1. A 594 nm Helium-
Neon laser (Model 1677P, JDS Uniphase Corporation, USA) is attenuated to approximately
80 µW (to prevent detector saturation and dosimeter photochromic reactions), bandpass fil-
tered (10 nm bandwidth, to block plasma discharge), and directed to a galvanometer scan-
ning mirror (Model 6210H, Cambridge Technologies Inc., Bedford, MA, USA) mounted on
a vertical translation stage (250 mm eTrack Linear Stage, Newmark Systems Inc., Rancho
Santa Margarita, CA, USA). To reduce the beam width and thus improve spatial resolution,
a 75 cm focal length lens is mounted on the translation stage, prior to the galvanometer
mirror. The detector consists of a photomultiplier (PMT) module (Model H10492-013,
Hamamatsu Corporation, Bridgewater, NJ, USA) mounted on a second, synchronized ver-
tical stage, with a small diffuser (1 cm high × 5 cm wide rectangle) placed 3 cm in front
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of the PMT. The photomultiplier is operated with a tube voltage of approximately 300 V.
When scanning, the laser beam strikes the diffuser and is scattered into a forward cone, a
fraction of which is detected by the photomultiplier, providing an intensity measurement.
The PMT outputs a current, which a preamplifier within the module converts to a voltage
signal that is sampled by a data acquisition (DAQ) card (USB 6351mx, National Instru-
ments Corporation, Austin, TX, USA) at a rate of 1 MHz. The DAQ has a resolution of 16
bits and is operated with a detection voltage range of -5 V to 5 V.
A projection image is formed as follows: The beam is raster-scanned in a horizontal fan
pattern by rotating the galvanometer mirror. The mirror swivels back and forth, controlled
by a voltage waveform with a frequency of 200Hz, sweeping the beam across the entrance
face of the aquarium. Simultaneously, the paired vertical translation stages move vertically.
Mirror rotation and PMT signal sampling are simultaneously triggered by a signal output
from the linear motion stage controller when the stage passes user-defined positions that
set the vertical extent of the imaging field of view (FOV). The vertical translation stages
move at constant speed during data acquisition, and the PMT voltage signal is continuously
sampled. The detected voltage at a given sample time is assigned to a ray path based on the
instantaneous mirror angle and vertical translation stage position. In this way, a 2D image
is constructed from the continuous time series sampling of the PMT voltage. In practice,
this scanner represents a “general” optical transmission imaging platform, as the sampling
locations and rates can be programmed. This flexibility enhances the scope of possible
applications, as imaging of some objects may be improved by using a customized scanning
pattern. The following sections describe the design of the scanner as applied specifically to
large volume gel dosimetry.
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Figure 3.1: Top-view schematic of the scanning-laser system. The rotating galvanometer
mirror and detector module are mounted on synchronized vertical translation stages. The
curvature of the aquarium was designed by ray-tracing simulation to generate parallel-beam
geometry through the interior of the dosimeter volume. The axis of rotation and points 7.5
cm away in each of the 4 cardinal directions are indicated by letters A-E, and correspond to
points where spatial resolution was measured using a knife edge test (See Section 3.3.4).
3.2.1 Choice of scanner geometry
While some optical CT scanners have operated in a cone-beam geometry, either with broad
beam [18, 26] or scanning laser [33], the common Feldkamp-Davis-Kress (FDK) algorithm
for cone beam reconstruction [34] is limited in accuracy to a range of central axial planes.
Slices near the vertical limits of a cone-beam scanner’s field of view are only sparsely tra-
versed by divergent rays and are thus poorly sampled and not well reconstructed. When
scanning cylindrical dosimeters, it is not possible to acquire data spanning the full vertical
extent of the sample, as the highly divergent light rays are intercepted at either the air-water
interface or floor of the aquarium. This represents wasted dosimeter volume, and is cru-
cially important when trying to examine, for example, the buildup region of a radiation
beam delivered from the top of a long cylinder, or the effects of an air interface (i.e. oxy-
gen effects or electron disequilibrium). Therefore, it was important to design a system that
could acquire data in all planes of the cylindrical dosimeter, leading to the use of a planar
fan-beam scan and vertical translation stages. A galvanometer mirror was used to deflect
the beam as it is faster and more reproducible than a stepper motor. With the current ar-
rangement, the scanner can acquire 1024 projections with a field of view of approximately
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18 cm (horizontal) by 12 cm (vertical), at a nominal resolution (pixel size) of 0.25 mm in
approximately 30 minutes.
3.2.2 Optical CT aquarium
3.2.2.1 Lens-shaped acylindrical aquarium
An aquarium is needed in optical CT to maintain straight-line ray paths through the imaging
volume, thus enabling complete radial sampling of the dosimeter volume. In this scanner,
the aquarium is designed to have an acylindrical lens shape. The idea of incorporating a
lens-like design into the optical CT aquarium itself has been recently presented for broad-
beam systems [35] in an effort to reduce optical CT system costs. Other related approaches
include “in-air” scanning using the gel dosimeter itself as a lens [36], or using a thick-
walled vessel that generates parallel-beam geometry within the gel [37].
In this scanner, the lens-shaped aquarium serves to 1) generate parallel-beam rays within
the scanned object, 2) refocus the beams down towards a small detector after passage
through the sample, 3) avoid interference fringes associated with air-plastic interfaces per-
pendicular to the incident laser beam, and 4) reduce the number and cost of optical elements
in the system by avoiding large glass lenses. The acylindrical lens-shaped curvature of the
aquarium was determined through a ray-tracing optimization algorithm described in Sec-
tion 3.7. The curve was exported to guide a tool path on a numerically controlled milling
(CNC) machine, which was used to cut slots in the top and bottom plates of the aquarium.
The curved walls, made from 2 mm thick polymethyl methacrylate (PMMA) were inserted
into these slots and secured with silicone caulking. A plastic platform is mounted to a
vertical drive shaft which connects, through a water-seal, to a rotation stage (RT-2D-22,
Newmark Systems Inc., Rancho Santa Margarita, CA, USA) mounted beneath the aquar-
ium.
80
3.2.2.2 Importance of asymmetric design
An initial prototype aquarium was manufactured using a design which was symmetrical
about the optic axis. However, when projection images were acquired, it was found that
interference fringes appeared near the center of images, which created substantial ring ar-
tifacts near the center of reconstructed CT images, a region of considerable dosimetric
importance. These fringes were found to be related to the air-plastic interface orthogonal
to the entering laser beam. To avoid this issue, an asymmetric design was therefore con-
ceived, wherein the perpendicular interface was shifted to the edge of the field of view.
With this design, the interference fringes fall outside of the projection space of dosimeters
and therefore do not perturb the image reconstruction. An alternate approach is to build the
aquarium symmetrically but with antireflective coated plastic material.
3.2.3 Detector collimation and flood-field uniformity
In a previous cone-beam design [33], a large area diffuser and stationary PMT was used.
This prevented the use of collimators to reject stray light, and resulted in intensity varia-
tions of a factor of 5-10 across flood-field images of a water filled aquarium, due to the
large changes in the relative positions of the laser beam and the detector during projection
acquisition. In the present scanner design, the aquarium focuses all the exit pencil beams
down to a small region, subject to imperfections of the aquarium walls. This allows for
a much smaller diffuser to be used, which is advantageous for rejection of scattered light
[38]. It also generates a more uniform signal intensity across the entire field of view in
flood-field images, which improves the signal to noise ratio in the periphery of the field of
view.
Due to some imperfections in the aquarium construction, the diffuser was required to be an
approximately 1 cm high by 5 cm wide slot to capture all incoming rays, and flood-field im-
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ages displayed intensity variations of only 20% across 75% of the horizontal field of view
before falling off by a factor of 2 toward the edges. Better uniformity (<10% variation)
was observed over the vertical direction in flood field projection images. Specifically, the
wall on the detector side of the aquarium is slightly bowed outward (in the vertical plane),
leading to the spot’s vertical wandering at the detector plane. The horizontal wandering of
the spot at the detector is less than 2 cm when scanning within the central 15 cm of the
horizontal field of view, but outside this range the beam exhibits more horizontal wander-
ing, which is caused by the wall curvature being slightly imperfect near the edges. The
aquarium was made by inserting plastic walls into a baseplate and top plate with machined
cutouts. In the future, aquarium construction may be improved by instead thermoform-
ing the curved walls. Despite these fabrication limitations of the prototype aquarium, the
uniformity of flood-field images represents a substantial improvement over our previous
cone-beam scanning laser system [33]. Another source of intensity variation is that the
diffuser face in the current design is flat, but incoming beam rays are incident at varying
angles. A curved surface diffuser could be used in the future to improve uniformity of
response during spot scanning.
3.2.4 CT sampling and reconstruction
If projections were acquired by turning the mirror at a constant angular speed and sampling
at a constant temporal rate, projection scanlines would be obtained at constant angular in-
tervals. Due to the lens-shaped aquarium, however, this would correspond to non-constant
spacing between measured points in a parallel-beam projection line. This can be addressed
by re-sampling the projection data onto a uniform grid whose spacing is set to the maximum
spacing between samples (to avoid interpolation errors). However, with a galvanometer
mirror, it is also possible to address the issue mechanically. The voltage waveform used to
control the galvanometer can be experimentally calibrated (by imaging transparent grids)
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to move the mirror at a non-constant angular speed, such that equally spaced temporal
sampling corresponds to equally-spaced parallel-ray sampling within the aquarium. In the
current study, this approach was used to acquire uniformly-spaced projection scanlines in
a back-and-forth fashion.
To determine the galvanometer control waveform, a transparent ruler was placed in the cen-
ter of the water-filled aquarium in a horizontal orientation, spanning the full field of view
of the scanner. A profile across ruler gradations was acquired in a step-and-shoot fashion
in order to obtain the absolute position of the beam in the rotation axis plane as a function
of galvanometer voltage. A sixth-order polynomial function was fitted to this relationship
of position versus voltage, and used to design a digital waveform to control the mirror
motion. To account for mirror inertia and turnaround time at the ends of its rotational mo-
tion, an additional linear initialization ramp was added to the waveform at each reversal.
When sampling during an actual scan, data outside the central 90% of each scanline is not
used (fill fraction), which provides time for the mirror to settle onto its trajectory. Addi-
tionally, there is a delay lag of 135 microseconds between the voltage signal input to the
galvanometer and the actual position of the mirror, which is accounted for when placing
data into a 2D projection. This delay was measured using an oscilloscope connected to
both the control voltage and the position output voltage pins of the galvanometer circuit
board, and then fine-tuned by imaging a sharp edge and adjusting the value until the edge
did not appear jagged. To ensure that the custom waveform did achieve equal ray spac-
ing, a final image of the transparent ruler was acquired and the spacing between gradations
(in pixel space) was measured to confirm equidistance. A useful resource on galvanome-
ter scanning, detailing fill fraction and acquisition delays, is found on the ScanImage [39]
wiki page2 (Vidrio Technologies LLC). If the scan speed or field of view is changed, the
fill fraction and acquisition delay should be re-calibrated by imaging a transparent grid.
A second CT sampling concern arises due to the constant vertical translation of the source
2http://scanimage.vidriotechnologies.com/pages/viewpage.action?pageId=17400306
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and detector during acquisition as opposed to a “step and shoot” approach. At the cur-
rent scan speeds, the stage moves 0.25 mm during a single scanline, and therefore data is
acquired in a vertical “zig-zag” pattern. A uniform vertical spacing 2D projection can be
interpolated from these measurements. In this study, it was found that when reconstructing
at 0.33 mm voxels, there was minimal difference between image reconstructions of typical
dosimetry samples done with this re-gridding and those performed while simply ignoring
the sub-pixel vertical translation and assuming a fixed vertical position during a scanline.
If samples with extreme vertical gradients are to be imaged, further testing and correction
may be required.
3.3 Initial Characterization Tests
3.3.1 Detector linearity
The linearity of the detector chain was tested to verify that the photomultiplier tube (PMT)
and amplifier maintain a linear response at the relatively low bias voltage used (-300 V).
A set of neutral density filters (Melles-Griot) was used to attenuate the laser, and beam
intensities were measured using the PMT as well as a calibrated photodiode (Model 818
UV Optical Power Meter, Newport Corporation, Irvine, California, USA). As shown in
Figure 3.2, excellent linearity between PMT and photodiode was observed, with a linear
regression resulting in r2 = 0.999. This confirms that the detector is linear at least up to a
detected voltage of 5 V, which is the maximum voltage that can be digitized by the DAQ
card in its current configuration.
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Figure 3.2: Photomultiplier vs. Photodiode measurement of laser intensity, demonstrating
the linearity of the detector used in the scanner. Error bars are included but are similar in
size to the data markers.
3.3.2 Noise and stability
Variations in detected intensity in this system may be caused by electronic noise (PMT,
amplifier, power supply) as well as changes in incident laser brightness (laser noise, mode
transitions). These fluctuations can occur at both very high frequencies (noise) and low
frequencies (laser mode transitions). To assess the level of source and detector-related
noise present in the system, the beam was held in place and 2250 samples were acquired
from the detector at a rate of 1 MHz. This represents the number of samples acquired for
a single horizontal scan-line in a 16.5 cm wide projection image. The mean and standard
deviation were calculated, and used to determine the signal to noise ratio. This was repeated
with a sequence of neutral density filters, ranging from 0.1 to 2.0 in optical density, placed
in the beam. SNR drops to about 30 for a detected signal of about 0.045 V, approximately
1% of the maximum detection level (5 V). Above 10% of this value, the SNR remained
above 100.
To assess long-timescale changes in signal, the mean value in a static region of interest
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located outside the scanned object was measured in each projection during an optical CT
scan, and compared to the value obtained from the initial projection. This quantifies the
long-term “mode-sweeping” of the laser, where changes in resonant mode occur due to
small thermal expansion and contraction of the cavity. We observed intensity variations
of approximately 3%, which were not periodic but occurred on timescales of the order of
minutes. In practice, we apply a normalization correction when reconstructing, by scaling
each projection data set based on these measurements to remove the effect. This approach
is similar to that used in LED-based broad-beam scanners [40].
3.3.3 Parallel beam geometry verification
To verify that the rays passing through the aquarium are in fact parallel and equally-spaced,
transparent rulers were placed in a horizontal orientation at planes located ± 8 cm from the
rotation axis plane within the water-filled aquarium. Using a calibrated galvanometer con-
trol voltage waveform, transmission images with a nominal field of view of 165 × 120
mm were acquired, with a nominal horizontal pixel size of 0.22 mm (horizontal) by 0.25
mm (vertical). Profiles through the 1 cm ruler divisions were taken from each image. The
spacing between horizontal ruler gradations as a function of position within the projec-
tion images was found to be 45 ± 1 samples at both entrance and exit locations, verifying
the horizontal pixel size of 0.22 mm. The same measurement was performed using ver-
tical rulers to the vertical pixel size of 0.25 mm. These measurements demonstrate that
the system achieves accurate parallel-beam geometry, with equally-spaced samples within
each horizontal scanline of projection images. A second validation was performed using
a cylindrical vessel with a fiducial marker to measure ray paths, a technique we have also
used with the PRESAGE R© dosimeter (Chapter 5)[41]. This fiducial test also confirmed the
parallel-beam geometry of the scanner with the vessel and a solution of similar refractive
index as the gels (n ≈ 1.34).
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3.3.4 Spatial resolution in projection images
The spatial resolution of projection images was evaluated by imaging a tilted knife-edge
and measuring the edge response function [42]. This was used to calculate the modulation
transfer function (MTF). The resolutions at which the MTF curve reached 50% and 10%
(MTF50% and MTF10%) were reported, where MTF10% is often taken to correspond to
the highest spatial frequency (i.e. sharpest feature) that can be resolved [43]. This test
was repeated at various positions within the aquarium: the axis of rotation (Location A in
Figure 3.1), 7.5 cm to the left and right of the axis of rotation (Locations B and C), and
7.5 cm towards the entrance and exit sides of the aquarium (Locations D and E), to test
the depth of field of the scanner and uniformity of the resolution throughout the dosimeter
volume. It was also repeated within a water-Intralipid solution inside a 15 cm diameter
vessel to introduce scattered light. The Intralipid (Intralipid 20%, Fresenius Kabi AB,
Uppsala, Sweden) solution was mixed to mimic the scattering conditions of a 5% gelatin
gel dosimeter (approximately 50% transmission, relative to water, along central axis). The
results of the edge response test are listed in Table 3.1. From these results, we see that a gel
dosimeter-like scattering object results in only a small degradation in spatial resolution.
Position MTF50% (mm) MTF10% (mm)
Position A, no scatter solution 0.500 0.290
Position B, no scatter solution 0.550 0.325
Position C, no scatter solution 0.490 0.278
Position D, no scatter solution 0.489 0.278
Position E, no scatter solution 0.505 0.303
Position A, with gel-like scattering solution 0.501 0.298
Table 3.1: Horizontal MTF50% and MTF10% resolutions for various positions measured
by knife edge test. The vertical direction MTF values were similar but showed no variation
across the horizontal field of view, since the curvature of the aquarium is only in the hori-
zontal direction. Locations are indicated by the letters in Figure 3.1, and correspond to the
scanner’s rotation axis and points 7.5 cm away in the cardinal directions.
There is a change in the horizontal spatial resolution across the field of view (moving
across postions A-C in Figure 3.1). The beam changes shape as a function of position due
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to varying angle of incidence on the aquarium wall. For a circular beam (e.g. symmetric
Gaussian) at normal incidence to the aquarium wall, the beam inside the aquarium will
remain circular. However, at oblique incidence, the beam within the aquarium will become
elliptical. This results in an asymmetric variation in horizontal spatial resolution across the
field of view. In this case, the MTF10% resolution at all positions was finer than 0.33 mm,
so when performing optical CT scans we reconstructed data using 0.33 mm cubic voxels.
The vertical MTF values were similar to horizontal MTF values observed at position C, and
did not exhibit variation, since the aquarium curvature is only in the horizontal direction. It
should be noted that any scanning-laser system that uses beam deflection combined with a
lens or lens-shaped aquarium wall to focus rays will exhibit a spatially varying resolution
throughout the dosimeter.
3.3.5 Summary of specifications
Table 3.2 summarizes the results of initial performance testing. These experiments indicate
that the scanner should be capable of imaging with a quasi-isotropic resolution of 0.33 mm,
which was used in the subsequent scanning experiments.
Characterization Test Key Result
Detector Linearity PMT linear w.r.t photodiode (r2 = 0.999)
Detector / Source Noise SNR > 100 when above 10% of max signal
CT Geometry Parallel-beam, confirmed by imaging rulers
Projection Spatial Resolution MTF10% resolution < 0.33 mm within FOV
Table 3.2: Summary of initial characterization test results for scanning laser system.
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3.4 Optical CT scanning experiments
3.4.1 Phantoms
Optical CT scanning experiments were designed using phantoms that mimic extreme cases
in 3D gel dosimetry, from the simplest problem of large, uniform irradiations, to the chal-
lenging problem of small-field dosimetry. These tests were performed with solution phan-
toms consisting of either absorbing or scattering liquids loaded in either a large cylinder or
a small “finger” phantom. The large phantom was a custom 15 cm diameter vessel with
0.25 mm thick walls made from polyester film. The finger phantom was made from a flu-
orinated ethylene propylene (FEP) cylinder (heat-shrink tubing, SKU#92N6000, Newark
Corporation, Toronto, ON, Canada), with inner diameter 12.5 mm and outer diameter 13.5
mm.
3.4.2 Optical CT scan parameters
Table 3.3 lists the parameters used for optical CT scanning and image reconstruction. To ac-
count for variation in laser brightness, projection intensity values were renormalized, prior
to reconstruction, to a peripheral region outside of the scanned vessel. Image reconstruc-
tions were performed via filtered backprojection [6] with a Hamming filter, using in-house
GPU-accelerated functions programmed in the CUDA environment (NVIDIA Corporation,
Santa Clara, California, USA). On a PC equipped with an Intel Core i7-2600 CPU (Intel
Corporation) and an NVIDIA GTX 780 GPU, backprojection time is under 10 seconds for
the full 3D volume, and total reconstruction time (including loading and pre-processing
scan data) is less than one minute.
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Parameter Value
Projection FOV 165 mm (H) × 120 mm (V)
Projection Pixel Size 0.22 mm (H) × 0.25 mm (V)
Projection Size 750 × 480 (pixels)
# of Projections 1024
Scan Rotation 360 ◦
Reconstruction FOV 165 mm
Reconstruction Method FBP – Hamming Filter
Reconstruction Resolution 0.33 mm (isotropic)
Reconstruction Axial Size 500 × 500
Reconstruction Slices 364
Table 3.3: Parameters used for optical CT scan acquisition and reconstruction.
3.4.3 Large-volume uniform absorbing phantom
The large phantom (Section 3.4.1) was imaged with a series of increasingly dark absorbing
liquids with limited scattering power. Test solutions were formed by dissolving carbon
black (CB) nanoparticles in an aqueous solution containing liquid dish soap (Sunlight R©,
Sun Products Corporation, Wilton, CT, USA) to form a dark black ink [44]. This was added
to a water-based liquid containing (by weight) 5% propylene glycol and 2% Triton-X 100
surfactant (Sigma-Aldrich, Oakville, ON, Canada). The aquarium was filled with pure
water. The mismatched refractive index between aquarium and scanned object maintains
straight-line ray paths through the cylindrical volume [26, 45].
The liquids in this experiment spanned the range from approximately 90% down to 2%
transmission (relative to the liquid with no CB added) along the central axis of the phantom
vessel (15 cm diameter). Attenuation coefficients were measured in a region of interest
(ROI) of size 5 × 5 × 5 mm3 located 1 cm away from the rotation axis. This was performed
at the central slice as well as the ± 4 cm slices in the vertical (z) direction along the cylinder.
These measurements were compared to Beer-Lambert law calculations performed using a
10 cm path length cell with the laser and calibrated photodiode (Model 818 UV Optical
Power Meter, Newport Corporation, Irvine, California, USA). Reconstruction flatness was
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quantified across the diameter of the vessel by measuring the mean attenuation coefficient
inside concentric 2 mm wide, 5 mm high cylindrical shells located at the central axial plane.
To evaluate uniformity in the vertical direction, the mean value within a 5 × 5 mm2 ROI, 1
cm away from the image center, was measured in each axial slice.
3.4.4 Large-volume uniform scattering phantom
The scanner’s ability to image large volume uniformly scattering phantoms was evaluated.
A series of 5% propylene glycol solutions with varying concentrations of Intralipid were
scanned within the large vessel. 5% propylene glycol without Intralipid was used as the
reference scan. In this experiment, Intralipid solutions spanned the range from approxi-
mately 50% down to 2% transmission along the 15 cm diameter of the vessel. As before,
CT reconstructed attenuation coefficients were measured in ROIs (5 × 5 × 5 mm3) in the
central and ±4 cm slices and compared to Beer-Lambert law results from the photodiode
setup. Reconstruction flatness was again quantified axially using 2 mm wide, 5 mm high
concentric shells and vertically using 5 × 5 mm2 regions within each slice. Obtaining
uniform reconstructions and agreement between optical CT and independent measurement
re-affirms that the scanner is effective at rejecting scattered light.
3.4.5 Small absorbing finger phantom in gel-like scattering medium
One of the most challenging dosimetry problems in contemporary radiation therapy is the
measurement of dose in small-fields (≈1 cm) [46, 47]. These fields are used for radio-
surgery, but can occur within intensity-modulated beam segments. Measuring small fields
is required to commission or verify treatment planning software. Commissioning small
fields has long been proposed as a unique application for optical CT dosimetry, and has
been attempted using a variety of different dosimeters [48–50]. However, small fields also
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represent a difficult optical imaging problem: accurately measuring the attenuation of a
small absorber surrounded by a scattering medium. Therefore, a “finger” phantom ex-
periment, using the FEP tube phantom (Section 3.4.1), was designed to test the scanner
performance in such a stressed scenario.
The finger phantom was mounted within the large phantom vessel, approximately 3.5 cm
from the rotation axis. The large vessel was filled with a scattering Intralipid – water
solution representative of the scattering present in a gelatin-based radiochromic dosimeter
(approximately 50% transmission along the diameter, relative to water). The tube was filled
with absorbing solutions of Nigrosin (Fisher Scientific, USA) dissolved in water, to mimic
a gel exposed to small beams of radiation. Pure water was used inside the tube for the
reference scan. Eight solutions were used in this experiment, spanning a transmission range
of approximately 90% down to 3% along the 12.5 mm inner diameter of the small FEP tube.
The attenuation of the liquids was measured independently by absorption spectrometer and
compared to a measurement within the reconstructed CT image (7 mm diameter, 5 mm
height cylindrical region of interest located at the center of the finger).
3.4.6 Small absorbing finger phantom in highly scattering medium -
opposing sinogram reconstructions
Figure 3.3 shows a photograph of a scattering Intralipid solution in the optical CT scanner,
with a laser beam directed along the central axis.
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Figure 3.3: Top view photograph (brightness and contrast enhanced) of scattering Intralipid
solution with laser beam directed along the diameter. The white line indicates the cen-
tral plane through the dosimeter. The attenuation of the primary beam due to scatter can
be seen, with the conical “bloom” of scattered light clearly visible, showing the three-
dimensional distribution of scattered light.
The closer to the source that a small absorber is located within a scattering medium, the
shorter the path length before the incoming pencil beam confronts that absorber, and there-
fore less scattering will occur prior to primary ray attenuation. If the system could perfectly
reject scattered light, transmission measurements of a small absorber would be consistent
regardless of its position along a ray within the scattering sample. Since the detector has
a finite size and cannot discriminate between primary and scattered light, not all scatter is
entirely rejected. This has implications when imaging a small object, because the fraction
of the scattered radiation that encounters the absorber is dependent upon its position along
the primary ray path, i.e. the solid angle subtended by the absorber governs how much of
the scatter cone is occluded. Therefore, an absorber located at the detector side of the ves-
sel will block less overall light (primary plus scatter cone) than one located at the entrance
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side. Simply put, the apparent transmission of a small absorbing object depends not only
on its intrinsic absorption coefficient, but also on the scatter coefficient of the surrounding
medium and its position within that medium.
In the case of optical CT, this means that scatter perturbs each projection differently. To
examine stray light effects, separate reconstructions of the finger phantom within Intralipid
surrounding medium were performed, using two halves of the 360◦ parallel-beam sino-
gram: the “front 180◦” (where the finger is on the source side of the rotation axis) and
the “back 180◦” (i.e. detector side). In parallel-beam geometry, these two datasets would
be completely equivalent if no scattered light was detected, and therefore no difference in
reconstructed attenuation coefficients would be observed. If, however, scatter is detected,
then the “back 180◦” reconstruction will have a lower attenuation coefficient. The opposing
sinogram reconstructions were performed for a single Nigrosin finger phantom within an
extremely scattering Intralipid solution (2% transmission along large vessel diameter), as
well as within the gelatin-like scattering medium, for comparison. Reconstructed attenua-
tion coefficients from the opposing sinograms were measured in each case.
3.5 Results and Discussion
3.5.1 Large-volume uniform absorbing phantom
Table 3.4 lists the CT and Beer-Lambert attenuation coefficients for the large uniform ab-
sorbing solution experiment. The values agreed within the standard deviation of the mea-
surements for all cases. A linear regression shows near perfect agreement between the two
measurement techniques, with a slope of 0.994 ± 0.004 and r2 value of 0.9999. These
results demonstrate the excellent accuracy of the scanner over a large range of transmission
values (≈90% to 2% along the diameter). The mean values within concentric 2 mm wide,
5 mm high shells located at the central axial plane varied by less than 2%, confirming that
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reconstructions were uniform across the vessel diameter. Reconstructed images were also
flat within 2% along the vertical direction, measured within 5 × 5 mm2 ROIs in each slice.
As a further test of overall uniformity, the fraction of voxels within the entire vessel (up to
1 mm from the inner diameter) having attenuation values lying within 2%, 3%, and 5% of
the mean value was calculated for each absorbing liquid. Since the ROI-based measure-
ments and pixel profiles (Figure 3.4) did not show a systematic non-uniformity, the low
voxel fractions observed for lightly attenuating liquids are the result of artifacts (streaks
and rings) and noise in the reconstruction. These voxel fractions increase with increasing
attenuation coefficient, which suggests that there is a baseline noise present in the images.
While the mean value is generally accurate, the precision of very low attenuation coeffi-
cients is limited unless a large region of interest (i.e. more pixels) is averaged. A sample
reconstruction slice and profiles are shown in Figure 3.4, showing the uniformity. Some
slight ring artifacts can be seen, which are likely the result of imperfections in the aquarium
wall. Additionally, there is an asymmetry at the edges of the profile in Figure 3.4b which
is likely due to a small mechanical misalignment between scans.
Fluid µCT (cm−1) Fraction of voxels within µcuvette (cm−1) % Difference
2% / 3% / 5% of mean µCT vs µcuvette
A1 0.009 ± 0.001 0.07 / 0.12 / 0.21 0.009 ± 0.001 (0 ± 11) %
A2 0.036 ± 0.001 0.22 / 0.33 / 0.52 0.036 ± 0.001 (0.0 ± 2.7) %
A3 0.055 ± 0.001 0.46 / 0.64 / 0.86 0.055 ± 0.001 (0.0 ± 1.8) %
A4 0.098 ± 0.002 0.75 / 0.91 / 0.98 0.097 ± 0.002 (1.0 ± 2.1) %
A5 0.146 ± 0.002 0.84 / 0.81 / 0.98 0.145 ± 0.003 (0.7 ± 1.4) %
A6 0.193 ± 0.003 0.90 / 0.98 / 0.99 0.193 ± 0.003 (0.0 ± 1.5) %
A7 0.255 ± 0.004 0.97 / 0.99 / 0.99 0.257 ± 0.004 (0.8 ± 1.6) %
Linear slope = 0.994 ± 0.004
Regression intercept = 0.0006 ± 0.0006
r2 = 0.9999
Table 3.4: Optical CT and Beer-Lambert (10 cm cell) attenuation coefficients measured
in the 15 cm phantom containing absorbing liquids (A1-A7). µCT is reported as the mean
and standard deviation within a 5 × 5 × 5 mm3 ROI located 1 cm off the rotation axis in
the central axial plane. The fraction of voxels within the vessel which have values that
lie within 2%, 3%, and 5% of the mean value was also quantified for each reconstruction.
µcuvette uncertainty is taken from three repeated trials of the spectrometer assessment, with
samples re-positioned between each measurement.
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Figure 3.4: Reconstruction of the 15 cm phantom containing a uniform absorbing liquid
(a) Central axial slice. (b) horizontal profile through the axial slice, (c) vertical (z) profile
from top to bottom of the phantom.
3.5.2 Large-volume scattering phantom
Table 3.5 summarizes the optical CT and Beer-Lambert coefficients for the large-volume
scattering experiment. Good agreement was found between the two measurements within
the range of 50% down to 2% transmission along the vessel diameter. Linear regression
between the two measurements results in a slope of 1.02 ± 0.02 and r2 value of 0.9992,
indicating a very good linear fit. The slope being 2% above unity appears to be mainly
due to the comparatively large discrepancy seen for solution S5, which had approximately
2% transmission along the diameter of the large vessel. Differences in acceptance angle
between the two measurement systems may become important at these elevated scatter
conditions. However, reconstruction profiles for the 5 solutions (Figure 3.5) remain flat
within 3% across the diameter, as well as along the vertical direction, demonstrating an
absence of scatter-related cupping artifacts.
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Fluid µCT (cm−1) µcuvette (cm−1) % Difference
S1 0.047 ± 0.001 0.046 ± 0.001 (2.2 ± 2.2) %
S2 0.066 ± 0.002 0.067 ± 0.002 (1.5 ± 3.1) %
S3 0.124 ± 0.003 0.126 ± 0.002 (1.6 ± 2.4) %
S4 0.171 ± 0.003 0.172 ± 0.004 (0.5 ± 1.7) %
S5 0.267 ± 0.005 0.261 ± 0.004 (2.2 ± 1.5) %
Linear slope = 1.02 ± 0.02
Regression intercept = -0.003 ± 0.003
r2 = 0.9992
Table 3.5: Optical CT and Beer-Lambert (10 cm cell) attenuation coefficients measured in
the uniform solution phantom experiment for scattering liquids (S1-S5). µCT is reported as
the mean and standard deviation within a 5 × 5 × 5 mm3 ROI located 1 cm off the rotation
axis in the central axial plane. µcuvette uncertainty is taken from three repeated trials of the
spectrometer assessment, with samples re-positioned between each measurement.
Figure 3.5: Central slice profiles across reconstruction slices of the uniform 15 cm scat-
tering phantom. Reconstructions are flat within 3%, indicating a lack of cupping artifacts.
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3.5.3 Absorbing finger phantom in gel-like scattering medium
Table 3.6 presents the CT and spectrometer attenuation coefficient measurements for the
uniform Nigrosin solutions scanned inside the 1.25 cm finger phantom within the gel-like
Intralipid solution phantom. Reconstructed images of the finger phantom were circular
with the correct diameter, demonstrating the geometric fidelity of the scanner. Agreement
within approximately 2% was observed for all liquids, spanning the attenuation range from
0.085 cm−1 to 2.9 cm−1 (transmission range: 90% down to 3% along the diameter of the
finger). The maximum deviation between the two measurements was 2.4%, observed for
the lightest fluid. A linear regression between the two measurement systems gives a slope
of 0.99 ± 0.01 and r2 value of 0.9992. Reconstructions of the finger appear uniform, with
no evidence of artifacts related to scattered light. These results demonstrate that the system
accurately measures attenuation in the case of a small attenuating object immersed within a
medium representative of the scattering in typical gel dosimeters. A sample reconstruction
slice and profile through the finger reconstruction is shown in Figure 3.6. Asymmetry in the
profile is related to misalignment between pre- and post-scan data, due to a small movement
of the finger phantom while changing the attenuating liquid.
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Fluid µCT (cm−1) µcuvette (cm−1) % Difference
A8 0.087 ± 0.002 0.085 ± 0.002 (2.4 ± 2.4) %
A9 0.174 ± 0.003 0.174 ± 0.002 (0.0 ± 1.7) %
A10 0.332 ± 0.003 0.338 ± 0.001 (1.7 ± 0.8) %
A11 0.530 ± 0.007 0.531 ± 0.006 (0.1 ± 1.3) %
A12 0.905 ± 0.005 0.925 ± 0.005 (2.2 ± 0.5) %
A13 1.487 ± 0.009 1.489 ± 0.006 (0.1 ± 0.6) %
A14 2.300 ± 0.010 2.255 ± 0.004 (2.0 ± 0.4) %
A15 2.850 ± 0.010 2.913 ± 0.013 (2.1 ± 0.3) %
Linear slope = 0.99 ± 0.01
Regression intercept = 0.0030 ± 0.02
r2 = 0.9992
Table 3.6: Optical CT and absorption spectrometer attenuation coefficients measured in
the 12.5 mm (inner diameter) finger phantom placed within a 15 cm vessel containing
the gelatin-simulating Intralipid solution. The finger contained absorbing Nigrosin-dyed
liquids (A8-A15). µcuvette measurement uncertainty is derived from three repeated trials
where the cuvettes were removed and re-positioned in the spectrometer on each trial.
Figure 3.6: Reconstruction slice (a) and profile across finger (b) for the FEP tube phantom
experiment (liquid A12 in table 3.5). The profile location in (b) is indicated by the white
line in (a). Dashed vertical lines in (b) indicate the actual diameter of the phantom. Asym-
metry in the profile, particularly evident in the baseline outside the cylinder, is caused by
a slight mechanical displacement between pre- and post-scans introduced when changing
the liquids within the phantom.
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3.5.4 Small absorber in highly scattering medium - opposing sino-
gram reconstructions
In the case of the extremely scattering surrounding medium, reconstructing the finger phan-
tom from the “back 180◦” of the scan yielded an approximately 3% lower attenuation co-
efficient than reconstructing from the “front 180◦” (Figure 3.7a). This result demonstrates
that the scatter problem in optical CT is indeed a three-dimensional one. It would not be
sufficient to simply subtract a constant value from measurements, as the scatter signal is
dependent on the attenuation distribution of the object itself, which is unknown a priori. If
extremely scattering dosimeters (such as polymer gels) are to be imaged, improved scatter
rejection or measurement and subtraction using a secondary detector may be needed. As a
first step, improving aquarium construction would allow for better primary ray focusing to
an even smaller detector, which would improve stray light rejection.
The discrepancy between “front half” and “back half” reconstructions is reduced to less
than 0.5% when imaging the finger within a 50% transmission Intralipid solution, which
is more representative of typical gel dosimeters. Profiles through these reconstructions are
shown in Figure 3.7b. The results of this experiment suggest that scattered light should
have a relatively minor impact when imaging current gel dosimeters.
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Figure 3.7: Profiles across the finger phantom reconstructions from the “front” and “back”
half of the sinogram, for the case of 2% transmission (a) and 50% transmission (b) scat-
tering solution surrounding the finger. In (a) there is approximately 3% difference between
the central attenuation coefficients, while in (b) there is only a 0.5% difference.
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3.5.5 Summary of results and current limitations
With the new scanner design, mean optical CT attenuation coefficients showed agreement
with independent measurements within 1% for absorbing liquids imaged in a large 15 cm
diameter vessel, within 2% for scattering liquids scanned in the same phantom, and within
2% for small 1.25 cm diameter absorbers scanned within a scattering liquid having similar
scatter to that of typical gel dosimeters. More importantly, excellent linearity was observed
over a very wide dynamic range (between 90% and 2% transmission). Reconstruction
of finger phantom images from two “halves” of a 360◦ parallel-beam sinogram resulted
in only a 0.5% difference in reconstructed attenuation coefficient for a gel dosimeter-like
scattering background, which provides further evidence that scattered light should have a
minimal effect on quantitative imaging of typical gels. When imaging a finger within a
very highly scattering medium (2% transmission along 15 cm diameter), this discrepancy
increased to 3%. However, this amount of scattering would not likely be encountered in
currently available radiochromic gels.
The approach we describe in this study does have some limitations. The device is not as
fast as some broad-beam scanners which use CCD detectors to acquire projection images at
video frame rates. In this implementation, the movement of the vertical translation stages
limits the achievable scan speed. This may become a limitation if gel dosimeters that
exhibit high diffusion rates, such as Ferrous-Xylenol Orange gels [51], are to be imaged at
high resolutions. Currently in our lab we are using a modified leuco crystal violet (LCV)
dosimeter [52] with a diffusion rate low enough that we do not observe changes over the
timespan of optical CT scanning. A second limitation is that there appears to be a noise
baseline in the reconstructed images that will limit precision when measuring very small
attenuation coefficients, as seen in the uniform absorbing phantom results. This should be
considered when designing a dosimetry experiment, to ensure that the attenuation change
in the gel dosimeter is large enough to overcome this noise level. Noise can be reduced by
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reconstructing at a lower resolution (if the dosimetry task allows), or by reconstructing with
a regularized iterative CT reconstruction algorithm. Iterative reconstruction may also help
with gels with more diffusivity, as it may be possible to achieve the same image quality with
fewer projection measurements, which would decrease scan time. The spatial resolution of
this scanner is limited by the width of the laser beam within the region of interest that is
imaged. Currently, the scanner is configured to have a uniform resolution across the large,
15 cm diameter field of view. The beam size can be decreased to improve spatial resolution,
but unless advanced techniques such as depth of field multiplexing [53] are employed, this
comes at the expense of the scanner’s field of view. However, the current spatial resolution
(0.33 mm voxels) should be adequate for most external beam radiation therapy dosimetry
applications.
3.6 Conclusion
We have presented a scanning laser optical CT system design with a minimal level of scat-
ter production and acceptance. It achieves excellent accuracy in attenuation measurement
while still maintaining acceptable scan speed for 3D dosimetry. The instrument is easily
configurable, as it is a single-ray, single-detector, planar scanner where the imaging ge-
ometry, sampling density/location, and detector collimation can all be adjusted for a given
imaging task. In its current configuration, we image cylindrical volumes up to 15 cm in
diameter and 12 cm in height at 0.33 mm resolution in approximately 30 minutes.
The optical scanning experiments reported here simulate a wide range of expected dosime-
try problems, from uniformly irradiated gels to small-field dosimetry. The accuracy we
have achieved in these phantom experiments gives confidence that this system is ready for
clinical dosimetry applications using current radiochromic gel formulations. This is cur-
rently the best-performing optical CT scanner in our laboratory, and therefore we will use
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it as a reference device when evaluating applications for which other faster or simpler de-
signs (e.g. cone-beam) may be acceptable. Additionally, we will use this scanner to explore
novel CT scanning patterns and new dosimeter formulations.
3.7 Appendix: Ray Tracing for Aquarium Design
In-house MATLAB (The MathWorks, Inc., Natick, MA, USA) code was used to generate
the profile of the curved aquarium wall. The algorithm starts from the initial position
A shown in Figure 3.8. The initial x position is specified based on the desired maximum
dosimeter radius. The y-direction distance of a simulated light ray from the optic axis at the
source-axis distance of the scanner (i.e. the focal length of the lens-aquarium) is minimized
numerically by iterating over different wall angles and calculating ray paths using Snell’s
law. Once a minimum is found, a linear segment of the wall profile is calculated by stepping
forward in y, using the angle to calculate the next x position. This process is repeated,
stepping across the field of view, until a complete lens profile is generated. The step size
in the y-direction is kept very small (0.01 mm), so that the approximation of constant wall
angle over each y-step is appropriate. The angular step size in each minimization step is
set to 0.001 radians. Many points (≈20 000) are generated along the profile. However
only 300 were used when cutting on the CNC machine, which used non-uniform B-spline
interpolation (NURBS) between given points.
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Figure 3.8: Schematic for ray-tracing lens profile generation. The algorithm starts at po-
sition A, and minimizes ∆yS AD for each ystep by applying Snell’s law of refraction and
varying the angle of the aquarium wall interface. The x coordinate of point A is set by the
user, and the x coordinates of the subsequent minimization steps are calculated by comput-
ing a linear segment of the air-water interface profile, with a y step size of 0.01 mm. This
generates the profile of the aquarium wall, to create an acylindrical lens aquarium.
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Chapter 4
Iterative Reconstruction in Optical CT:
Noise and artifact reduction in gel
dosimetry
This chapter is adapted from a manuscript published as “Technical Note: Evaluation of an
iterative reconstruction algorithm for optical CT radiation dosimetry” by Kurtis Hendrik
Dekker, Jerry J. Battista and Kevin J. Jordan, Medical Physics, 44, 6678-66891. Permission
to reproduce this article was granted by John Wiley and Sons, Inc., and is provided in
Appendix B.
4.1 Introduction
4.1.1 Optical CT dosimetry
Optical computed tomography (CT) scanning of radiochromic gel dosimeters is a method
for true 3D radiation dosimetry that can provide large-volume, fine-resolution measure-
ment using a single radiation exposure. Various optical CT scanner designs exist, rang-
ing from scanning-laser pencil beam systems [1–4] to CCD-based broad-beam systems
1 c© 2017 American Association of Physicists in Medicine. Reproduced with permission.
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[5–9]. Optical CT images are subject to similar artifacts as x-ray CT images, in terms
of scatter-related attenuation suppression, rings, and streaking between highly attenuating
structures. Additionally, optical CT is sensitive to the effects of refraction. As scatter pro-
duction and detection is reduced in optical CT, systems become more sensitive to the effects
of optical imperfections in dosimeters and dosimeter vessels [10], which deflect primary
image-forming rays away from their intended path. These imperfections create consider-
able streaking artifacts when reconstructing datasets using filtered backprojection, which is
currently the most common reconstruction algorithm used in gel dosimetry.
4.1.2 Effects of image noise and artifacts on dosimetric analysis
Measurement noise and uncorrected image artifacts have a detrimental effect on clinical
dosimetry. For example, noise perturbs the results of gamma analysis [11], a standard
clinical tool for comparing 2D or 3D dose distributions. Low and Dempsey [12] showed
that adding noise to an evaluated dose distribution results in fewer pixels failing the gamma
comparison to the reference distribution (Gamma values > 1.0 for given dose difference
and distance to agreement thresholds) in steep dose regions compared to a no-noise case, as
noise can result in locating points with spuriously agreeing dose values within the distance
threshold. This effect was also reported by Huang et al. [13], in comparisons between film
dosimetry and a treatment planning system. In an extreme example, they found that noise
resulted in a plan that passed the overall gamma analysis QA threshold (≥ 95% of pixels
passing) when it should have failed. These authors also found that plans which had a lower
initial pass rate (i.e. worse agreement between measured and computed dose) had a greater
artificial increase in pass rate upon introducing noise than those which had good original
agreement.
The reason that noise in the evaluated dose distribution can inflate the pass rate is that
at every point along the reference distribution, the entire evaluated distribution is used
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to compute the local value of Gamma. Therefore, there is an asymmetry in the Gamma
calculation; the result depends on the selection of reference and evaluated distributions.
In a region where the two distributions truly overlap, noise that pushes one pixel in the
evaluated distribution outside of the dose tolerance will not result in a local Gamma failure,
as the calculation will simply locate a neighbouring point, as long as the resolution of the
dose distributions is smaller than the chosen distance to agreement threshold. On the other
hand, in regions where the true distributions do not agree, noise that pushes one pixel of
the evaluated distribution into the dose tolerance will result in several nearby points in the
reference distribution locating it as a point satisfying the criteria, resulting in an artificial
increase in overall pass rate.
The effects of image artifacts on dosimetric analyses are more complicated. Image arti-
facts may mimic the effects of noise in some cases. For example, taking a profile across
streak artifacts in CT will result in a “noisy” line. However, artifacts, such as the streaking
shown in Figure 3.1, are spatially structured. The impact of these artifacts on tests such as
the Gamma evaluation are hard to predict; they may lead to artificial inflation or suppres-
sion of passing rates depending on the dose distribution and true dosimetric / positional
errors. Therefore, removing or reducing artifacts in imaging-based dosimeters, such as
radiochromic film or gels, is important.
Overall, reducing the magnitude of image noise and artifacts while preserving the underly-
ing shape of dosimetric data (i.e. preserving spatial resolution), will improve the validity
of dosimetric analyses such as the gamma evaluation. In the context of optical CT, this
improvement takes the form of reducing noise and artifacts in reconstructions. This can be
accomplished through improvements in experimental apparatus and technique; however, it
is virtually inevitable that there will be optical features associated with gel dosimeters and
vessels that will create artifacts in images, degrading the quality of dosimetric tests. There-
fore, in this study we examine the use of iterative CT reconstruction techniques to provide
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artifact and noise suppression.
4.1.3 Iterative CT reconstruction
In general, most optical CT dosimetry has been performed using images reconstructed us-
ing the filtered backprojection (FBP) technique[14].Iterative algorithms have been studied
for reconstruction in the case of incomplete projection data due to refraction [15–17]. Ad-
ditionally, noise reduction benefits have recently been demonstrated in phantoms [18] and
in polymer gel dosimeters [19]. However, one of the challenges associated with iterative
reconstruction algorithms is that they often contain one or more empirically determined
constants that control either the weighting of correction terms made at each iteration, or
the aggressiveness of the denoising performed. If these constants are set inappropriately,
either the noise/artifact reduction will be sub-optimal, or there will be unacceptable losses
in the spatial resolution of the reconstruction, causing blurring of edges. A suboptimal
setting of these user-defined parameters may also lead to systematic or local inaccuracy in
reconstructed attenuation coefficients.
The purpose of this study was to examine the utility of an iterative CT reconstruction al-
gorithm for gel dosimetry using radiochromic gel dosimeters. The reconstruction method
used was an ordered-subsets convex algorithm with total variation minimization regular-
ization (OSC-TV), which was described by Matenine et al. [20]. This algorithm was
chosen for its noise reduction and edge preserving capabilities as well as ease of imple-
mentation. Matenine et al. previously applied the algorithm to cone-beam optical CT
scanning [21], but used projection data obtained using the DeskCAT scanner (Modus Med-
ical Devices, Inc.). This is a dedicated educational system, which suffers from both stray
light effects [22, 23] and refractive index mismatch between phantoms and surrounding
media. Additionally, these authors did not examine the effects of varying the algorithm
parameters on the value of reconstructed attenuation coefficients in different-sized image
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structures. Therefore, further examination of the algorithm’s performance in gel dosimetry
is required. In our experiment, we used OSC-TV to reconstruct images of three different
objects scanned with an in-house scanning laser optical CT scanner: a large, uniform ab-
sorber (phantom A), a small absorbing finger phantom (phantom B), and a gel dosimeter
irradiated with 4 small-field photon beams (phantom C). We performed reconstructions
with a variety of total-variation regularization constants. Images were assessed in terms of
contrast vs. artifact and noise, attenuation coefficient accuracy, and edge sharpness. From
these experiments, we establish that OSC-TV greatly reduces image artifacts and noise,
and therefore should improve the validity of dosimetric analysis.
4.2 Methods
4.2.1 Optical CT scanner
A scanning-laser, planar scanner was used to acquire the datasets used in this note. The
system, described in Chapter 3 [24], performs full 3D parallel-beam CT imaging of large,
15 cm diameter by 14 cm height cylindrical dosimeters within 40-minute scan-times, while
exhibiting very low stray light acceptance and thus excellent accuracy.
4.2.2 Optical CT datasets
Three experimental datasets were used in this reconstruction algorithm study. All datasets
used the same 15 cm diameter, 14 cm height vessel. Each dataset contained both a “pre” and
“post” scan of 1024 projections spanning 360◦ rotation, acquired with nominal pixel size of
0.22 mm (horizontal) by 0.25 mm (vertical). Since the MTF10% resolution of the optical
CT scanner is roughly 0.33 mm, limited by the width of the scanning laser beam, datasets
were downsampled to 0.33 mm resolution prior to reconstruction. Additionally, the mean
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value in a region of interest outside the dosimeter vessel (in the water-filled aquarium) was
measured in all projections and normalized to a constant, in order to correct for variation in
the laser intensity. These scanning parameters represent a standard imaging protocol that
is used for optical CT dosimetry in our lab. An axial slice of each dataset, reconstructed
using filtered backprojection with the Hamming filter, is shown in Figure 4.1.
Figure 4.1: Axial slices of phantoms used in the study. Reconstructions shown are per-
formed with Hamming-filtered FBP. a) Phantom A: uniform 15 cm diameter liquid ab-
sorber (window/level = 0.3 / 0.0 cm−1). b) Phantom B: finger phantom (window/level =
2.0 / 0.0 cm−1). c) Phantom C: small radiation fields (window/level = 1.2 / 0.0 cm−1).
4.2.2.1 Phantom datasets
The first dataset (Phantom A) was a scan of a uniform absorbing liquid, made from carbon
black nanoparticles dispersed with a surfactant (Triton-X 100) in a 5% propylene glycol
solution. The second scanned object (Phantom B) was a small finger phantom (PFA heat
shrink tubing, 13.5 mm outer diameter, 12.5 mm inner diameter, Newark, SKU: 92N6000)
filled with an absorbing Nigrosin-water solution, scanned within an Intralipid-water so-
lution that was mixed to have a scatter attenuation coefficient similar to that of typical gel
dosimeters (µscatter ≈ 0.05 cm−1). This phantom presents a difficult optical CT imaging task,
measuring the absorption of a small object within a scattering background, and simulates
a small-field radiation dosimetry experiment. Details of the solution phantom experiments
are found in a separate publication [24]. Together, these phantoms represent the extreme
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imaging cases in optical CT, from the easiest problem of a uniform object to one of the
most challenging problems, a small absorber located within a scattering medium. Simi-
larly, they span the range of clinically relevant gel dosimetry problems, from a uniform
dose distribution to small field commissioning.
4.2.2.2 Gel dataset
The final dataset (Phantom C) was the result of a small-field radiation dosimetry ex-
periment. Small-field dosimetry via optical CT has previously been reported using
radiochromic and polymer gels, as well as radiochromic plastics (references [25–27] and
citations therein). In this experiment, we used a leuco crystal violet (LCV) gel dosimeter
[28] which uses sodium dodecyl sulfate (SDS) as a surfactant to prevent diffusion. The
details of this modified LCV dosimeter are reported elsewhere [29]. This gel dosimeter
was already quite dark prior to irradiation as it had been previously irradiated, melted, and
re-cast. The initial transmission along the central axis of the gel was approximately 1%
relative to water. Therefore, this gel serves as an excellent stress-test of the scanner and
reconstruction algorithm.
The gel was irradiated from the top (gel surface open to air, SSD = 90 cm) with 4 small
fields, defined by the jaws of a Varian 21X linear accelerator. Nominal field sizes at SAD
= 100 cm were 3.0 × 3.0, 2.0 × 2.0, 1.0 × 1.0, and 0.6 × 0.6 cm2. The dose at 10 cm depth
in each beam was approximately 20 Gy.
4.2.3 Image reconstruction
4.2.3.1 Filtered backprojection (FBP)
Standard filtered backprojection reconstruction was performed using both a ramp filter and
a Hamming filter, for comparison to the iterative algorithm. The Hamming filter results
115
in reduced noise, but also a loss of spatial resolution, compared to the ramp filter. Re-
constructed attenuation coefficients from the FBP algorithm were considered as “true”
(when averaging over regions of interest) for this study. We have previously demonstrated
agreement within about 1-2 % between FBP and independent measurements for the solu-
tion phantoms [24]. For the gel dosimeter, “true” values are less available, as small field
dosimetry is difficult to verify using point detectors. However, FBP is the current standard
reconstruction algorithm used for optical CT dosimetry measurements.
4.2.3.2 Ordered subsets convex algorithm with total variation minimization (OSC-
TV)
The ordered subsets convex iterative reconstruction algorithm, with total variation mini-
mization [20], was implemented. Both ordered subsets and TV-minimization have been
well described in literature [20, 30–36]. A thorough description of OSC-TV has been
documented [20], so in this section we briefly summarized the approach and re-state the
mathematical formulation. Our specific contribution is the exploration of the effects of the
regularization parameter on the quantitative accuracy of gel dosimetry.
The algorithm can be broken into two distinct steps at each iteration: the Ordered Subsets
Convex (OSC) reconstruction step, and the total variation (TV) minimization step.
First, the OSC step can be described by the equation:
µns+1 = µ
n
s + µ
n
s
∑
i∈is li j
[
ysi − Yi
]∑
i∈is li jt
s
i y
s
i
(4.1)
where µns represents the estimate of the image after processing the ‘sth’ subset of the ‘nth’
overall iteration, li j represents the path lengths for each of the i rays through each of the j
voxels in the image, ti =
∑
j li jµ j is the line integral along each ray, and yi = die−ti represents
the estimate of detected intensities for each ray. In optical CT, a pre- and post-irradiation
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scan are acquired, and it is the change in attenuation that is reconstructed. Therefore, in
this case, di represents the pre-scan projection data, and Yi the post-scan projection data.
The second component to the reconstruction is the regularization based on total variation
minimization (TV-minimization), which is performed by a gradient descent method:
µ
q+1
i, j,k = µ
q
i, j,k − cdA
vqi, j,k√∑
i, j,k
v2i, j,k
(4.2)
where q is the TV-minimization iteration index, c is a user-specified parameter, vi, j,k is the
local value of the TV gradient [37, 38], and dA is the norm of the difference between images
at subsequent steps of the algorithm:
dA =
√∑
i, j,k
(
µni, j,k − µn−1i, j,k
)2
(4.3)
The use of this quantity causes the image to be regularized proportionally to the magnitude
of changes made by the latest OSC step, which helps to prevent over-regularization in later
iterations of the overall algorithm. In our case, we used 20 iterations of the gradient descent
step at each iteration of the overall algorithm. The parameter investigated in this study was
the value of the empirical constant c, which affects the “aggressiveness” of the regulariza-
tion. If c is set too high, then edges of objects can be blurred out and fine structure can be
lost in the image. This can also suppress the central attenuation coefficient within a small
object. On the other hand, if c is set very low, then the reconstructed image will not achieve
the maximum noise reduction that was possible without sacrificing spatial integrity. The
purpose of our experiments was to study the effects of this parameter on reconstructions, to
achieve noise and artifact reduction without perturbing accuracy.
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4.2.4 Image reconstruction details
Datasets were reconstructed with filtered backprojection using both ramp and Hamming
filters, as well as OSC-TV with varying values for the regularization constant (c = 0.05,
0.25, 0.35, 0.5, 0.75, 0.85 1.0, 1.25, 1.5, 2.0). For all iterative reconstructions, 10 iterations
were used, with 64, 61, 57, 53, 49, 44, 39, 32, 24 and finally 4 subsets, respectively, fol-
lowing the subset number reduction suggested by Matenine et al. [20]. All reconstructions
were performed using 0.33 mm isotropic voxels, and no pre-processing of input data or
post-processing of output data was performed after the reconstruction. Image reconstruc-
tion was done using GPU-accelerated forward and back-projection operators written in the
CUDA programming environment and called externally from MATLAB as mex files. In
this case, a ray-driven forward projection was implemented using 3D texture memory to
store the reconstructed image estimate, in order to take advantage of texture-based 3D lin-
ear interpolation to approximate Siddon’s method [39]. Backprojection was implemented
in a voxel-driven fashion using 2D texture memory on the GPU to store projections and
perform bilinear interpolation [40]. It should be noted that this projector/backprojector
pair is unmatched, which has been shown to sometimes be beneficial in reconstructions in
terms of ring artifact reduction [40–42]. The gradient descent algorithm for total variation
minimization was also performed on the GPU using a CUDA mex file.
A PC equipped with 32GB of RAM, an Intel Core i7-2600 quad-core CPU (Intel Corpora-
tion, Santa Clara, CA, USA), and an NVIDIA GTX 780 video card (NVIDIA Corporation,
Santa Clara, CA, USA) with 3GB of video RAM was used for reconstruction. Both forward
and back-projection times for a 512 × 512 × 424 reconstruction, from 1024 projections of
size 512 × 424, were under 10 seconds, including data transfer to and from the GPU. The
time required for the total variation minimization was approximately 2 seconds for a 512 ×
512 × 424 volume. Overall, including data loading (from a hard drive) and filtering, FBP
reconstruction took approximately 1 minute. In this study, data transfers were not mini-
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mized for the iterative reconstruction; the entire reconstruction volume was transferred to
and from the GPU for every subset iteration of OSC-TV, which is not optimal. As a result,
OSC-TV reconstruction time was approximately 20 minutes for 10 iterations. While max-
imizing the speed of our reconstruction was not the goal of this study, in the future we will
improve speed by minimizing the number of GPU data transfers required.
4.2.4.1 OSC-TV iteration stopping conditions
Preliminary tests with OSC-TV for gel dosimetry images showed that reconstructed images
changed very little after 10 iterations. Therefore, in the first part of this study we set the
number of iterations to 10 and varied the value of the regularization constant c. As we de-
scribe in Section 4.3.3.3, we found that the mean attenuation value within very small struc-
tures diverges from the mean value reported by filtered backprojection at larger values of c,
indicating an over-aggressive denoising. Because the value of the regularization constant
impacts the convergence of the algorithm, we performed a second set of reconstructions
for our gel dosimetry dataset, where we allowed the algorithm to continue iterating until
either 1) the mean value measured within a region of interest defined within the smallest
field agreed (within 0.5%) with that measured in the ramp-filtered FBP reconstruction, or
2) 50 iterations had been performed. For these reconstructions, subset number reduction
was performed as before for the first 10 iterations, but any iterations beyond the 10th were
performed using only 1 subset. The purpose of this second set of reconstructions was to
determine whether the effect of improperly choosing the regularization constant could be
counteracted by increasing the number of iterations.
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4.2.5 Image analysis
4.2.5.1 Mean and standard deviation
The uniform absorbing phantom was analyzed simply by measuring the mean and standard
deviation of the attenuation coefficient within a 10 × 10 × 1 mm3 region of interest located
at the central axial plane, which provided initial insight into the noise-reduction properties
of the OSC-TV algorithm.
4.2.5.2 Contrast to artifact + noise ratio (CANR)
For the finger phantom (phantom B) and the small field gel dosimetry dataset (phantom
C), we computed the ratio of the image contrast to the combined influence of image ar-
tifacts and noise. This contrast to artifact + noise ratio (CANR) was computed for each
reconstruction by measuring attenuation coefficients (in ROIs) within the high attenuation
regions and in the surrounding background region. CANR was calculated using the follow-
ing definition, which incorporates noise in both the background and the object regions of
interest:
CANR =
∣∣∣µ¯ROI − µ¯background∣∣∣√
σ2ROI + σ
2
background
(4.4)
where µ¯ROI, σ2ROI are the mean and variance of the attenuation coefficient within the finger
phantom or small field, and µ¯background, σ2background are those in the background region.
4.2.5.3 Gradient Preservation
To be useful, the reconstruction algorithm must not result in a loss of spatial information
recorded in the gel. Regions of steep gradients in the image must not be “washed out”
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by the image regularization step of the reconstruction method. To evaluate this, we first
measured the profiles across the finger phantom (sharp gradient) in each reconstruction.
The points at which a profile crossed through 95% and 5% of its maximum value were
measured, and the distance between them was calculated (the “95-5% distance”). This
provides a quantification of the “sharpness” of the edge in the reconstruction. For the small
field dosimetry dataset, which has fields with shallower gradients, the 80-20% distances
were computed. Note that we are not performing a spatial resolution test here, as we do not
have a “knife” edge to generate an edge response function. Rather, we are performing this
analysis to demonstrate that the use of OSC-TV in place of FBP does not alter the shape of
gradients.
4.3 Results and Discussion
4.3.1 Uniform solution phantom (Phantom A)
Figure 4.2a shows central reconstruction slices of the uniform absorbing phantom obtained
by filtered backprojection with a Hamming filter (left) and OSC-TV with c = 0.5 (right).
A slice which was affected by streak artifacts due to a vessel wall imperfection was pur-
posely chosen to highlight the artifact-reduction capability of the iterative reconstruction
technique. Figure 4.2b shows line profiles through the same slice in all reconstructions,
demonstrating that the OSC-TV reconstructions are considerably smoother than those ob-
tained through FBP. The mean and standard deviation of the attenuation coefficient, mea-
sured within a 10 × 10 × 1 mm3 ROI located at the center of the vessel, are plotted in
Figure 4.2c. For OSC-TV with regularization constants of c ≥ 0.25, the standard deviation
is reduced by a factor of approximately 10 compared to FBP-Hamming, while the mean
value remained constant for all reconstructions. This result demonstrates the strength of the
iterative reconstruction algorithm, as it can almost entirely remove streaking artifacts asso-
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ciated with imperfections in the vessel walls (e.g. vessel seams, scratches), which results
in less “noisy” profiles and images. This is a key result for optical CT dosimetry, as it has
been a long-standing challenge to manufacture a dosimeter vessel that performs well both
optically (refractive index, imperfections) and dosimetrically (thin walls, water-like x-ray
attenuation, relatively impermeable to oxygen). Furthermore, the impact of vessel imper-
fections, in terms of streak artifacts, increases as stray light is removed from the system
[10].
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Figure 4.2: Results from the uniform absorbing solution phantom. a) reconstruction slices
(window = 0.25, level = 0.125 cm−1) from FBP with Hamming filter (left) and OSC-TV
with c = 0.5 (right), showing the reduction in streak artifacts associated with vessel imper-
fections. b) profiles across reconstruction slices, showing the reduction in noise. For visi-
bility, only a subset of profiles are plotted. Almost all OSC-TV profiles overlap throughout
the center of the profile. c) mean and standard deviation measured within a 10 × 10 × 1
mm3 region of interest in each reconstruction.
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4.3.2 Finger Phantom (Phantom B)
4.3.2.1 Contrast to artifact + noise ratio
For this phantom, contrast to artifact + noise ratios were computed using a 5 × 5 × 1 mm3
region of interest within the finger, and a 10 × 10 × 1 mm3 region in the background region.
CANR values are shown in the graph in Figure 4.3. The mean value varies by less than 0.5
% between FBP and OSC-TV reconstructions with c < 2.0, while the standard deviation is
fairly constant for 0.25 ≤ c ≤ 1.0. The OSC-TV algorithm achieves approximately 3-4×
higher CANR than FBP for these regularization constants.
Figure 4.3: Contrast to artifact + noise ratios for reconstructions of the finger phantom
(Phantom B).
4.3.2.2 Gradient sharpness
Figure 4.4a shows single profiles through the reconstructions of Phantom B. The same
profiles are plotted as differences from the c = 0.5 reconstruction in Figure 4.4b, to highlight
any differences between profiles. In most dosimetry applications, taking the average of
multiple profiles would still provide sufficient spatial resolution. However, plotting single
profiles accentuates the noise reduction achieved by the iterative reconstruction algorithm,
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especially for the gel dosimetry dataset.
Qualitatively, OSC-TV provides a sharper edge than FBP with either ramp or Hamming
filter for all regularization constants c < 2.0. The gradient sharpness was quantified by
measuring the 95-5 distance (figure not shown). On average, OSC-TV with c < 2.0 resulted
in a 25-33% reduction in 95-5 distance compared to the Hamming filtered FBP. Within the
range of 0.25 < c < 1.75, the 95-5 distance measured on interpolated edge profiles varied by
less than 0.1 mm, which is smaller than the voxel size of the reconstruction and therefore
acceptable.
Figure 4.4: Central profiles across the finger phantom (phantom B) reconstructions. For
visibility, only a subset of reconstructions are plotted. OSC-TV reconstructions with c <
2.0 show almost perfect overlap. b) profiles plotted as % differences from the c = 0.5
OSC-TV reconstruction.
The results from Phantom B show that a 3× increase in contrast to noise ratio can be
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achieved without a loss of sharpness in the gradient, using OSC-TV reconstruction with a
regularization constant between 0.25 and 1.75. This result is encouraging, as the gradient in
the phantom itself should be sharper than any encountered in external photon-beam therapy.
4.3.3 Gel dosimeter with small fields (Phantom C)
4.3.3.1 Contrast to artifact + noise ratio
Figure 4.5 summarizes the CANR values measured for each small field. The mean atten-
uation coefficients inside the field ROI in these slices was approximately 0.4 cm−1. The
background region of interest used was 10 × 10 × 1 mm3, located away from the radiation
fields, while the ROIs used to measure the signal within the field centers were 7.26 × 7.26
× 1 mm3, 4.95 × 4.95 × 1 mm3, 2.31 × 2.31 × 1 mm3 and 1 × 1 × 1 mm3 for the 3.0 × 3.0
, 2.0 × 2.0, 1.0 × 1.0 and 0.6 × 0.6 cm fields, respectively.
Figure 4.5: Contrast to artifact + noise ratios for the small-field gel dosimetry reconstruc-
tions.
The plots in Figure 4.5 show that the OSC-TV algorithm can provide CANR values 4-5×
greater than those obtained with FBP. Regularization constant values of 0.35 ≤ c ≤ 0.85 re-
sult in similar CANR values, approximately 4× higher than those obtained with Hamming-
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filtered FBP. Examining the component terms of Equation 4.4 revealed that the standard
deviation in the background region was most responsible for this apparent maximum in the
CANR results. The background standard deviation appears to pass through a minimum
value as a function of regularization constant. This analysis was performed in a slice corre-
sponding to a depth approximately 1.5 cm below the gel surface (roughly dmax for the 6MV
beam). Therefore, per Equation 4.4 the CANR measured here should be near its maximum.
By calculating the value as a function of depth (figure not shown), it was confirmed that
the measured CANR varies linearly with the mean central value in the field.
4.3.3.2 Gradient sharpness
Figure 4.6a shows single line profiles across each field size in the different reconstructions.
To highlight discrepancies between profiles, differences from the c = 0.5 reconstruction
are plotted in Figure 4.6b. Again, the OSC-TV reconstructions appear smoother than those
formed via FBP. Qualitatively, the gradients appear quite similar in all reconstructions;
there does not appear to be a loss of sharpness or spatial information due to regularization.
This is quantified by 80-20 distance measurements for each field size (figure not shown).
For c ≤ 0.5, the difference in 80-20 distance between OSC-TV and FBP-ramp, measured
from the interpolated profile shape, was less than 0.1 mm, which is smaller than the voxel
size of the reconstruction.
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Figure 4.6: a) single line profiles through the 4 field sizes in each reconstruction. For
visibility, only a subset of profiles are plotted. b) profiles plotted as % differences from the
c = 0.5 reconstruction.
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4.3.3.3 Field central attenuation coefficient value
Figure 4.7 shows the mean central value within each field (normalized to that measured in
the FBP-ramp reconstruction for ease of comparison). The mean value remains unchanged
for all regularization constants for the 3.0 × 3.0 and 2.0 × 2.0 cm2 fields, however the 1.0 ×
1.0 and 0.6 × 0.6 cm2 fields exhibit a gradual decrease in mean value as the regularization
aggressiveness is increased. The effect is size-dependent, as its magnitude is larger for the
smaller field. We also found that allowing many more iterations of the reconstruction algo-
rithm (up to 50) could not correct for this effect; reconstructions appeared to reach a point
of convergence where subsequent iterations imparted negligible changes to the image. This
result indicates that the OSC-TV reconstruction should be used carefully if a dose distri-
bution containing features smaller than the 2.0 × 2.0 cm2 field size (in a 15 cm diameter
dosimeter), such as a small-field commissioning measurement, is to be imaged.
Figure 4.7: Relative mean central attenuation coefficient values for small-field reconstruc-
tions (normalized to the FBP-ramp reconstruction).
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4.3.4 Investigation of mean central value drop-off
To investigate the cause of the decrease in mean central value as a function of increasing
regularization constant in the smallest field (0.6 × 0.6 cm2), reconstruction experiments
were performed using a digital phantom. The phantom was a volume of 512 × 512 × 424
voxels, and contained a single simulated small field. The field had a full-width at half
maximum (FWHM) of 18 pixels, and was either a box function or a Gaussian function in
profile with a maximum attenuation coefficient of 0.0132 pixel−1 (equivalent to 0.4 cm−1
at a pixel size of 0.33 mm). 1024 projections were simulated, and zero-mean Gaussian
noise with standard deviations of 0% (noise free) to 5% of the maximum intensity value
was added to projection data. FBP and OSC-TV reconstructions were performed using
the same parameters used to reconstruct the experimental data. The reconstructions were
performed with both the box-shaped and the Gaussian small field, to determine whether
the shape and size, or the size alone, was the driving factor for the mean value drop-off
observed in the gel dosimetry dataset (Figure 4.7). Following this, 3 other square fields
with widths of 93, 62, and 31 pixels were added, replicating the pattern used in the actual
gel dosimetry experiment (Figure 4.1c), and the simulations were repeated, to test whether
the presence of other structures in the image influenced the effect.
From the simulations, it was found that measurement noise in projection data determined
the magnitude of the central value suppression in the small field reconstructions. Figure 4.8
shows the mean value within the smallest field of the digital phantom experiment, recon-
structed with and without 1% Gaussian noise added to projection data, normalized against
the FBP-ramp reconstruction. When reconstructing from projections with no added noise,
the mean value in the smallest field dropped by 1.5% relative to the filtered backprojec-
tion reconstruction when using OSC-TV with a regularization constant value of c = 2.0.
When zero-mean Gaussian noise with σ = 1% of max intensity was added, however, the
value dropped by 6.5% for the same reconstruction parameters, which is similar to what
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we observed in our gel dosimetry dataset. This is consistent with the TV-minimization step
defined in Equation 4.2, as a noisier projection dataset will result in noisier reconstructions
with a higher total variation norm, leading to an increased regularization aggressiveness
in each iteration. Therefore, it is important to track the mean value in a small structure to
make sure it is accurately reconstructed, especially when measurement noise is high.
Figure 4.8: Relative mean central attenuation coefficient for a 0.6 × 0.6 cm square field in
the digital phantom simulation, with and without 1% Gaussian noise added to projection
data.
4.4 Discussion and Conclusion
Based on the results of our reconstruction study, we conclude that OSC-TV is a suitable
reconstruction algorithm for gel dosimetry via optical CT imaging. Our phantom experi-
ments showed that the ratio of image contrast over image artifacts and noise (CANR) can
be improved by a factor of 3-5×, while preserving the shape of steep gradients. The OSC-
TV algorithm also suppresses the effects of vessel wall imperfections such as seams and
scratches, which generate considerable streaking artifacts in FBP reconstruction.
In the solution phantom experiments (phantoms A and B), the reconstruction CANR and
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edge sharpness was not very sensitive to the choice of the regularization constant c in
Equation 4.2; so long as the value chosen was less than c = 2.0, an increase in CANR of
approximately 3× could be achieved without losing spatial information.
In the small-field gel dosimetry dataset, the central value in the 1.0 × 1.0 and 0.6 × 0.6 cm
fields were sensitive to the choice of the regularization constant, showing an overall decline
as c was increased. This effect was not resolved by increasing the number of iterations of
the overall OSC-TV algorithm. Additionally, note that the issue is not the absolute size
of the object, but the relative size of the object compared to the field of view and voxel
size. Simulation experiments showed that the noise level in projections causes this effect.
After 10 iterations of OSC-TV, for c ≤ 0.35, the mean value in all fields agreed within
0.6% with the mean value in the FBP reconstructions, and at c = 0.25 a CANR at least 3×
higher than Hamming-filtered FBP was obtained for all 4 field sizes. This specific choice
of regularization constant applies to reconstructions performed with isotropic 0.33 mm
voxels, on reconstructions with a field of view of 16.5 cm horizontal and 14 cm vertical. If
the scanner’s resolution and/or field of view are changed, this analysis should be performed
again.
Most VMAT or IMRT plans delivered to a gel will produce shallower gradients and larger
high dose regions than the small-field irradiations performed here. Therefore, we believe
that a value of c = 0.25 will be acceptable for most gel dosimetry experiments performed
with this scanner. Notable exceptions are small-field commissioning and stereotactic radio-
surgery deliveries, which may require more careful attention. Our approach for a typical
3D dosimetry experiment will be to estimate, erring on the “sharp” side, the steepest dose
gradient and/or smallest object, and choose a c-value that should not degrade these features
for our scanning parameters. This can be confirmed by also reconstructing using FBP and
comparing the two images.
In conclusion, we have shown that OSC-TV is a suitable algorithm for large volume 3D
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dosimetry, even when small fields are present in the distribution, if care is taken in select-
ing an appropriate regularization constant. While we have used a radiochromic LCV gel
in this study, the results are also applicable to other optical CT dosimeters such as poly-
mer gels and PRESAGE R©, which exhibit similar artifacts. Based on our study we do not
propose OSC-TV exclusively over other regularized algorithms, but we do emphasize that
dosimetric comparisons (e.g. 3D gamma analysis) should be performed using iteratively
reconstructed gel dosimeter data. These dose comparison assays will be more trustworthy
if performed on images with reduced artifacts and noise.
4.5 Appendix: Calculation of Total Variation Gradient
The regularization process used in the reconstruction algorithm requires the calculation of
the “total variation gradient”, vi, j,k in Equation 4.2. This refers to the change in the total
variation (a scalar) as a function of changes in the individual voxel values of the image.
That is, if TV( f ) represents the total variation of image f , then the total variation gradient
is ∂
[
TV( f )
]
/∂ f . For a 3D image:
TV( f ) =
∑
i, j,k
√(
fi, j,k − fi−1, j,k
)2
+
(
fi, j,k − fi, j−1,k
)2
+
(
fi, j,k − fi, j,k−1
)2
, (4.5)
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and the local value of the TV gradient at the voxel indexed by i, j, k is approximated as
follows:
∂TV( f )
∂ f
∣∣∣∣∣
i, j,k
=
3 fi, j,k − fi−1, j,k − fi, j−1,k − fi, j,k−1√(
fi, j,k − fi−1, j,k
)2
+
(
fi, j,k − fi, j−1,k
)2
+
(
fi, j,k − fi, j,k−1
)2
+ 
− fi+1, j,k − fi, j,k√(
fi+1, j,k − fi, j,k
)2
+
(
fi+1, j,k − fi+1, j−1,k
)2
+
(
fi+1, j,k − fi+1, j,k−1
)2
+ 
− fi, j+1,k − fi, j,k√(
fi, j+1,k − fi−1, j+1,k
)2
+
(
fi, j+1,k − fi, j,k
)2
+
(
fi, j+1,k − fi, j+1,k−1
)2
+ 
− fi, j,k+1 − fi, j,k√(
fi, j,k+1 − fi−1, j,k+1
)2
+
(
fi, j,k+1 − fi, j−1,k+1
)2
+
(
fi, j,k+1 − fi, j,k
)2
+ 
(4.6)
where  is a small constant used to avoid a zero denominator. This formulation of the TV
gradient is a 3D extension of the 2D example presented by Zhang et al [38] and Sidky et al
[37], among others.
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Chapter 5
Iterative Reconstruction in Optical CT:
Mismatched refractive index scanning
This chapter is adapted from a manuscript published as “Optical CT imaging of solid ra-
diochromic dosimeters in mismatched refractive index solutions using a scanning laser and
large area detector” by Kurtis Hendrik Dekker, Jerry J. Battista and Kevin J. Jordan, Medi-
cal Physics, 43, 4585 (2016)1. This article is available for reproduction under the Creative
Commons Attribution License (CC-BY), as stated in Appendix B.
5.1 Introduction
5.1.1 Optical computed tomography (CT) for three-dimensional (3D)
radiation dosimetry
Optical computed tomography (CT) scanning has evolved as a readout technique for three-
dimensional (3D) radiation dosimetry. Optical CT dosimeters [1], consisting of either poly-
mer gels [2] or radiochromic gels and plastics [3], undergo a local change in optical atten-
1 c© Kurtis H. Dekker, Jerry J. Battista, and Kevin J. Jordan. Published by American Association of
Physicists in Medicine and John Wiley & Sons, Ltd. Available under the Creative Commons Attribution
Licence (http://creativecommons.org/licenses/by/4.0/)
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uation coefficient (µ) as a function of absorbed radiation dose. The 3D dose map is then
read out using a calibrated optical CT scanner. Scanner designs range from first-generation
pencil beam scanners [4, 5], to fan beam [6] and cone beam [7, 8] or broad parallel beam
[9–11] geometries which have decreased the scan times from hours to approximately 10
minutes for a full 3D sampling of the dosimeter.
5.1.2 PRESAGE R© solid dosimeters
The PRESAGE R© solid dosimeter is a polyurethane plastic containing a radiochromic leuco-
dye [12, 13]. The radiological and dosimetric properties of the material have been previ-
ously reported [13–15]. Verification of radiotherapy dose distributions using PRESAGE R©
has been reported with various types of optical CT scanner designs [10, 15–20]. This
dosimeter is a solid and thus requires no containment vessel and it can be machined, cut
and drilled. Unlike hydrogel dosimeters, which are fragile and melt at approximately
303K, PRESAGE R© has a much higher melting point and is very durable. Therefore it
can be shipped and is available as a commercial product. These features make it potentially
very attractive for optical CT dosimetry in a clinical physics setting. A disadvantage of
this dosimeter, however, is its high refractive index (n ≈ 1.5) compared to that of water
(n = 1.33) and hydrogels (n ≈ 1.34). Refractive index matching has historically been
implemented to preserve the straight-line ray paths assumed in standard CT reconstruc-
tion algorithms. Solid plastic dosimeters necessitate the use of viscous oil-based liquids
in the optical CT aquarium that contains the sample to be scanned. Mixing and filtering
these liquids is a very slow process, which adds substantial time to the initial setup of a
PRESAGE R© dosimetry experiment. It is also difficult to remove air bubbles and particulate
impurities. Rotating the dosimeter within the optical CT aquarium can create local refrac-
tive index variations, called Schlieren bands as seen in the optical projection image shown
in Figure 5.1. The dynamic nature of the Schlieren bands results in projection data with a
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noisy appearance, and avoiding them limits the speed of dosimeter rotation and overall scan
time. Alternatively, averaging multiple images per projection while keeping fluid moving
with a pump has been used with CCD systems [19], but this would prohibitively increase
scan time for non-camera scanners. Lastly, oil-based liquids make cleaning the optical
CT aquarium very inconvenient, and can cause degradation of some plastics used in the
aquarium walls. For these reasons, work is being done to minimize the volume of viscous
liquid needed for optical CT scanning through the use of “solid-tank” optical CT aquarium
designs [21, 22]. However, such designs still require a small amount of high-viscosity fluid
to fill the gap between the tank and the dosimeter, so rotation-induced Schlieren patterns
are not eliminated, and cleaning the tank remains inconvenient. In summary, it would be
advantageous if the PRESAGE R© dosimeter could be scanned in an aqueous solution with a
lower viscosity. This introduces a refractive index mismatch between the aquarium liquid
and the dosimeter, resulting in bent ray paths that need to be considered during CT image
reconstruction.
Figure 5.1: Optical CT projection acquired with a scanning laser cone-beam CT with a
viscous refractive index matching liquid in the aquarium. This image is the ratio of the
post-irradiation projection over the pre-irradiation projection (i.e. post-scan / pre-scan). In
the aquarium liquid, Schlieren bands are clearly visible, resulting in unacceptable variable
signal levels (+/- 10%) through the reference liquid. These patterns change with time and
therefore are different in each projection.
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5.1.3 Intentionally mismatched refractive index
If the optical CT aquarium contains a liquid with a lower refractive index than the dosime-
ter, the dosimeter will act as a converging lens, as shown in Figure 5.2. Light rays will
not travel along straight line paths from the source to the detector, violating the assumption
used in x-ray and standard geometry optical CT reconstruction. In addition, there is a criti-
cal radius beyond which the dosimeter is not adequately sampled in every projection. This
absence of peripheral data depends on the refractive index mismatch in the system as well
as the diameter of the dosimeter [9]. Simulation studies [23, 24] have demonstrated that,
using iterative CT reconstruction techniques, accurate images should be obtainable within
this fully-sampled radius, if the actual paths of light rays through the dosimeter are known.
The scanning-laser CT system presented by Krstajic and Doran [16], for example, has been
tested for ‘in-air’ readout of PRESAGE R© [25]. However the small area detector results in
substantial loss of projection information. Additionally, in previous studies, the paths of
light rays through the interior of the dosimeter have been calculated based on theoretical
angles of refraction, without an experimental method to measure these paths during a scan.
This is problematic because there may be variations in refractive index from dosimeter to
dosimeter, or between different batches of the surrounding reference liquid.
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Figure 5.2: Ray-tracing simulation of refracted fan-beam light rays through an 11 cm diam-
eter PRESAGE R© solid dosimeter (n = 1.5) placed within a purposely mismatched refractive
index media (n = 1.41). The plastic dosimeter acts as a converging lens.
5.1.4 Study outline
We describe an experimental method to enable optical CT imaging of solid cylindrical
dosimeters placed in mismatched refractive index media. A fiducial-based technique is
outlined that allows direct measurement of the paths of light rays travelling through the
dosimeter. This knowledge is used to inform an iterative CT reconstruction algorithm.
A proof of principle experiment using a liquid phantom is presented to demonstrate the
functionality of the technique. Experiments using irradiated PRESAGE R© dosimeters are
then described to demonstrate application of the technique.
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5.2 Methods
5.2.1 Scanning laser optical CT system
The scanning laser system used in the study is shown schematically in Figure 5.3. It was
originally designed by Jordan et al. for large-volume 3D dosimetry and normally oper-
ates in cone-beam geometry [26] (Note: this is not the same scanner presented in Chapter
3). A helium neon laser emits a beam which is passed through a bandpass filter (10 nm
bandwidth) to block plasma discharge from the laser. The beam is attenuated to approxi-
mately 10 µW, and directed to a pair of XY galvanometer scanning mirrors (Part Number:
GVS002, Thorlabs Inc.). These mirrors raster scan the beam in a cone-beam trajectory
through the aquarium and dosimeter. The transmitted beam then strikes a large “catch-all”
planar diffuser that scatters light into a forward cone. A fraction of this scattered light is
then detected by a photomultiplier tube (PMT) held at a bias voltage of approximately 400
V DC. The PMT signal is processed through appropriate pre-amplifier and low-pass filter
circuits, and is sampled at 250 kHz by a 16-bit data acquisition system (PCI-6529, National
Instruments Corporation, USA). A single scan line consists of 3750 samples acquired as
the laser beam is swept across the object, with a single angular sweep (approximately 14
degree arc for a 15 cm field of view) taking approximately 15 milliseconds. The scan line is
down-sampled and cropped to obtain projections containing 512 equiangular spaced sam-
ples. The diffuser is large and insensitive to the angle of incidence (unlike a camera lens), so
it is possible to capture almost any ray transmitted through the system, even one deflected
substantially by the refractive index mismatch. This is different from a camera-based sys-
tem, where mismatched refractive indices would cause a complete loss of information in
large regions of projection images due to ray rejection by the imaging lens and aperture
[27]. The measured intensity is dependent upon the position of the beam on the diffuser,
but this is taken into account by calculating transmission as the ratio of post-irradiation
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to pre-irradiation measurements. This system has a single ray – single detector property;
recorded light intensities can be assigned along unique ray paths. This cannot be done us-
ing a scanner with a broad-beam light source and multi-channel detector, such as a CCD
camera, as measurements taken near the central axis would be polluted by rays that were
refracted inwards from the periphery (Figure 5.2).
Figure 5.3: Scanning laser CT schematic, top view. A helium neon laser beam is filtered
and raster-scanned in cone-beam geometry across the aquarium and dosimeter. The primary
ray strikes a planar diffuser screen, which causes forward scattering of light. A fraction of
this light is detected by a photomultiplier tube (PMT), and this intensity is assigned to the
ray’s path determined by a fiducial marker placed on the side of the dosimeter.
For this work, the scanner from the previously-reported setup [26] was modified in the
following ways. First, the original design had a secondary diffuser screen closely posi-
tioned to the PMT, in order to “flatten” the measured intensity profile in cone-beam CT
projections. For this experiment, this flattening diffuser was removed. Second, the primary
diffuser was moved closer to the rotation axis of the scanner, in order to capture refracted
rays that would otherwise miss the diffuser due to refraction through the dosimeter. Finally,
in this study we focused only on the central plane of the scanner’s imaging cone (fan beam
geometry). We will discuss the extension to full 3D imaging in Section 5.3.4.
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5.2.1.1 Scanning wavelengths
Due to equipment access, a 594 nm laser (Model 1677P, JDS Uniphase Corporation, USA)
was used for some of the experiments in this paper, while a 633 nm Helium-Neon laser
(Model HRP-050, Thorlabs Inc.) was used for others. The peak absorption of PRESAGE R©
is near 635 nm, but 594 nm is near 50% of peak absorption [13]. In this study, we are not
attempting to characterize the sensitivity of PRESAGE R©, so the wavelength switch is not
an issue. Using multiple wavelengths (and therefore slightly different refractive indices)
actually demonstrates a strength of our method: exact knowledge of refractive indices is
not required. Table 5.1 indicates the wavelength used for each experiment in the study.
Experiment Sections of Chapter Laser Wavelength
Uniform solution phantom 5.2.5., 5.3.1. 594 nm
Uniform Irradiations 5.2.6.2, 5.3.2.1. 594 nm
Step-dose pattern 5.2.6.3., 5.3.2.2. 633 nm
Additional uniformity tests 5.5.1 633 nm
Table 5.1: Summary of laser wavelengths used for experiments in the study.
5.2.2 Ray path measurement
5.2.2.1 Mathematical description
Let the rotation axis of the optical CT scanner be the origin of a 2D Cartesian coordinate
system, with the positive x-axis pointing along the optic axis from the light source to the
detector. We restrict our attention to the central CT slice, scanned in fan-beam geometry.
Let θ represent the rotation angle of the sample being scanned in the system, measured
from the positive x-axis. Then, the coordinates < x, y > of a fiducial marker affixed to the
wall of a rotating cylindrical sample with radius r can be described by:
< x, y >=< r cos(θ), r sin(θ) > (5.1)
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For a 360◦ fan-beam scan, the fiducial marker will occlude a given primary ray twice: at
both its entrance to and exit from the cylinder (Figure 5.4a, 5.4b). The sample rotation
angles θentry and θexit corresponding to these points can be determined from the sinogram
trajectory of the fiducial (Figure 5.4c). Then, Equation 5.1 can be used to determine the cor-
responding Cartesian entrance and exit points < xentry, yentry > and < xexit, yexit >, thus yield-
ing the actual 2D ray trajectory through the dosimeter, assuming that the dosimeter has a
uniform refractive index. This method can be compared to geometry calibration techniques
used in X-ray CT [28, 29], where cylindrical phantoms with fiducials are used to deter-
mine fundamental geometry parameters for cone-beam scanners, based on the assumption
of straight-line rays from source to detector. Here the problem is inverted: knowledge of
the system geometry is used to measure deviations from the original straight line fan-beam
ray trajectories.
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Figure 5.4: Schematic of fiducial-based ray path measurement technique. A primary ray
is occluded by a fiducial marker at its entry (a) and exit (b) from the dosimeter at two
different rotation angles. (c) The fiducial’s sinogram trajectory, with the rotation angles
corresponding to (a) and (b). By finding the intersection point between vertical “ray index
lines” and the fiducial spot trajectory, the angles θentry and θexit, and thus the actual ray paths
through the dosimeter, can be calculated.
5.2.2.2 Implementation in optical CT iterative reconstruction process
In this study, the ray path measurement was implemented by attaching an opaque fiducial
(black vinyl tape) about 0.5 mm wide to the wall of the samples after the pre- and post-
irradiation scans had been acquired, so as not to occlude the data of interest. An extra
“fiducial scan” was therefore required and performed. The fiducial scan was processed
using a MATLAB program to determine the path of each ray through the dosimeter. The
central location of the fiducial was selected on each projection by finding a local minimum
signal (since the fiducial is opaque) using the built-in findpeaks function in MATLAB.
These ray paths are used to sort CT data into parallel-beam geometry. The technique of
re-binning to correct for refraction effects is a known technique previously applied in gel
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dosimetry[30] as well as biological imaging [31, 32]. Unlike these previous studies, here
we are not assuming knowledge of the refractive indices. We only assume that the sample
has a uniform refractive index and that the rotation angle and diameter of the cylinder are
known.
5.2.3 Aquarium liquid selection
The optimal liquid for PRESAGE R© scanning is one that is as close in refractive index as
possible to the dosimeter (n ≈ 1.5), while still maintaining a “low viscosity” condition that
does not produce Schlieren effects shown in Figure 5.1 during rotation of the dosimeter.
Additionally, water-soluble materials such as glycerol and propylene glycol were chosen
as they are much easier to clean than oils and because our aquarium walls are not made with
oil-compatible material. Mixtures of water (n = 1.33) and glycerol (n = 1.47) in various
proportions were suitable.
To assess the viscosity of a given mixture, it was poured into the aquarium of a cone-beam
optical CT scanner (modified Vista10, Modus Medical Devices Ltd., London, Ontario,
Canada), and a 95 mm diameter vessel was inserted and rotated using a stepper motor. The
video feed from the Vista scanner’s CCD camera was examined to observe rotation-induced
Schlieren patterns. Experimentally, it was found that mixtures of up to 60% glycerol in
water (by weight) did not produce Schlieren bands when rotating the vessel at normal scan
speeds. This mixture corresponds to a refractive index of about 1.41 [33], 6% lower than the
nominal refractive index of PRESAGE R© at 1.5. Using an in-house MATLAB ray-tracing
simulation, it was calculated that 92% of an 11 cm diameter PRESAGE R© dosimeter’s radius
could theoretically be fully sampled using the laser scanner with this liquid. This field of
view makes good use of the available dosimeter volume, and is similar to that typically used
in PRESAGE R© dosimetry currently, since the periphery of the dosimeter is often ignored
due to “edge artifacts”. For example, Thomas et al. [19] excluded the outer 7 mm of the
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dosimeter from dosimetric analysis.
5.2.4 CT scanning and reconstruction
Scans were performed using 1024 equally-spaced projections spanning 360◦ of rotation.
After down-sampling, each projection contained 512 rays. With the current, prototype
system, a single plane 1024 projection scan takes approximately 15 minutes; however we
are currently constructing a new fan-beam system that will be capable of acquiring a 1024
projection scan of a 20 cm x 20 cm x 15 cm (height) volume in approximately 40 minutes.
Three scans were performed for each sample, a “pre-scan”, “post-scan” and the “fiducial”
scan. Transmission values are calculated from the ratio of the post-scan to the pre-scan,
in order to generate the sinogram data. Fiducial-measured ray paths were used to form a
parallel-beam sinogram containing 512 projections equally spaced around 180◦ of rotation.
To account for variations in laser light intensity, a normalization process similar to that
used for CCD-based scanners [34] was implemented. Each projection was scaled such that
the mean signal in a region containing rays that passed through only the aquarium liquid
remained constant.
CT reconstruction was performed using the ASTRA Toolbox [35, 36], an open-source set
of GPU-accelerated reconstruction algorithms. A basic SIRT algorithm [37] was used. Re-
gions of the parallel-beam sinogram corresponding to the incompletely sampled portion of
the dosimeter (at the periphery) were excluded from the data used to reconstruct images.
Unless otherwise stated, images were reconstructed on a 512 × 512 grid with a 0.32 mm
pixel size, using 100 iterations of the SIRT algorithm with no initial estimate image spec-
ified. No post-reconstruction averaging or smoothing was performed. On a PC equipped
with an Intel(R) CoreTM i7-2600 processor (Intel Corporation, Santa Clara, California,
USA) and an NVIDIA GeForce GTX 780 video card (NVIDIA Corporation, Santa Clara,
California, USA) the reconstruction time was approximately 0.5 seconds for a single 512
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× 512 axial slice.
5.2.5 Validation of technique with a uniform solution phantom
Snell refraction depends only on the ratio of refractive indices. Therefore, it was possible
to design a liquid phantom experiment to simulate the same refractive mismatch as would
occur when scanning PRESAGE R© within a 60% glycerol bath (ratio = 1.06). The purpose
of this experiment was to test the refractive index mismatched scanning technique without
confounding effects of possible dosimeter non-uniformities and imperfections. A perfluo-
roalkoxy alkane (PFA) extruded cylinder (Holscott Fluoroplastics Ltd., Lincolnshire, UK)
with an inner diameter of 95 mm and wall thickness of 0.5 mm was used. A refractive index
matching liquid for this cylinder was made using 9% (by weight) propylene glycol in wa-
ter, which had a refractive index of approximately 1.34 [38]. It was determined that a 65%
(by weight) glycerol/water solution would reproduce the refractive index ratio above. By
using the 9% propylene glycol in the aquarium, refraction from the PFA vessel was elimi-
nated, reducing this to a two-refractive index problem. Therefore, using the 65% glycerol
solution inside the vessel simulates PRESAGE R© scanning, having a high refractive index
sample surrounded by a single lower index media.
For this phantom, a pre-scan was acquired, and then the phantom solution was dyed with
drops of Nigrosin stain (Fisher Scientific, USA) before acquiring a post-scan. Finally, a
fiducial made of black vinyl tape was attached to the wall to acquire the ray path scan. After
reconstruction, the inner diameter of the phantom was used with the central transmission
value to determine the “true” Beer-Lambert law attenuation value (µBeer−Lambert). This value
was compared to the reconstructed attenuation value (µCT ) measured in a 1 cm diameter
region of interest (ROI) centered 1 cm away from the rotation axis to avoid central axis
artifacts sometimes present in reconstructed optical CT images.
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5.2.6 PRESAGE R© experiments
After the proof-of-principle solution experiment, our method was tested on PRESAGE R©
samples (Manufacturing batch #91, Heuris Inc., Skillman, NJ, USA). The dosimeters used
had a diameter of 11 cm and a height of 10 cm. Optical CT scans and irradiations were
performed at a temperature of 293K. Two different irradiation patterns were decided upon:
a uniform (in axial plane) dose delivery, and a 2-level “step pattern” delivery. These models
provide dose content in the incompletely sampled peripheral region of the cylinder, as well
as a steep dose gradient.
5.2.6.1 Irradiation setup
PRESAGE R© dosimeters were irradiated from the bottom on a decommissioned clinical
Cobalt-60 irradiator (Theratron 60, Atomic Energy of Canada Limited, Chalk River,
Canada). The source to surface distance (SSD) was set to 60 cm, and dosimeters were
irradiated within a water tank in order to provide full scattering conditions. To achieve
the two-level step dose (Section 5.2.6.3), a 4 cm thick lead block was placed just below
the water tank to block roughly half of the irradiation field. The scanned plane in these
experiments corresponded to a height approximately 5 cm above the bottom of the water
tank. At this distance, ion chamber measurement at a radius of 6 cm (just beyond the
radius of the dosimeter) was 98% of that at field center. Therefore, the dose delivered to an
axial plane of the dosimeter should be uniform within 2% if no additional collimation or
attenuation is added.
5.2.6.2 PRESAGE R© experiment 1 - uniform dose
One dosimeter (manufactured April 2015) was irradiated to nominal doses of 1.8, 3.6,
5.4, 7.2, 9.0, 10.8, and 12.6 Gy (within the axial plane at 5 cm depth) over the course of
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approximately 14 hours. Post-scans were acquired 20 minutes after each delivery, and re-
constructions were performed with 0.32 mm x 0.32 mm pixels. In order to verify that the
attenuation of the sample was not changing during the post-scan, the central axis transmis-
sion was examined as a function of projection number and found to remain constant. This
is a valid test for a uniform or radially-symmetric attenuator. When all post-scans were
complete, the fiducial marker was attached to perform the extra ray path scan. Attenuation
coefficients (µCT ) were measured by taking the average over 2 × 2 mm2 regions of interest
spaced every 4 mm within the fully-sampled region. These were compared against central
axis calculations of the attenuation coefficient (µBeer−Lambert).
5.2.6.3 PRESAGE R© experiment 2 - step dose pattern
A second dosimeter (Manufactured September 2015) was irradiated with a “step” dose pat-
tern. The same irradiation geometry was used. First, a nominal 1 Gy uniform dose was
delivered. A post-scan was performed (as part of an experiment to test the dose response
uniformity, see the chapter appendix, section 5.5.1). A second irradiation was then “added”
approximately 2 hours after the initial uniform delivery, with a 4 cm thick lead block ob-
scuring just over half of the dosimeter to create a high-dose and a low-dose region with a
strong gradient between them. The post-irradiation scan was performed 20 minutes after
the second irradiation. Overall, a nominal dose of 2 Gy was delivered to the high-dose
region. The attenuation coefficient of PRESAGE R© shows a temporal dependence after
irradiation [15], therefore proportional dose response when comparing the low and high-
dose regions in this sample was not expected. This study was not designed to examine
the dosimeter’s linearity; therefore reconstructions were examined in terms of attenuation
coefficients and not converted to dose maps.
In addition to a 0.32 mm pixel reconstruction, a 1 mm pixel reconstruction was also per-
formed. This is in line with the reconstructed voxel sizes typically used for large volume
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PRESAGE R© dosimeters [15], and helped to suppress image artifacts in order to better ex-
amine large-scale features and allow comparison with previous work.
A second reconstruction was performed using the initial 1Gy irradiation as the reference
scan and the “top-up” half-beam irradiation as the post-scan. The profile across the gradient
in this reconstruction was compared against profiles measured in water using an Exradin
A1SL ion chamber (active volume 53 mm3, Standard Imaging, Inc., Middleton, Wisconsin,
USA) as well as Gafchromic EBT3 film read out using an in-house scanning point densit-
ometer. This film scanner has a spot size of less than 1 mm and operates at a wavelength of
590 nm.
5.3 Results and Discussion
5.3.1 Phantom experiment
Figure 5.5 shows a re-sorted parallel beam sinogram projection (Figure 5.5a), as well as the
reconstructed image (Figure 5.5b) and a central profile (Figure 5.5c) for the uniform liquid
phantom experiment (Section 5.2.5).
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Figure 5.5: Results from the liquid phantom experiment. (a) Re-binned parallel-beam
sinogram projection. Dashed vertical lines mark the edge of the completely-sampled region
used in the iterative reconstruction algorithm. (b) CT reconstruction of axial slice. A
ring artifact appears at the boundary between fully sampled and under-sampled radii. (c)
Horizontal profile across the image in (b). The solid and dashed horizontal lines show the
mean ± 1σ for the reference Beer-Lambert law central axis value determined along the
diametric path.
154
The measured attenuation coefficient in the reconstructed image is µCT = 0.342 ± 0.004
cm−1, which agrees very well with the central-axis value of µBeer−Lambert = 0.34 ± 0.02
cm−1. The reconstruction remained uniform within 3% in the central 85% of the sample’s
radius, out to a prominent ring artifact that corresponds to the boundary between full and
incomplete sampling in projection data. A similar ring has been seen in the simulation
work by Doran and Yatigamana [23], and appears to be a consequence of having a non-
zero change in attenuation coefficient in the incompletely-sampled region between the pre
and post-scan. The results of this phantom experiment confirm that mismatched index
scanning with this system geometry allows accurate optical CT reconstruction within the
fully sampled radial region of the object.
5.3.2 PRESAGE R© experiments
5.3.2.1 PRESAGE R© experiment 1 - uniform dose
Figure 5.6 shows a representative reconstruction of the uniformly irradiated PRESAGE R©
dosimeter. The reconstruction (Figure 5.6a) and central profile (Figure 5.6b) for a nominal
dose of 9 Gy are shown.
155
Figure 5.6: Uniformly irradiated PRESAGE R© sample (9.0 Gy nominal dose). (a) Recon-
structed axial slice. (b) Central profile. The reconstruction shows agreement with the
central axis Beer-Lambert value (mean ± 1σ shown as horizontal solid and dashed lines in
(b)).
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As before, there is a ring in the reconstructed images that corresponds to the boundary
between full and incomplete sampling of the dosimeter in projections. This is located at
approximately 85% of the dosimeter’s radius, which is less than the predicted value of 92%
sampling (based on ray-tracing simulations), but still provides a 9.4 cm diameter useful
circular field of view within which dose distributions could be sampled accurately. The
outer regions of the PRESAGE R© dosimeter are frequently unused for 3D dosimetry, due to
so-called “edge artifacts” caused by reflection and refraction. Thomas et al. [19] reported
dosimetric analysis on PRESAGE R© data ignoring the peripheral 7 mm shell. The 8 mm
wide un-sampled region in this study is of similar size. Therefore, losing the use of this
portion of the dosimeter is likely an acceptable tradeoff with the benefit of avoiding the
drawbacks of viscous oils.
As shown in Table 5.2, reconstructed attenuation coefficients (µCT ) agreed (within 1 stan-
dard deviation) with the Beer-Lambert reference value calculated along the central axis
(µBeer−Lambert). All reconstructions maintained this agreement within the fully sampled re-
gion. However, examining profiles such as Figure 5.6b reveals that there is some “cupping”
in the reconstruction. An approximately 5% difference between the minimum and maxi-
mum response was observed in all images. This cupping effect is discussed in more detail
in Section 5.3.2.3.
Nominal Dose (Gy) µCT µBeer−Lambert
1.8 0.032 ± 0.002 0.032 ± 0.002
3.6 0.065 ± 0.001 0.065 ± 0.003
5.4 0.096 ± 0.001 0.096 ± 0.004
7.2 0.124 ± 0.006 0.127 ± 0.006
9.0 0.157 ± 0.003 0.159 ± 0.007
10.8 0.189 ± 0.003 0.190 ± 0.009
12.6 0.220 ± 0.004 0.22 ± 0.01
Table 5.2: Reconstructed attenuation coefficients (µCT ) measured from eleven 2 × 2 mm2
ROIs equally spaced every 4 mm within the central, fully sampled region compared to those
calculated using the Beer-Lambert law along the central axis of the dosimeter (µBeer−Lambert),
for the nominal doses delivered to a PRESAGE R© dosimeter.
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5.3.2.2 PRESAGE R© experiment 2 - step-pattern irradiation
Figure 5.7 shows the reconstructed image (Figure 5.7a, 0.32 mm pixels) and central profiles
(Figure 5.7b) from 0.32 mm and 1 mm pixel size reconstructions. The gradient between low
and high dose regions was reconstructed with a consistent shape within the fully-sampled
region. Again, cupping is present, as there appears to be approximately 5% difference in
dose response from the periphery to the center of the dosimeter. This reconstruction also
exhibits several additional ring artifacts, which will be discussed in Section 5.3.2.3. These
effects result in data that appear “noisier” than those seen in previously published work,
and are under investigation. Reconstructing at a coarser 1 mm resolution as is common in
most studies performed using large PRESAGE R© dosimeters, hides many of these effects.
158
Figure 5.7: Two-level irradiation PRESAGE R© experiment results (a) 0.32 mm pixel reso-
lution reconstruction of axial slice. (b) Central line profiles from the 0.32 mm resolution
reconstruction (dashed gray) and the 1 mm resolution reconstruction (solid black).
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Figure 5.8 shows central profiles through the edge from the second reconstruction (using
the first uniform irradiation as the pre-scan), A1SL ion chamber, and EBT3 film. The
three profiles were normalized in the high-dose region and aligned using the 50% point
of the gradient. The PRESAGE R© reconstruction, film data, and ion chamber data show
good agreement. These results demonstrate that the reported mismatched refractive index
scanning technique is capable of acquiring accurate optical CT reconstructions in regions
of steep dose gradients as would be produced in Intensity Modulated Radiation Therapy
(IMRT) exposures.
Figure 5.8: Profiles across the gradient generated by the lead block, measured by
PRESAGE R© (solid black), EBT3 film (dashed grey), and A1SL ion chamber (cross sym-
bols). The readouts from each dosimeter (PRESAGE R©: attenuation coefficient in cm−1;
film: dose in cGy from optical density calibration data; ion chamber: charge in nC) were
normalized in the center of the high dose plateau. Optical CT, film, and ion chamber mea-
surements show good agreement in the gradient region.
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5.3.2.3 PRESAGE R© reconstruction artifacts and non-uniformity
The fine resolution (0.32 mm pixels) PRESAGE R© images in this study exhibit more arti-
facts than other PRESAGE R© work [10, 15, 16], and more than the uniform phantom recon-
struction in this study (Figure 5.5). Large-volume PRESAGE R© studies often show results
obtained through filtering and down-sampling of projections, and reconstructing at 1 or 2
mm voxel sizes, to reduce noise [15, 19]. Similarly, reconstructing images in this study
at 1 mm resolution (Figure 5.7b) suppresses most of the artifacts, but some of the larger
features remain. An iterative reconstruction algorithm that included a total variation-based
regularization was tested [39] but produced similar images, indicating that the features ob-
served are present in the actual CT scan data. The artifacts in the PRESAGE R© images here
are likely caused by a combination of manufacturing imperfections in the dosimeter and
error in repositioning the sample in the aquarium after radiation exposure. Streak artifacts
and fluctuations in the reconstructed attenuation coefficient may be caused by refractive in-
dex inhomogeneity within the dosimeter. Unlike a CCD-based scanner, the single-channel
system used here is relatively insensitive to these imperfections in that they will not cause
a sharp loss of signal. However, they will still cause a small deflection of rays that can
lead to transmission values being assigned along an incorrect path. The fiducial method
assumes uniform refractive index within the dosimeter. If there are large fluctuations in the
refractive index of PRESAGE R©, techniques to map these out will be required if it is to be
used for dosimetry. This fact is not specific to our scanner but applies to all forms of optical
CT dosimetry. It must also be noted that the PRESAGE R© samples exhibit unique patterns
of optical activity, which may correlate in some way with artifacts. This effect is described
in the chapter appendix (Section 5.5.2)
Ring artifacts in this experiment are not caused by bad detector elements as is normally the
case in CT, as here there is only a single detector. In this scanner geometry, rings occur due
to reflections and mechanical errors in sample positioning. If the dosimeter is misaligned
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between the pre- and post-irradiation scans, so are reflection contributions (from dosimeter
surface and back off the entry window of the aquarium) and/or transmission losses due to
imperfections in the aquarium windows, leading to ring artifacts. These rings should be
reduced by improving the sample positioning reproducibility. Errors in the assignment of
ray paths can also cause ring artifacts (Section 5.3.3).
Of greater concern is that the PRESAGE R© datasets appear to exhibit an intrinsic non-
uniform dose response, with approximately 5% difference from minimum to maximum
response. This effect appears visually as “cupping” in reconstructions, where the center
of the dosimeter has a weaker response than the periphery. Additional experiments have
demonstrated this effect with varying magnitude in dosimeter samples from different man-
ufacturing batches. Reconstructions of the uniform liquid phantom did not exhibit such
cupping. An ion chamber measurement of the Co-60 field at a radius of 6 cm (just be-
yond the radius of the dosimeter) was 98% of that at field center. This has also been found
in other film and gel dosimetry experiments in our institution. The shape of the irradiation
profile is the reverse of the cupping that appears in the reconstructions. Therefore, the scan-
ning technique and radiation source have been ruled out as possible causes, indicating that
the dosimeters themselves are intrinsically responding non-uniformly to dose. This result
has been corroborated by discussions with the manufacturer [40], which point to poor and
inconsistent heat dissipation when curing large volumes of polyurethane (an exothermic
process) as the likely cause. The reader is directed to the chapter appendix (Section 5.5.2)
for a description of additional experiments concerning this issue.
5.3.3 Effects of geometric errors
Ray-tracing simulations of parallel-beam CT scanning of uniform cylinders with random
geometric errors in ray positioning (Gaussian-drawn, with standard deviations between
1/16th and 2 times the reconstruction pixel size) show that small errors (on the order of 1
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pixel length) in ray-path geometry can also generate ring artifacts. The magnitude of these
rings is larger towards the peripheral region of the dosimeter, because the change in path
length through the dosimeter caused by a random shift is larger than at the center. For half-
pixel errors the ring artifact magnitude is less than 2% for the full diameter of the cylinder.
This sets a criterion on the required mechanical precision: one should aim for less than
half-pixel uncertainties in ray path mapping. It should also be noted that the finite width of
the beam in real experiments may mask some of these effects.
In this experiment, setup error in placement of the fiducial is not a major concern because
the fiducial is not used for registration or for reproducibility. A full 360◦ fiducial-scan is
acquired, so there is little concern over the initial angular positioning of the marker. The
fiducial is similar in diameter to the scanning laser beam, so the detected intensity exhibits
a very sharp peak when the beam falls centrally upon it; finding the local minimum signal
is a robust way to locate the central point.
If mechanical imperfections in the scanner are minimal, the largest uncertainty in local-
ization of the fiducial is related to the finite number of projections. For simplicity, the
angular uncertainty in fiducial location can be approximated as half of the angular spacing
between projections. The corresponding Cartesian uncertainty, by applying simple error
propagation [41] to Equation 5.1 is:
σx,y =
√
R2σ2θ (5.2)
Where R is the dosimeter radius and σθ is the angular uncertainty. Here we have assumed
that the radius is a constant, as in this technique it is set as a parameter.
For a 360◦ scan with 1024 projections, and a dosimeter with a radius of 55 mm, Equation
5.2 results in an uncertainty of approximately 0.165 mm, which is approximately half the
reconstructed voxel size shown in this study. This means that, assuming no additional me-
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chanical imperfections, our scanning parameters should be sufficient to ensure ring artifact
magnitudes of less than 2%. Angular uncertainty can be reduced by acquiring more projec-
tions at finer angular resolution and by using multiple fiducials. Mechanical imperfection
likely remains the dominant source of uncertainty in this experiment; however a new scan-
ner is under construction which will have much better precision. It should be noted that for
large-volume dosimetry problems, reconstructions are often performed at 1 or 2 mm voxel
sizes [15, 19], which eases the precision requirement substantially.
5.3.4 Mathematical framework for 3D ray paths
The presented fiducial method can be extended to 3D ray path measurement. Consider the
cylindrical object, shown in Figure 5.9, which has two fiducial lines along the wall; one
vertical and one angled such that the angular separation ∆θ between the two is a known
function of the height, z:
∆θ = f (z) (5.3)
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Figure 5.9: Sketch of the fiducial layout needed for ray path measurement in 3D. The z
dependence of the angular separation is known.
The sinogram trajectory of the vertical line can be used to determine the x and y coordinates
of the ray’s trajectory using Equation 5.1 as before. Then, the angular separation between
the fiducials at both entry and exit can be used to determine the z coordinates of the ray’s
entrance and exit point. In fact, it is not required that the object be a perfect cylinder, as
long as it is rotationally symmetric and the radius as a function of height is known.
5.4 Discussion and Conclusion
This work demonstrates a new method for using mismatched refractive index optical CT
scanning using a scanning laser system with a large-area detector and a fiducial-based ray-
path measurement technique. The large area detector allows the capture of rays displaced
by refraction through the optical system. Paired with the method of tracking ray paths with
a rotating fiducial marker, this system allows one to scan a cylindrical sample with a re-
fractive index higher than that of the surrounding aquarium fluid. The method was tested
with a phantom experiment using uniform solutions, as well as a set of experiments using
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the PRESAGE R© solid dosimeter. The results indicate that the technique allows the use of
water-based, low viscosity liquids in place of oils in the optical CT aquarium when scan-
ning PRESAGE R©. Eighty-five percent of the diameter of an 11 cm diameter dosimeter was
sampled and reconstructed accurately, which provides a usable diameter of 9.4 cm for 3D
radiation dosimetry. The loss of information in the peripheral 8 mm of the dosimeter’s ra-
dius is not substantially more than the “edge artifacts” that have been previously described
[19]. In hindsight, other laser scanner geometries that operate using a small detector, such
as those reported by Gore et al. [4] and Babic et al. [42], could be modified to enable
this technique as the detector position relative to the source could be optimized to detect
refracted rays in each scanline.
Results presented here pertain to 2D imaging (single slice). Slice by slice and “parallel-
3D” scanners are the most common format of pencil beam laser systems that have been
reported for dosimetry [5, 16, 43, 44]. Extension to 3D in this case is straightforward.
If the sample is truly cylindrical, only one slice is needed for the ray path measurement.
For the case of cone-beam laser scanners [26], or other arbitrary scanning trajectories,
we have described the fiducial layout that could be used to measure ray paths in three
dimensions for rotationally symmetric objects (Section 5.3.4). The fiducial method has
been applied to PRESAGE R© dosimetry in mismatched refractive index fluids, but may also
be applied in normal, matched refractive index optical CT. For example, this method could
be used to validate scanner geometries or to measure geometric corrections needed for
multi-wavelength scanning (since refractive index is wavelength dependent).
There are some limitations to the technique presented here. First, successful application
of this approach requires accurate knowledge of the geometry of the system, and high
precision in both the rotation stage and the re-positioning of the dosimeter. This is needed
in all scanner geometries, but this geometry is particularly sensitive to errors that propagate
through the ray path measurement technique and create artifacts (Section 5.3.3). Second, an
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auxiliary “ray path measuring” scan is needed when using an opaque fiducial marker, which
adds scan time to the experiment. This could be avoided using a partially transmitting
fiducial mark, rather than a fully opaque one, which would eliminate the extra scan. Third,
because the reconstruction software toolbox required well-defined, standard CT geometry,
data was re-binned to parallel beam. However, this leads to a loss of information due to the
discrete angles and radii in the re-binned sinogram. Re-binning is not required for iterative
CT reconstruction in general. Thus, in future work, ray paths will be used directly with in-
house iterative reconstruction code. Lastly, the PRESAGE R© dosimeters used here are not
perfect cylinders, but exhibit a slight taper from bottom to top. This results in a slightly out-
of-plane path for a light ray within the dosimeter. PRESAGE R© has been manufactured in
small truly cylindrical samples [45], but scaling up to larger cylinders may be challenging.
If the radius is known as a function of height, the 3D extension of the fiducial method
discussed in Section 5.3.4 could be used.
Some ring artifacts are visible in the reconstructed PRESAGE R© images, which are thought
to be associated with mechanical error in re-positioning the sample. Our new laser scanner
(Chapter 3) [46] has better sample positioning reproducibility, which should reduce these
artifacts. More critically, an intrinsic non-uniform dose response in the PRESAGE R© sam-
ples has been observed. The reconstructed attenuation coefficients of uniformly irradiated
dosimeters increased radially from the center. Discussions with the manufacturer have sug-
gested that excessive heat during the curing of the polyurethane plastic is the cause. This
issue therefore is more likely to occur in large volume dosimeters (>1L) than in smaller
samples. The manufacturing process is being modified in an attempt to alleviate this issue
and extend the use of PRESAGE R© to larger dose sampling volumes.
Despite the scanner and dosimeter limitations presented, the results obtained show promise
for attaining high accuracy in larger fields of view. The ability to scan in a low-viscosity,
mismatched refractive index solution circumvents the use of viscous oil-based solutions,
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which eases mixing, filtering, and cleaning, and removes some restrictions on the type of
materials used in aquarium construction. Also, the method improves the optical CT work-
flow, as it is not necessary to undergo trial-and-error refractive index matching, since the ray
paths are measured directly from CT scan data for each dosimeter. These improvements
would greatly improve the practicality of PRESAGE R©-based 3D dosimetry in a clinical
physics setting.
5.5 Appendix
This appendix contains the results of two additional experiments performed during the
study. These experiments do not relate to the technique being presented in the paper itself,
but are important in discussion of the issues that have been encountered when imaging
PRESAGE R© dosimeters.
5.5.1 PRESAGE R© dose response non-uniformity
Throughout experiments, it was observed that large volume PRESAGE R© dosimeters may
suffer from non-uniform dose response. Specifically, there is lower dose sensitivity in the
center of the dosimeter than towards the periphery. To confirm that this observed non-
uniformity was dosimeter-related, and not caused by the scanner, four 11 cm diameter
PRESAGE R© dosimeters from different manufacturing batches were irradiated and imaged.
Dosimeters were irradiated to uniform doses of 1 Gy. Reconstructions were performed with
1 mm pixel resolution in order to suppress other noise and artifacts to better examine the
large-scale non-uniformity. Figure 5.10 shows central profiles (normalized to the central
attenuation value) through these reconstructions, demonstrating the non-uniformity.
All dosimeters showed non-uniformity; however the magnitude differed between samples,
ranging from a 20% (minimum to maximum) difference in the worst sample, to a 5% dif-
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ference in the best samples. Due to the inconsistency in the magnitude of this effect, and
the fact that the proof-of-concept uniform phantom reconstruction was flat (Section 5.3.1),
the effect has been traced back to the PRESAGE R© dosimeter itself. Additionally, perform-
ing a uniform “pre-irradiation” and using it to normalize reconstructions of subsequent
irradiations results in flat profiles. This is shown in Figure 5.11, where uniform doses of
(nominally) 1.1 Gy and 2.2 Gy were delivered to the same sample. The 1.1Gy irradiation
is used to calculate a dose sensitivity map, which, when applied to the 2.2 Gy irradiation,
results in a flat profile (in the fully-sampled region). This result indicates that the dosime-
ter is linear, but has spatially non-uniform sensitivity. Discussions with the dosimeter’s
manufacturer suggest that this is likely caused by excessive heat generated during the cast-
ing of large volumes of polyurethane, and may be related to a high concentration of metal
catalysts in the raw material. The manufacturer is working to resolve this issue [40].
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Figure 5.10: Central profiles (1 mm pixel resolution) through reconstructions of four uni-
formly irradiated PRESAGE R© dosimeters manufactured in different batches, with non-
uniformity in response ranging from severe (top) to moderate (bottom). The dashed grey
lines in the plots indicate uniform attenuation. There is a substantial non-uniformity in
some dosimeters, up to 20% difference from central to maximum response. The non-
uniformity is inconsistent from batch to batch. The best dosimeters, used in the main
experiments in this paper, exhibit approximately 5% non-uniformity (minimum to maxi-
mum response).
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Figure 5.11: Central profile (1 mm pixel resolution) through a PRESAGE R© dosimeter irra-
diated to a nominal dose of 2.2 Gy. (a) raw attenuation profile. (b) calibrated dose profile
using a “pre-irradiation” of 1.1 Gy to create a spatial dose response map. Note that the
calibrated dose profile is flat within the fully sampled region (the “spikes” in (b)), but the
calibration fails outside of it. This dosimeter exhibited fairly severe non-uniformity in re-
sponse.
5.5.2 PRESAGE R© optical activity
In an attempt to determine the cause of artifacts in the PRESAGE R© reconstructions, dosime-
ters were examined with polarized light to test for optical activity. The setup to probe op-
tical activity is shown schematically in Figure 5.12a and consists of an unpolarized light
source, camera, and a pair of linear polarizers oriented perpendicularly to each other. Light
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is emitted from the source, and the vertically polarized component is transmitted through
the first polarizer. It then travels through the aquarium filled with 100% glycerol and the
PRESAGE R© dosimeter before reaching the horizontal polarizer. If there is no optical activ-
ity, the camera will not detect any light transmitted through the system. However, if an op-
tically active element is placed between the polarizers it will rotate the plane of polarization
of the vertically polarized light, giving rise to a horizontal component to the polarization
that will be transmitted through the horizontal polarizer. The camera will then detect this
transmitted component. Figures 5.12b and 5.12c show the images acquired using this setup
with a single vertical polarizer and with the crossed polarizers.
Figure 5.12: (a) Schematic of apparatus used to examine optical activity in PRESAGE R©
dosimeters. If the dosimeter is optically active, the camera will detect signal, otherwise
the image will be dark. (b,c) Transmission images acquired using a single polarizer (b)
and crossed polarizers (c). With crossed polarizers there is no transmission through the
glycerol, indicating that it is not optically active. However, fringe patterns of transmission
are visible in the light transmitted through the PRESAGE R© dosimeter, indicating structured
optical activity.
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In Figure 5.12c, it can be seen that the glycerol is not optically active, as there is no trans-
mission in the crossed polarizer case in the field of view outside the PRESAGE R© sample.
However, through the central region of the dosimeter where refraction does not cause loss
of signal, patterns can be seen in the transmission image, indicating that the dosimeter
has optical activity. Experimenting with different dosimeters indicates that these optical
activity patterns are unique to each cylinder. Examining un-dyed polyurethane shows the
same effect, which rules out the radiochromic dye as a possible cause. This non-uniform
optical activity may also be related to heat dissipation during the curing process. Since a
polarized light source is used to image these dosimeters in the laser scanner, it is expected
that optical activity will have some effect on the measurements, as optical processes exhibit
polarization dependence [47]. Additionally, if the patterns are indeed related to heat dissi-
pation during polyurethane curing, then these features may be spatially correlated to local
fluctuations in dosimetric response that are larger than the noise level in the reconstruction.
Whether or not a correlation exists is under investigation.
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Chapter 6
Applications of Optical CT: Small Field
Dosimetry
In this chapter, the new optical CT scanner developed in Chapter 3 and the reconstruction
algorithms described in Chapter 4 are applied to the problem of small field dosimetry. This
serves to demonstrate that the developments presented in this thesis have indeed improved
the accuracy and precision of optical CT scanning to the point where clinically-relevant
tasks can be performed.
The gel dosimetry work in this chapter was performed by Kurtis H. Dekker, Kevin J. Jor-
dan, and Sydney Bell. Gel preparation was performed by KJJ and SB. Irradiations were
performed by KJJ, KHD, and SB. Optical CT imaging and data analysis was performed by
KHD. In addition, Monte Carlo simulations that had been previously performed by Matt
Mulligan were utilized for comparison to gel data.
6.1 Background: Small Field Dosimetry
The definition of a “small field” in radiation therapy and dosimetry is somewhat subjective.
As a rule of thumb, a square field size of less than 3 × 3 cm2 is often considered to be a
small field that requires some care in both dose calculation and measurement [1]. Bassinet
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et al. state that megavoltage photon beams are considered “small fields” when either of the
following statements are true [2]:
• The field dimensions are such that the electrons set in motion at the field center have
sufficient lateral range to reach the beam edges (energy dependent). This leads to a
disruption in lateral charged particle equilibrium (CPE).
• The collimating device (Jaws, Multi-leaf collimators, etc) is set to an aperture that is
smaller than the physical source itself, leading to more complicated field penumbrae.
Currently, linear accelerators equipped with multileaf collimators (MLCs) or dedicated cir-
cular apertures, are able to deliver field sizes down to approximately 4-6 mm across. At
these small field sizes, charged particle equilibrium is lost because secondary electrons gen-
erated within the beam have an average lateral travel distance larger than half the field size.
This means that secondary electrons leaving a volume at the center of beam are not being
replaced at the same rate, a phenomenon that is known as Lateral Electron Disequilibrium.
This leads to a dramatic drop in central axis dose for small fields compared to larger fields
[3]. If one plots the central axis dose of a 6MV photon beam as a function of field size, the
precipitous fall-off in dose for fields smaller than approximately 1 cm becomes clear. Due
to the fact that these small fields are 1) physically small, 2) have no “flat” central portion,
and 3) have steep dose gradients, it is challenging to accurately measure central axis doses
and beam profiles using point detectors, either due to the relatively large volume of the
detector [3, 4], or because it is difficult to achieve precise alignment along the central axis
[5]. Additionally, small fields exhibit lateral electron disequilibrium throughout their en-
tire profile, and point detectors will perturb this disequilibrium significantly if they contain
material that is highly non-equivalent to water [1].
Despite the difficulties associated with small field dosimetry, it is a necessary task. Kairn
et al. demonstrated that if an inappropriate measurement strategy (one more suited to large
fields) was used to measure small field output factors, isocentre dose errors of up to 3.3
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% could be observed in routine stereotactic radiotherapy or radiosurgery treatment fields
less than 9 mm across [6]. Furthermore, they found substantial dose errors, up to 11 %,
in complicated treatment fields wherein MLC leaves are separated by less than 12 mm.
Therefore, they recommended that small field dosimetry must be performed carefully if
fields (or MLC leaf gaps in IMRT) less than 15 mm across are clinically used.
6.1.1 Measuring small fields with gels
A gel dosimeter has several advantages for measuring small radiation fields. First, it is
uniform and nearly water-equivalent and thus lateral electron equilibrium (or disequilib-
rium) is not perturbed. Second, as a large, isotropic-resolution, integrating dosimeter, exact
alignment when performing the measurement is less critical, because the exact field center
can be located when processing data. Third, gel dosimeters allow a single radiation expo-
sure to capture an entire small field dose distribution (to a certain depth, typically ∼10-15
cm), which reduces the amount of machine time required to characterize a given field size.
Finally, depending on the field sizes, multiple beams can even be delivered to the same gel
dosimeter for improved efficiency.
The challenges associated with small field dosimetry in gels historically have been asso-
ciated with diffusion of radiochromic dyes and with stray light in the optical CT imag-
ing systems. Diffusion causes the dose gradients delivered to lose spatial integrity. In
small fields, the central axis dose can even be degraded by this diffusion. Stray light in
diffuser-source broad-beam optical CT has been shown to artificially suppress attenuation
coefficients in small objects [7, 8]. However, with the planar scanner (chapter 3) and the
modified broad-beam source (chapter 2) developed in this dissertation, we have reduced
the stray light contribution in optical CT considerably to minimize this limitation. Addi-
tionally, the leuco-crystal-violet dosimeter using sodium dodecyl sulfate as the surfactant
(LCV-SDS) exhibits a very low diffusion rate [9]. Thus, we now have the tools to enable
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accurate small field measurements in gel dosimeters.
This chapter describes a small-field dosimetry experiment performed in our cancer cen-
ter using LCV-SDS gel with the prototype planar scanning laser system (chapter 3). We
present relative dose factors (RDFs), percent depth dose (PDD) curves, and lateral beam
profiles for jaw-defined small fields (0.6 × 0.6 cm - 3 × 3 cm) at 6MV, delivered on a Varian
21iX linear accelerator. We compare our gel dosimetry measurements to Monte Carlo sim-
ulations performed using EGS-nrc [10]. The parameters used in these simulations had been
previously tuned such that they matched measurements made using an ion chamber, and
thus the Monte Carlo simulation should be a fairly accurate representation of the delivered
dose. These simulation parameters were not altered for this experiment.
6.2 Small Field Dosimetry Experiment
6.2.1 Gel preparation
The LCV-SDS gel dosimeter was prepared according to the method described by Jordan et
al. [9], using (by weight) 5% gelatin (300 bloom, porcine, Sigma Aldrich), 95 % water,
1 mM SDS, 1 mM LCV and (initially) 25 mM trichloroacetic acid. To make the batch of
gel, about 10% of the water was used to dissolve the TCAA and LCV, and the remainder
to dissolve gelatin. Gelatin was added slowly to water at 293K to avoid clumping. 1mM
hydrogen peroxide was added to the gelatin/water mixture to sterilize it, and it was stirred
at 328 degrees K for approximately 5 hours. The gelatin/water/peroxide mixture was left
at room temperature overnight, and then brought back up to 328K the next day for another
5 hours. The purpose of these heating periods was to consume peroxide from the system
prior to adding the radiochromic dye, in order to reduce the pre-irradiation conversion of
leuco dye to the coloured form. The level of peroxide in the gel was periodically checked
by adding approximately 1 mL of gel to 3 mL of Ferrous Xylenol Orange (FX) solution
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and checking for colour change either visually or by absorption spectrometer measurement
(water reference).
Once the peroxides were consumed, the gel was cooled to 305K and the LCV + TCAA
solution was added, with stirring and exposure to room air for reoxygenation. The gel was
then poured into the desired 15 cm diameter vessel and stored overnight in a refrigerator
at approximately 277K. Unfortunately, the next day (irradiation day), the gel was found to
be opalescent (cloudy appearance). This is a phenomenon that had been reported by Babic
et al. [11], and occurs when the concentration of the trichloroacetic acid is too low. The
reason that this occured in this gel preparation is because we had modified our previously
standard 4% gelatin to 5% gelatin in order to achieve a stronger hydrogel for the large
dosimeter volume, but had neglected to add additional TCAA to compensate.
To remedy the error, the gel was re-melted (at 308K) in the 15 cm vessel and more acid
was added, bringing the concentration of TCAA up to 30 mM. This removed the opalescent
appearance. The gel was then transferred to a water bath at 292K, shielded from light, and
left at rest for approximately 4 hours before being scanned on the optical CT scanner (time
from re-cast to first irradiation was approximately 5 hours). As we discuss later in section
6.4, pouring and using the gel on the same day actually provides the best datasets when
using this dosimeter.
6.2.2 Irradiation
Irradiation was performed using the 6MV photon beam on a Varian 21iX linear accelerator.
6MV photons were chosen as they were the lowest energy available on the machine. The
lower the energy, the smaller the field size before a loss of lateral charged particle equilib-
rium occurs. Thus, using the definition in Section 6.1, 6MV “small fields” are smaller than
those at higher energies, representing a more challenging imaging task for the optical CT
scanner.
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Jaw-defined fields of (nominally) 3.0 × 3.0, 2.0 × 2.0, 1.0 × 1.0, and 0.6 × 0.6 cm2 were
delivered in the pattern shown in Figure 6.1. The gel dosimeter was placed within a water
tank and was irradiated from the top (SSD = 90 cm), with the surface exposed to air.
The monitor units delivered for each field were calculated from empirically determined
output factors (from previous film measurements) such that approximately 20 Gy would be
deposited at a depth of 10 cm in each field.
6.2.3 Optical CT imaging
The optical CT dataset contained 1024 two-dimensional projections of size 750 × 560, ac-
quired using the planar laser scanner (Chapter 3) operating with a 594 nm Helium-Neon
laser. The projection pixel size was 0.25 mm in both horizontal and vertical directions.
Reconstructions were performed at 0.33 mm voxel resolution using in-house CUDA im-
plementations of FBP (hamming filter) and OSC-TV (10 iterations, 20 TV-minimization
iterations, and c = 0.25). For dosimetric analyses, the OSC-TV reconstructions were used,
after confirming that the mean attenuation value at the center of the smallest field was not
degraded by this choice of reconstruction algorithm (Chapter 4).
6.3 Small Fields Analysis
Figure 6.1 shows axial, sagittal and coronal slices through a reconstruction for the small-
field dosimetry experiment.
182
Figure 6.1: Small-field gel dosimetry dataset. Axial (10 cm depth), sagittal and coro-
nal slices of the reconstruction (OSC-TV) are shown. Reconstruction matrix size was
512x512x400 voxels (0.33 mm isotropic). Window/level = 0.25/0.5 cm−1. The red square
outlined in the left panel (side length = 10 mm) is a region of interest used to measure
background auto-oxidation.
In the small field dosimetry dataset, a cubic region of interest of size 10 × 10 × 10 mm3,
located away from the delivered beams (indicated by the red box in Figure 6.1), was used
to quantify background signal due to auto-oxidation between the pre- and post-scan. This
value was subtracted from the 3D attenuation coefficient images.
6.3.1 Measured field size
At a depth of 10 cm in the gel data, 30, 18, 9, or 3 line profiles in both the X and Y directions
(“crossline” and “inline” directions, using clinical physics terminology) were averaged for
the 3 × 3, 2 × 2, 1 × 1 and 0.6 × 0.6 cm fields, respectively. These measurements are
reported in column 2 of table 6.1. It can be seen that the field sizes measured in the gel
(by taking the full-width at half-max of the small fields) match fairly well with the nominal
field sizes, varying by no more than 0.6 mm.
At small field sizes, the output factor is strongly dependent on field size, and therefore it
is important that field size be verified in each small field experiment. This highlights a
strength of using integrating dosimeters, such as gels, for small field dosimetry, as the field
size can be measured simultaneously with the central axis dose.
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6.3.2 Relative dose factors (RDFs)
Since we did not have an independent calibration gel to enable “absolute” dose measure-
ment for this experiment, we computed Relative Dose Factors (RDFs) using the 3 × 3 cm2
field as the reference. This was defined as the ratio of central axis attenuation coefficients
(normalized by the number of Monitor Units delivered) at 10 cm depth for the field size in
question compared to the 3 × 3 field.
Field Measured Field Size Averaging RDF
(X x Y , cm) ROI Size (mm) (vs 3 × 3)
3 × 3, 21iX, jaw-defined 2.97 × 3.06 10 × 10 × 2 1.000
2 × 2, 21iX, jaw-defined 1.99 × 2.02 6 × 6 × 2 0.946
1 × 1, 21iX, jaw-defined 1.00 × 1.02 3 × 3 × 2 0.815
0.6 × 0.6, 21iX, jaw-defined 0.61 × 0.66 1 × 1 × 2 0.627
Table 6.1: Measured FWHM field sizes (10 cm depth) and relative dose factors (vs. 3 × 3
field) for small fields (6 MV).
Output factors for Varian linear accelerators measured by point detectors have been re-
ported in studies making use of small ion chambers, diamond detectors, and plastic scin-
tillators. Table 6.2 displays comparisons between our RDFs (relative to the 3 × 3 field)
and those derived from studies where measurements were performed at SSD = 90 cm and
d = 10 cm.
Study Relative Dose Factor (vs. 3 × 3) Detector Used
1 × 1 2 × 2
Beirholm et al. 2014[12] 0.825 ± 0.005 0.953 ± 0.002 Scintillator (DTU ME40)
Beirholm et al. 2014 [12] 0.835 ± 0.005 0.951 ± 0.001 MicroDiamond (PTW60003)
Beirholm et al. 2014 [12] N/A 0.950 ± 0.003 Ion Chamber (PTW31014)
Russo et al. 2016 [13] 0.83 ± 0.02 0.95 ± 0.01 MicroDiamond (PTW60019)
Mancosu et al. 2017 [14] 0.83 ± 0.02 0.95 ± 0.02 Scintillator (Exradin W1)
LCV gel (Trial 1) 0.82 ± 0.01 0.95 ± 0.01 15 cm gel, laser CT
LCV gel (Trial 2) 0.81 ± 0.01 0.95 ± 0.01 15 cm gel, laser CT
LCV gel (Trial 3) 0.81 ± 0.01 0.95 ± 0.01 15 cm gel, laser CT
Table 6.2: Relative Dose Factors (3 × 3 reference) for 6MV photons, measured at SSD =
90 cm and d = 10 cm. Results from 3 trials of the gel dosimetry experiment, performed
using different batches of LCV-SDS, are included (bold font). External study results have
been calculated from reported output factors for 3 × 3, 2 × 2, and 1 × 1 cm2 field sizes,
where available.
184
It should be noted that the irradiation parameters were not completely identical for all of
the studies. For example, Russo et al. [13] combined results from TrueBeam and Clinac
accelerators, while Beierholm et al. [12] only reported TrueBeam data. Additionally, in
Mancosu et al. [14], fields were shaped using MLCs, while in Russo et al. they were
shaped using the MLCs with jaws following the MLC apertures. In contrast, in our work
and in Beirholm et al., fields were shaped using the linear accelerator jaws. While these
differences may introduce some additional variation between studies, on average the results
appear quite consistent with each other. Our RDF values agree with those calculated from
reported Relative Output Factors (using a 10 × 10 cm2 reference) within 1-2 % in most
cases, which is a very encouraging result.
6.3.3 Field profiles and percent depth dose curves
The field profiles (X and Y) measured at 10 cm depth, as well as central axis percent depth
dose (PDD) curves, are plotted in Figures 6.2 and 6.3. Profiles and PDDs obtained from
Monte Carlo simulations (EGSnrc [10]) are also plotted. Datasets were normalized to each
other at a depth of 5 cm for each field size. This depth was chosen as it corresponded to
the center of the gel, relatively far from the air interface at the top, to avoid normalizing in
a region potentially perturbed by oxygen permeation.
The input parameters used in the Monte Carlo simulation were informed by various mea-
surements made previously on accelerators in the London Regional Cancer Program, using
various point and planar dosimeters, and therefore should closely represent the beam char-
acteristics. However, it is important to note that Monte Carlo simulations are not experi-
mental datasets, and actual measurements should take precedent where available.
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Figure 6.2: Gel and Monte Carlo beam profiles at 10 cm depth for small fields (Varian 21iX,
6MV, jaw-defined fields). Profiles plotted here are normalized to the gel. For visibility,
error bars are not included.
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Figure 6.3: Gel and Monte Carlo Percent Depth Dose curves for small fields (Varian 21iX,
6MV, jaw-defined fields). Doses have been normalized at the field center at 5 cm depth.
Large spikes in the magnitude of error bars correspond to ring artifacts in the reconstruc-
tion.
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The gel PDD curves occasionally show deviations as large as 5 - 10 % compared to Monte
Carlo simulation. However, if the reconstruction is visually examined, these larger devia-
tions can be seen to correspond to artifacts such as rings or occasionally to bubbles in the
gel. If the reconstruction slices containing such artifacts are disregarded, the maximum
discrepancy between the gel and Monte Carlo data is less than 2 % for all of the PDD
curves. In most cases, it is possible to identify and remove ring artifacts, by interpolation
of projection images, without loss of information. The X and Y profiles (at depth of 10 cm,
SAD100) also appear very similar to the Monte Carlo simulation, although there are small
field size discrepancies as noted in Table 6.1. In addition, the field edges for the X profiles
are slightly sharper than those in the Y profiles in the gel measurement due to the position
offset of the X and Y jaws in the treatment unit (Y jaws are above X jaws) which was not
modeled in the Monte Carlo simulation.
Overall, the small field gel dosimetry results for the 21iX linear accelerator show very
good agreement with Monte Carlo simulations performed using input parameters that were
previously empirically determined for that machine (and not further adjusted for the exper-
iments reported here). This result indicates that gel dosimetry can be used to obtain reliable
commissioning-style measurements of small radiation fields.
6.4 Gel Preparation Insights
The gel preparation error described in Section 6.2.1 forced us to melt and re-cast our gel
dosimeter on the same day as irradiation. While this had the unfortunate effect of generating
a very dark gel dosimeter (initial transmission was approximately 2% relative to water), it
led to the discovery of a gel aging effect occurring near the gel-air interface.
Subsequent experiments performed with gel dosimeters that had been stored in a refrigera-
tor for between 1 and 3 days after casting produced percent depth dose curves that did not
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agree as well with Monte Carlo simulation (or point measurement spot checks). Figure 6.4
shows the 3 × 3 cm2 field percent depth dose curves (normalized at 5 cm depth) obtained
from Monte Carlo simulation and 3 different gel dosimetry experiments. The first gel ex-
periment shown in this plot is the same one shown in the previous plots, and provides the
best agreement with the Monte Carlo simulation. The second experiment was performed
using a gel that had been stored in the fridge for 1 day, and the third using a gel stored for
3 days.
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Figure 6.4: 3× 3 cm2 field percent depth dose curves obtained from Monte Carlo simulation
and 3 iterations of the small field gel dosimetry experiment with different gel storage times.
Doses have been normalized at 5 cm depth (the most trustworthy region of the gel). For
visibility, error bars on gel measurements have not been included.
From this figure, we can see that storing the gel prior to irradiation appears to degrade
the results. The gel stored for 1 day underestimates the dose at dmax by approximately 2-
3%, while the gel stored for 4 days under-reports by approximately 5%, when normalizing
the PDDs in the center of the gels (5 cm depth). The dose fall-off portion of the gel-
measured PDD beyond about 3 cm depth appears to agree well with Monte Carlo in all
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cases. Prompted by these results, we investigated the uniformity of dosimeter response
as a function of gel storage history. Our preliminary results indicate that the response of
the gel dosimeter within an axial slice is uniform, however there is a non-uniformity in
the response as one approaches the top surface of the gel. Specifically, there is a drop in
sensitivity within the first few cm of the gel. We believe that this is related to either oxygen
permeation or a different gelation / drying condition near the air interface, as gels were only
covered (not sealed air-tight) during storage and an air gap was present between the lid and
the gel surface.
We are currently performing further investigation into gel chemistry and storage effects, to
avoid this phenomenon. However, it should be noted that the with the current methods, the
gel appears to be uniform in response beyond the first 2-3 cm even when stored for up to 3
days. Therefore, it should be acceptable for many clinical applications where the dose can
be primarily deposited in the central portion of the dosimeter. In cases such as the small
fields presented here, a uniform (or well-known) dose distribution could be delivered in
order to assess the sensitivity as a function of height within the gel prior to performing the
experiment of interest. Alternatively, the gel preparation can be finalized the morning of
the experiment. If the gelatin and water have already been mixed and the peroxides have
been cleared, then the addition of the SDS and LCV+TCAA solution can be performed
relatively quickly (≤ 1 hour), and the gel cooling time is comparable to the time it takes to
bring a gel from the refrigerator temperature to room temperature. Therefore, while this is
less convenient than storing gels in the fridge, it is not infeasible in most cases.
6.5 Discussion and Conclusions
We have demonstrated the use of 3D gel dosimeters to perform small-field radiation
dosimetry in a clinical physics environment. The ability to measure both field size and
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central axis dose simultaneously allows for an improved confidence in dosimetry as it
removes one source of uncertainty, especially for field sizes producing lateral electron
disequilibrium. As well, we were able to measure field profiles (at any depth), relative
dose factors, and percent depth dose curves for 4 field sizes within a single gel dosimeter
with one irradiation session. Since point dosimeters are difficult to use for small fields due
to setup uncertainties, the fact that we are able to use a 3D integrating dosimeter, instead
of combining results from multiple dosimeters and exposures, is very attractive. When
using a fresh gel dosimeter (cast in vessels the same day as irradiations), our field profiles
and percent depth dose curves agreed very well with Monte Carlo simulations. As well,
for the 1 × 1 and 2 × 2 fields, our relative dose factors (3 × 3 reference) were consistent
with those derived from published literature values [12–14].
Obtaining this level of agreement between the gel, Monte Carlo simulations, and published
data demonstrates that the scanner described in this thesis has enabled accurate, clinically-
relevant 3D dosimetry using radiochromic gels for beam conditions that are difficult with
other types of dosimeters. Moving forward, small field dosimetry performed in gels, spot-
checked with planar (films or slabs of gels) and point (ion chambers or diodes) dosimeters,
will be used to determine or verify the correct parameters for Monte Carlo simulations
and other software-based dosimetry verification systems. Small-field dosimetry is impor-
tant with the increasing trend towards multi-focal stereotactic radiosurgery of small brain
metastases [15, 16]. Finally, there is academic interest in grid therapy in our institution, for
which the dosimetry of small (≈ 5 mm square) fields is required. Therefore, gel dosimetry
will play a role in future developments of radiotherapy techniques.
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Chapter 7
Conclusions and Future Direction
7.1 Summary of Contributions and Limitations
This dissertation has advanced the field of 3D radiation dosimetry by improving upon the
quantitative accuracy, precision, and practicality of radiochromic gel dosimetry. We ap-
proached the problem both instrumentally, designing and building new scanners to reduce
stray light, and computationally, by evaluating the use of iterative CT reconstruction tech-
niques. Finally, we demonstrated the utility of optical CT gel dosimetry through small field
commissioning measurements.
7.1.1 Stray light reduction: new optical CT scanner designs
In Chapter 2, we demonstrated a method to improve the accuracy of CCD-based cone-
beam optical CT through the use of a convergent light source in place of a diffuse light
source. This modification reduced stray light contributions from 25% of total signal to
approximately 4% when imaging gel dosimeters, and consequently doubled the previously
reported range of attenuation coefficients that could accurately be probed [1]. Furthermore,
our convergent source design has been incorporated into a new version of the commercially-
available scanner (VistaTM, ModusQA, London, Canada). We are currently in the process
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of characterizing this scanner, which can image objects up to 16 cm in diameter. Initial
results indicate excellent accuracy (within 3% agreement between CT and narrow-beam
Beer-Lambert law calculation) for both absorbing and scattering solutions with central
axis transmission as low as 2%, when the scanner is operated using a small light source.
The standard VistaTM 15 cm diameter vessels are a problem when using the small source,
as the optical quality is quite low, leading to artifacts. If a better vessel can be identified,
this scanner will be an excellent option for 3D dosimetry.
In Chapter 3, we described the design and construction of a laser optical CT system that
can accurately image 15 cm diameter, 12 cm high cylindrical gel dosimeters at a spatial
resolution of 0.33 mm (isotropic), in approximately 30 minute scan times. The scanner
was designed to maintain accuracy by minimizing the detected scattered and stray light
signals, without excessively compromising speed. This was accomplished by illuminating
the gel with a single scanned pencil beam, and using a small area detector. We charac-
terized the device in terms of spatial resolution, signal to noise ratio, accuracy, precision
and linearity using a variety of large volume absorbing and scattering phantoms, as well
as for small absorbing phantoms placed within scattering media. Excellent linearity and
agreement (within 2% or less) was found between the scanner and independent attenuation
measurements over a large transmission range (90+% to ≤2%) in all configurations, even
when the amount of scatter present in the volumetric phantom was well beyond that typi-
cally seen in radiochromic gels (µscatter ≈ 0.05 cm−1). This scanner has become a “reference
standard” system, as it is our best performing in terms of stray light rejection. However,
one limitation is that it is slower to scan than the camera-based cone beam systems. This
could be improved in the future if the custom lens aquarium design can be extended from
an acylindrical shape to an aspheric shape, as this would allow us to replace translation
stages with a 2-axis galvanometer mirror system.
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7.1.2 Iterative CT reconstruction: Noise reduction and refractive in-
dex mismatched optical CT
We explored iterative CT reconstruction techniques and demonstrated their applicability
to optical CT-based dosimetry. In Chapter 4, we examined the noise and artifact reduc-
tion capability of the OSC-TV algorithm [2] in the context of radiochromic gel dosimetry.
We concluded that roughly 3-5x improvement in contrast-to-noise ratio could be achieved
without losing spatial information when imaging in a small-field dosimetry experiment.
We also presented a caveat to would-be users of iterative CT reconstruction algorithms in
terms of the quantitative accuracy of attenuation coefficients in small objects during the
de-noising step of algorithms. These investigations of iterative CT reconstruction in the gel
dosimetry context should lead to an increased utility of optical CT scanning by reducing the
impact of imperfect optics (dosimeter vessels, aquarium windows, etc.) on image quality.
The cost of this improvement is that care must be taken in selecting a correct regularization
parameter in the reconstruction algorithm. Additionally, the approach could be improved
by determining a method to terminate the iterative algorithm at an optimal time, rather than
using a set number of iterations, which would improve speed and image quality.
In Chapter 5, we examined the feasibility of optical CT scanning in the case of refractive in-
dex mismatch between the dosimeter and surrounding aquarium liquid. This study showed
that when using iterative CT algorithms to reconstruct images, a solid plastic dosimeter,
such as PRESAGE R©, could be scanned without the use of oil-based matching liquids, ex-
perimentally validating the conclusions of previous computer simulations in the literature
[3, 4]. The avoidance of oils is a major step forward in practicality, as non-oil solutions are
much more convenient to work with in a clinical or research setting. Accurate optical CT
reconstruction was demonstrated within a central sub-volume of the cylindrical dosimeter,
the radius of which depends on the refractive index mismatch between the dosimeter and
surrounding medium. The experimental ray-path measurement technique we described re-
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laxes the requirement for accurate refractive index measurement, and has applicability in
other aspects of optical CT scanning (e.g. confirming parallel beam geometry, measuring
fan-beam divergence, etc.). Limitations of this technique arise from the need for an addi-
tional "fiducial scan" to perform ray path measurement, as well as an increased sensitivity
to sample positioning errors between pre- and post-scans. The auxiliary scan issue could be
addressed in the future by the use of semi-transparent fiducials, and the sample positioning
errors could potentially be addressed by the use of dual-wavelength scanning to eliminate
the pre-scan, if the refractive index at the two wavelengths is not too great [5].
7.1.3 Utility of optical CT dosimetry: Small field measurements
Finally, in Chapter 6, we demonstrated the clinical utility of our optical CT scanner by
performing one of the most difficult dosimetry tasks: small-field beam measurement. Our
small-field gel measurements showed excellent agreement with 3D Monte Carlo simula-
tions. The fact that gels can be used for small field commissioning measurements repre-
sents a potential for time saving, as it is possible to capture all of the parameters needed
for treatment planning (output factor, beam profiles at various depths, percent depth dose
curves) in a single exposure, rather than acquiring many individual point measurements
with 1D detectors. As well, multiple beams can be deposited in the same gel dosimeter,
further accelerating the process. Based on our results, we believe that commissioning data
for at least four field sizes below 3 × 3 cm2 could be acquired within approximately 2 hours,
with only spot-check point detector measurements required for validation.
7.1.4 Summary of results
Overall, this dissertation has brought optical CT based 3D radiation dosimetry to a point
where it can be applied clinically to obtain trustworthy results in a practical fashion. Im-
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provements were made in both optical scanner design, to reduce the contribution of non-
primary light in measurements, as well as in implementation of iterative reconstruction
algorithms, which improved image quality and enabled non-standard CT geometry to be
used for imaging. With our scanners, we now achieve optical CT reconstructed attenu-
ation coefficients that agree with independent measurements within ∼1% (laser scanner,
Chapter 3) to ∼3% (cone beam scanner, Chapter 2). The use of iterative reconstruction
improves contrast to noise ratios by a factor of approximately 5. Furthermore, when ap-
plying our laser scanner to gel dosimetry, we obtained agreement between gel and Monte
Carlo simulation within ∼2%. These results were obtained within reasonable scan times of
approximately 30 minutes.
At this stage, we believe that if applied correctly, gel dosimetry has the potential to save
considerable time in certain tasks such as small field commissioning, and it is perhaps
the most appropriate way to truly verify the highly complex multifocal dose distributions
that are gaining in popularity, especially in the brain. Some of the technical developments
presented in this thesis have been adopted by commercial partners (convergent cone beam
source, iterative reconstruction for gels), and the in-house scanning laser system is now a
reference standard for 3D dosimetry at our institution, to which we compare other scanner
designs and which we use for evaluation of different gel dosimeters.
7.2 Remaining Limitations and Future Directions in Op-
tical CT Dosimetry
At the end of this dissertation, we believe that we have brought the imaging and image
processing/reconstruction portion of optical CT dosimetry up to a clinically acceptable
standard. However, it is prudent to highlight some of the limitations of our work as well as
optical CT dosimetry in general, and to provide some potential avenues for future research
and development. At this stage, it is our belief that the main limitation on 3D dosimetry is
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no longer the optical CT imaging system, but 1) the dosimeter vessels, and 2) the chemical
dosimeter material itself (preparation and storage).
7.2.1 Gel dosimeter vessels
Vessels remain a considerable issue in gel dosimetry. They must be of high optical quality,
first and foremost, to achieve the required image quality in optical CT. However, it is also
important to consider the impact of the vessel on dose deposition as well as gel dosimeter
chemistry. Plastic vessels are used in place of glass because they exhibit better dosimetric
properties (physical density, electron density similar to tissue). However, they are typically
of lower optical quality than glass, and with the reduction of scattered light in our optical
scanners, optical imperfections become more visible and create more artifacts in images. To
combat this, our lab has worked to develop custom-made vessels from thin sheets of plastic,
which have been quite effective for most of our experiments. Iterative CT reconstruction
greatly suppresses artifacts in our reconstructions as well. However, some artifacts remain,
specifically due to the seam in our vessels.
7.2.2 Gel dosimeter chemistry
The second and more critical consideration for optical CT dosimetry is the dosimeter ma-
terial itself. No “best” gel dosimeter has been identified by the 3D dosimetry community.
Most of the recent gel work in our lab, including the gel results presented in this disser-
tation, has been performed using the leuco crystal violet (LCV) dosimeter using sodium
dodecyl sulfate (SDS) surfactant [6]. This LCV-SDS gel dosimeter has provided excellent
results, but there are some limitations. First, we have observed that this gel dosimeter pro-
vides best results when it is made on the day of the irradiation. This requires foresight in
planning gel dosimetry experiments, particularly when using large volume dosimeters, as
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it takes roughly 5 hours for a 15 cm diameter (∼ 2.5L) gel to cool to room temperature after
pouring. Storing gels (in the refrigerator) results in a non-uniform response wherein the first
2-3 cm below the top (air surface) of the gel exhibit an under-response of approximately
2% (after 1 day) to 5 % (after 4 days). This effect appears to be tied to the air interface,
and is theorized to be caused by either oxygen permeation or the difference in moisture
content of the gel near the surface. We are currently investigating approaches to minimize
this effect in order to allow longer-term storage of gels without perturbing accuracy.
Second, while the LCV dosimeter is reusable through melting and re-casting, its initial
colour becomes darker each time, reducing the dynamic range when scanning. We have
successfully used our in-house laser scanner for at least 2 uses of a 15 cm LCV gel, followed
by subsequent recycling of the gel in smaller volumes, which reduces the amount of fresh
gel that must be prepared. However, the ideal dosimeter would be “erasable”, in the sense
that its radiation-induced attenuation could be reversed. We are investigating methylene
blue based gels, which have been previously studied, as they may be reversible, and could
be stored at room temperature. Methylene blue, a photosensitizer [7], was first proposed
for radiation dosimetry (in solution form) as early as the 1950s [8]. The main limitation in
these gels has been oxygen sensitivity and the creation of a re-sealable optical CT vessel.
This is required because the re-setting process for methylene blue gels consists of opening
the vessel to allow oxygen to enter the system and reverse the radiation-induced change,
followed by photo-bleaching to consume the oxygen and make the gel sensitive again. If
an oxygen-impermeable, re-sealable vessel could be manufactured, methylene blue gels
would be very attractive due to their re-usability.
Finally, the sensitivity of the LCV-SDS dosimeter is considerably lower than that of the
Ferrous Xylenol Orange gels (FXG), which are still in use by many researchers. These
FXG dosimeters still exhibit a relatively high diffusion rate, requiring fast scanners. How-
ever, some recent work from other researchers suggests that the addition of the amino acid
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glycine prevents diffusion in FXG dosimeters [9]. If this result can be replicated, FXG
would likely be the dosimeter of choice in our lab, as it has a sensitivity approximately
10× higher than LCV gels, allowing dosimetry of conventional single-fraction doses (≤
2 Gy). Furthermore, we are currently attempting to image large volume FXG dosimeters
(15 cm diameter) using the new VistaTM scanner, as it uses green light (more linear FXG
response than yellow light) and can acquire full 3D datasets in approximately 2 minutes,
which is fast enough to mitigate “during-scan” diffusion effects. In order to image FXG
at large volumes with green light, intensity compensation of the light source is needed, as
the initial attenuation is quite high. Thus, we have developed a method to create low cost,
object-specific source compensators by printing greyscale images onto transparent films
using a laser printer. This is described in Appendix A.
In summary, gel dosimeter chemistry is still very much an active area of research. With
the developments in this thesis, we believe that the readout mechanism has now reached a
point where it is very robust and accurate, which will allow us to focus on identifying the
best gel dosimeters for given tasks.
7.2.3 Clinical applications and developments
While work is ongoing into the above limitations, it would be unfair to say that they are
currently preventing gel dosimetry from being used. In Chapter 6, we demonstrated that
optical CT imaging, using our scanner and a fresh gel dosimeter, achieves excellent results
in small-field commissioning measurements. This gives us confidence in moving forward
with clinical applications such as dosimetry of multi-focal stereotactic radiosurgery plans,
which feature multiple small targets spread across a large volume. We have begun work
on this type of treatment validation. In addition, we plan to apply gel dosimetry to motion-
managed treatments, as a way to evaluate the effectiveness of respiratory gating for radio-
therapy. The gel would be moved during radiation exposure to mimic a moving tumour,
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and then read out to assess if gating was properly timed.
The use of gel dosimetry in machine commissioning is under investigation for a wider
scope of clinical applications. We believe that small field beam commissioning measure-
ments could be performed using our laser scanner and LCV-SDS gel, with a few spot
checks performed by point dosimeters for validation. This would eliminate a large num-
ber of measurements currently made using a scanning point detector in a large water tank.
Evaluation of our gels and scanners for small-field commissioning is underway. In terms of
clinically-focused technical research, gel dosimetry can contribute to the development of
grid or beamlet therapy techniques by providing the verification that these complex treat-
ment plans can be delivered. This should avoid the need to apply an inefficient combination
of dosimeters that requires merging and reconciliation of different datasets. It is hoped that
the developments reported in this dissertation will improve the accuracy and efficiency of
clinical dosimetry protocols used for radiotherapy techniques of the present and future.
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Appendix A
Fixed, object-specific intensity
compensation for cone beam optical CT
radiation dosimetry
This chapter is adapted from a technical note published as “Fixed, object-specific intensity
compensation for cone beam optical CT radiation dosimetry” by Kurtis Hendrik Dekker,
Rubin Hazarika, Matheus A. Silveira, and Kevin J. Jordan, Physics in Medicine and Biol-
ogy, 63, 06NT02 (2018)1. Permission to reproduce this article was granted by IOP Publish-
ing, and is provided in Appendix B.
A.1 Introduction
A.1.1 Optical CT Dosimetry
Optical computed tomography (CT) scanning of radiochromic [1] or polymer [2] gel
dosimeters provides truly three-dimensional (3D) measurement of absorbed ionizing
radiation dose. A large variety of optical CT systems have been reported over the last
two decades, ranging from scanning laser devices [3–7] to broad parallel-beam [8–11] or
1 c© Institute of Physics and Engineering in Medicine. Reproduced by permission of IOP Publishing. All
rights reserved.
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cone beam [12, 13] scanners. Commercially, the laser-based OCTOPUS (MGS Research
Inc., Madison, CT, USA) and cone beam VistaTM (ModusQA, London, Ontario, Canada)
are available. Scanners based on a single pencil beam and small area detector geometry
are fundamentally more accurate than broad-beam scanners, as they exhibit a greater
ability to reject non-primary (stray) light rays [7]. However, broad-beam CCD-based
scanners are generally more robust and faster, as they have fewer moving parts and can
acquire 2D projection images of the full field of view (FOV). In this note, we focus on the
cone beam geometry. Previously, we presented a modification of the VistaTM optical CT
scanner that reduced the stray light contribution in typical gelatin-based dosimeter imaging
from approximately 25% to about 4% [14]. This greatly improved the accuracy and
usable attenuation range of the scanner for imaging radiochromic gels (absorption-based
contrast).
A.1.2 Intensity compensation in cone beam optical CT
Many radiochromic gel dosimeters exhibit a relatively high initial attenuation coefficient.
For a 10 cm diameter cylindrical volume, it is not uncommon to observe an initial trans-
mission of less than 20% (relative to water) along the diameter. This has been seen in both
ferrous xylenol-orange [15] and leuco crystal violet [16] gels. When acquiring projection
images using a CCD camera, the light source intensity and CCD integration time (shutter
speed) are set such that the full range of the sensor is utilized without saturating any parts of
the image, as saturated pre-irradiation projection images will not provide correct reference
intensities for calculation of post-irradiation transmission and subsequent CT reconstruc-
tion. For most dosimeters, irradiation causes an increase in optical attenuation coefficient,
thus a high initial attenuation of many gels can result in all of the actual dosimetry being
performed within the bottom 10 - 20 % of the camera’s dynamic range, resulting in sub-
optimal signal-to-noise ratio and image quality. This problem becomes more pronounced
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as dosimeter size is increased, due to longer path-lengths through the gel.
Because optical CT dosimeters are typically imaged within a tank or aquarium filled with
a refractive index matching solution (to prevent refraction of light rays and preserve stan-
dard CT geometry), attenuating dyes can be added to the matching liquid [17–19]. This
brings the matching liquid attenuation to a similar level to that of the unirradiated dosime-
ter, resulting in more uniform intensity in pre-irradiation projections. Employing solutions
with a broad absorption spectrum minimizes spectral artifacts when imaging with non-
monochromatic sources [20]. However, in our experience the stability of dyes in aqueous
solutions is often an issue. Some dyes, such as nigrosin, are sensitive to pH, and change
colour as carbon dioxide dissolves into the solution from the air. Other dyes are stable in
water, but precipitate when propylene glycol or glycerol is added to the solution for refrac-
tive index matching (e.g. patent blue, carbon black + surfactant emulsions). Some dyes
(e.g. nigrosin) precipitate onto plastic (vessels) but not onto glass (aquarium windows),
which is difficult to correct for analytically). Solutions such as ferric xylenol orange in
sulfuric acid are very stable, but the acid damages anti-reflective coatings on aquarium
windows.
In general, if the solution is not stable, a change in liquid attenuation between pre- and post-
irradiation scans, can occur which perturbs measurement of the radiation induced change
in optical attenuation of the gel. This may be associated with precipitation onto dosimeter
vessels or the aquarium windows, changing the transmission of these surfaces. The proper
correction for these effects depends on which of these has occured, or, more likely, the
magnitude of each effect in combination. Therefore, it would be preferable to avoid the use
of dyed liquid in the optical CT scanner, and instead modulate the intensity profile of the
incoming light.
A possible alternative to modifying the attenuation of the aquarium liquid is to perform
high dynamic range imaging through the use of multiple exposures with different integra-
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tion times [21]. This imaging technique was used by Thomas et al. to image PRESAGE R©
dosimeters using a CCD-based telecentric optical CT scanner [11]. However, when imag-
ing gel dosimeters, which have more scatter than PRESAGE R©, this method may break
down as scatter contributions that were below the detection limit of the scanner at one inte-
gration time become detectable at longer times. Campbell et al. used multiple integration
times when imaging polymer gel dosimeters; however, their scanner featured an array of
photodiodes, each with its own physical collimator, which greatly reduced scatter accep-
tance [22]. In our case, we are using a broad-beam, camera-based system to image objects
that exhibit scatter, thus high dynamic range imaging will not be as effective as modulating
the incoming light intensity.
Instead of changing aquarium liquid or performing high dynamic range imaging, we pro-
pose modifying the intensity profile of the light source to compensate for the object’s initial
attenuation. Here, we modulate the incoming light such that there is a higher intensity in
the image center (rays passing through the dosimeter center) than towards the periphery
(rays passing through shorter chord lengths or through liquid alone). As before, the aim is
to reduce the detected signal intensity towards the dosimeter periphery / outside the ves-
sel relative to the central axis signal, which allows the use of a longer integration time
and/or brighter illumination source to achieve higher overall signal through the dosimeter
without saturating images. We have previously examined the use of discrete strips of at-
tenuating film placed in front of the optical CT aquarium, but the resulting sharp edges
in source intensity profiles created strong ring artifacts in reconstructed images. Thus, in
this note, we propose a method to generate smoothly-varying source compensator gradi-
ents. This approach is analogous to the commonly-used bowtie filter in x-ray CT scanners
[23]. Grayscale-printed transparency films have previously been used in the context of op-
tical CT for performing ultraviolet light exposures [24], however here we use them as an
element in the optical imaging system.
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A.1.3 Study Outline
In this note, we demonstrate a simple, inexpensive method to produce intensity compen-
sators for a CCD-based optical cone beam CT scanner using a conventional laser printer
and transparent films. We describe the methodology used to generate compensator profiles,
and present results from imaging a solution phantom with attenuation representative of typ-
ical radiochromic gels, in order to show that the technique does not perturb image quality
or introduce artifacts.
A.2 Materials and Methods
A.2.1 Optical CT Scanner
Figure A.1 shows a top-view schematic of the modified Vista10 optical CT scanner
(ModusQA, London, Canada). The scanner consists of a light source, aquarium and
rotational stage, and a scientific camera (DR2-BW, Point Grey Research, Inc., Canada)
equipped with a 2/3" diameter, 16 mm focal length lens (HF 16HA-1B, Fujinon Corpo-
ration, China) set to an aperture of f/4. The camera captures 12-bit images of 640 × 480
pixels, which are saved in a 16 bit unsigned integer format. The original large diffuser
light box was previously replaced with a small, bandpass-filtered light emitting diode
(LED, 535 nm central wavelength) + diffuser source (5 mm diameter) and a large Fresnel
lens (catalogue #32-595, Edmund Optics, Barrington, NJ, USA) in order to reduce the
contribution of stray light and improve the scanner’s accuracy [14]. In this note, we
describe the addition of a source intensity compensator (Position ii, Figure A.1) to the
system.
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Figure A.1: Top view schematic of the modified VistaTM optical CT scanner. The posi-
tions of the light source (i), intensity compensator (ii), Fresnel lens (iii), aquarium entrance
aperture (iv), aquarium exit aperture (v) and camera (vi) are shown. Positions of the light
source and compensator were adjustable, so only approximate distances are provided in
this figure. A convergent cone of image forming primary rays is generated by the Fresnel
lens focusing the light from the small LED + diffuser source.
A.2.2 Intensity Compensators
A variety of intensity compensators were generated by printing grayscale patterns onto
transparent films (overhead projector transparencies, 3M Company, Austin, TX, USA) us-
ing a laser printer (HP Color LaserJet 5550dtn, Hewlett-Packard Company, Palo Alto, CA,
USA). All printing was performed with the “print grayscale” option selected, at 600 dots
per inch (highest available), and with all other settings at default values.
A.2.2.1 Transmission vs. grayscale value
Before printing intensity compensators, the relationship between grayscale value and opti-
cal transmission was established by imaging a printed test strip pattern using the modified
Vista10 scanner. The test pattern consisted of ten 2 cm wide × 10 cm high regions, printed
from a bitmap image file with gray levels ranging from 25-250 (where, in the 8 bit un-
signed integer representation, 0 represents black and 255 represents white) in steps of 25.
An air image was acquired, followed by an image taken with the test pattern located at
the scanner’s axis of rotation, in order to generate an air-referenced transmission image.
Average transmission values for each gray level were calculated by averaging over a 1 cm
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× 5 cm region of interest within the center of each strip. A power-law function was fit to
the transmission vs. grayscale data points.
A.2.2.2 Parabolic grayscale profile compensator
As an initial test of source compensation, we generated a simple parabolic grayscale profile,
as shown in Figure A.2b. A 1000 x 750 pixel bitmap image was formed by replicating
this gradient, and printed at both 8 × 6 cm and at 18 × 13.5 cm on transparent films.
Transmission images (relative to air) were acquired of the larger compensator placed at
the optical CT scanner’s rotation axis (between positions iv and v, Figure A.1), and of the
smaller compensator placed on the source side of the Fresnel lens, approximately 5 cm
from the face of the diffuser (Position ii, Figure A.1). These images are shown in Figure
A.3.
A.2.2.3 Object-specific compensator
We performed a proof of principle experiment using an object-specific static compensator
(profile shown in Figure A.2b). This was done by acquiring a reference image of a water-
filled aquarium, followed by an image of a uniform solution phantom (11 cm diameter
custom-made vessel). A transmission image was calculated, and its complementary image
(i.e. 1−Transmission) was used to calculate grayscale values using the fit derived in sec-
tion A.2.2.1. The resulting grayscale compensator image was smoothed using an averaging
filter with a kernel size of 11x11 pixels to remove any sharp features. Finally, the com-
pensator was printed at a size of 8 cm × 6 cm and positioned approximately 6 cm from
the optical CT scanner’s LED + diffuser source. It should be noted that the compensator
was positioned in a flat orientation; however, in the future it may be better to design a
curved frame, since the image-forming rays are emitted in a cone from the small diffuser
source. Additionally, we performed a test using two layered printouts of the object-specific
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compensator, to achieve greater attenuation values.
A.2.3 Solution phantom imaging with compensated source
To verify the efficacy of source compensation, we performed optical CT scanning experi-
ments using an 11 cm diameter solution phantom. The solution consisted of approximately
10% (by weight) propylene glycol in water, and was dyed using Nigrosin stain (Fisher
Scientific, USA). In these experiments, the solution used for the pre-scan had an initial
attenuation coefficient of approximately 0.2 cm−1, corresponding to approximately 12%
initial transmission (relative to water) in the 11 cm diameter vessel, which is a common
starting point when imaging FXG dosimeters using green light. The post-scan solution had
an attenuation coefficient of approximately 0.4 cm−1, corresponding to about 1.5% trans-
mission.
Projection images of the reference solution phantom were acquired with no compensator as
well as with the parabolic and object-specific compensators in place. The distance between
compensator and diffuser source (Positions i and ii in Figure A.1) was varied such that the
50% point in the compensator’s resulting intensity gradient (see Figure A.3) was roughly
lined up with the vessel wall in projection images. Profiles across these projection images
are plotted in Figure A.4a.
For both the parabolic and object-specific compensators, optical CT scanning was per-
formed using 1024 projections, and images were reconstructed at 0.25 × 0.25 × 0.25mm3
voxels using in-house GPU-accelerated implementations of the Feldkamp-Davis-Kress
(FDK) algorithm [25] with a Hamming filter, as well as the Ordered Subsets Convex
Algorithm with Total Variation minimization (OSC-TV) [26, 27].
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A.3 Results and Discussion
A.3.1 Transmission of printed compensators
A.3.1.1 Relationship between grayscale value and transmission
Figure A.2a shows the measured transmission (relative to air) of 3M brand transparencies
as a function of grayscale value printed on the HP 5550dtn. A power law was fit to the data
(r2 = 0.99), resulting in a grayscale-dependent transmission value given by
T = 0.82
( G
255
)3.44
(A.1)
where T is the transmission of the printout and G is the grayscale value, given as an un-
signed 8-bit integer. This function was subsequently used to generate compensator profiles
from transmission images. From these results, it appears that grayscale values below ap-
proximately 100 result in similar transmission values (∼ 1.5% relative to air). This was later
confirmed by transmission measurements with grayscale values from 0-50. Additionally,
further experiments showed that the transmission of grayscale values ≥ 250 was the same
as that of a film without any printing, setting an upper bound on usable values to achieve
modulation.
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Figure A.2: a) Average transmission values (averaged over 1 cm × 5 cm ROI) of laser-
printed test strips on overhead transparencies, measured at the scanner’s rotation axis (in
focus). The transmission of the base film (no printing) is also shown (solid gray line).
b) Central horizontal profiles across bitmap image files used to print the parabolic (solid
black) and object-specific (dashed gray) compensators.
A.3.1.2 Parabolic-profile compensators
Figure A.3 shows transmission images and profiles (air reference) for the large (18 cm
× 13.5 cm) and small (8 cm × 6 cm) parabolic-profile compensators described in sec-
tion A.2.2.2. For comparison, we also included a calculation of the expected transmission
profile for the large compensator placed at the scanner rotation axis, using the model fit
shown in Figure A.2a, along with the observed grayscale threshold value described in sec-
tion A.3.1.1. The image of the large compensator placed at the scanners rotation axis (in
focus) (Figure A.3a) shows that the printed compensator contains many high spatial fre-
quency features, related to both innate film defects and printing artifacts, superimposed
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on the transmission gradient. However, acquiring images using the smaller compensator
placed on the source side of the Fresnel lens (Location ii in Figure A.1) shows a similar
transmission gradient but without the high frequency structures (Figure A.3b). This is re-
flected in the central horizontal profiles plotted in Figure A.3c. The profiles have a similar
overall shape, but the high frequency structures in (a) give the appearance of a “noisy”
transmission profile. Note that we do not have fine enough resolution to observe the binary
dot pattern that forms the “grayscale” image, and that when we refer to printing artifacts
we mean the streak patterns visible in Figure A.3a.
It can also be seen that placing at the source side of the lens results in less intensity re-
duction in the darkest regions of the images. This is likely due to the relative sizes of the
compensator gradient and the diffuser light source. In this case, a 5 mm diameter circular
aperture was placed in front of the diffuser, which was previously found to achieve a good
balance between quantitative accuracy and dosimeter vessel imperfection-related artifacts
[14]. Therefore, some of the image forming rays that contribute in those regions of the
image may pass through the lighter gradient region rather than the dark areas of the com-
pensator. It is hypothesized that using a smaller source diameter would result in a lower
intensity detected in these regions. Additionally, it may be necessary to stack multiple
compensators in order to achieve sufficiently low intensity towards the edge of projections
when scanning very dark objects, as shown in Figure A.4a.
The transmission profiles have a flat top, which is consistent with the gray value thresh-
old of 250 that was previously observed. This threshold is likely a physical limitation of
the printer; however, additional print settings could be explored in the future. It should be
noted that while the compensator itself was designed with a parabolic grayscale gradient,
the transmission profile was not expected to be parabolic, based on the non-linear rela-
tionship shown in Figure A.2a. In Figure A.3c, a calculated profile is shown for the case
where the compensator is placed at the aquarium rotation axis plane. This calculated profile
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agrees very well with the experimental measurement. Overall, these results indicate that
compensators should be placed on the source side of the scanner’s Fresnel lens, to avoid
introducing artifacts into CT reconstructions. When this was done, we did not observe
features that would produce the ring artifacts previously seen using discrete compensator
strips.
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Figure A.3: Transmission (air reference) images of laser-printed parabolic-profile compen-
sators. a) large compensator located at scanner rotation axis (in focus). b) small compen-
sator located 6cm from light source (out of focus). c) indicated profiles through (a) and
(b), as well as the expected transmission profile for (a). Note that the compensator in (b)
is slightly offset from the center of the field of view; this was corrected prior to performing
optical CT imaging experiments.
A.3.2 Solution phantom with compensated source
Figure A.4a shows horizontal profiles across projection images taken of the solution phan-
tom with the 0.2 cm−1 attenuating reference liquid, acquired with no compensator, with the
parabolic compensator, and with the object-specific compensator. It can be clearly seen, by
214
looking at the regions of the profile that fall outside the vessel, that the use of compensators
greatly reduces the range of detected intensity values in the pre-irradation images. In this
example, the ratio of detected intensities through the vessel center to that through the liq-
uid regions was reduced from approximately 1/8 with no compensator, to about 2/5 using
the parabolic compensator, 1/4 using the object-specific compensator, and 2/3 using the
2-layer object-specific compensator. This means that the camera integration time (shutter
speed) or the LED source brightness can be increased, without saturating images, allowing
optical CT imaging to be performed in the middle of the camera’s range rather than the
bottom 10-20%.
Reconstructing the 0.4 cm−1 attenuating liquid, relative to the 0.2 cm−1 liquid, showed no
image artifacts that could be attributed to the compensator itself. A representative recon-
struction slice and profile are shown in Figure A.4b and A.4c. The OSC-TV reconstructed
image exhibited flatness (within ± 1%) within the central 95% of the vessel’s radius, be-
yond which there was a bright ring associated with a loss of about 2 mm of data due to
refractive index mismatch between the vessel wall, interior solution, and aquarium liquid.
215
100 200 300 400 500 600
pixel # along projection profile
0
1
2
pi
xe
l v
al
ue
104
100 200 300 400 500
pixel # (0.25 mm)
100
200
300
400
500
pi
xe
l #
 (0
.25
 m
m)
100 200 300 400 500
pixel # (0.25 mm)
0
0.05
0.1
0.15
0.2
0.25
0.3
CT
 
(cm
-
1 )
FDK
OSC-TV
a)
b) c)
Projection Image
Vessel Seam
2-layer object-specific
object-specific
no compensator
parabolic
Figure A.4: a) Horizontal profiles across single projection images of the reference solu-
tion phantom with no compensator, object-specific, 2-layer object-specific, and parabolic
compensators. Note that the signal value in the “no compensator” profile reaches approx-
imately 6 × 104 in the regions outside the vessel, which has been cut off in this plot. Also
note that the vessel was rotated such that the seam was not visible in the latter 2 profiles.
b) Reconstruction slice (OSC-TV, 0.25 mm voxels) of the solution phantom scanned using
the parabolic compensator. c) Central horizontal profiles (FDK and OSC-TV) across the
reconstructions, along line indicated in (b).
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A.4 Discussion and Conclusions
In this note, we have demonstrated that cone beam optical CT source compensation can be
achieved by printing grayscale patterns onto transparent film. We created both generic as
well as object-specific compensators for a small-source + converging lens system. Placing
the compensators on the source side of the system’s converging lens (and beyond the focus
of the imaging lens) allows the high spatial frequency structures of the printed compensator
to be filtered out by the optical system, avoiding artifacts in CT reconstructions. Thus, the
low optical quality of the transparency films and printer output do not negatively impact
the optical CT system.
In this study, we only addressed the problem of compensating for a uniformly-attenuating
cylindrical object, such as a dosimeter prior to irradiation. However, most gel dosime-
ters remain linear over a much larger dose range than is typically utilized in an optical
CT experiment and could potentially be used again if enough signal could be obtained in
transmission imaging. Therefore, the compensator technique presented here may enable
multiple uses of the same gel dosimeter. This could be further extended by generating a
“compromise” object-specific compensator from the average of several transmission pro-
jections from different angles, and/or by simulating expected transmission projections us-
ing the previous optical CT reconstruction. This approach would be particularly useful in
dosimeters that have previously been irradiated with an arc delivery, such as a VMAT plan.
Furthermore, it may be possible to make use of a small liquid-crystal or organic LED dis-
play to dynamically change the source intensity pattern as a function of projection angle,
similar to Fluence Field Modulated CT (FFMCT), an active research area in x-ray imaging
[28–30].
The current technique, printing fixed compensators, is accessible and inexpensive, as most
institutions will have access to a printer, and transparent films are still readily available from
office supply retailers for a low cost. Source compensation will result in improved signal
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to noise ratio in projection images, and will increase the dynamic range of the optical CT
scanner, enabling darker objects to be scanned. In the future, we will use this approach to
enable imaging of large (15 cm diameter) ferrous xylenol orange gel dosimeters with green
light, which was previously challenging due to high initial attenuation.
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